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Abstract 

The atmospheric chemistry community suffers a lack of fast, reliable and space 

resolved measurements for a wide set of reactive molecules (e.g. radicals such as OH, 

NO3, BrO, IO, etc). Due to their high reactivity, these molecules largely control the 

lifetime and concentration of numerous key atmospheric species, and may have an 

important impact on the climate. The concentrations of such radicals are extremely 

low (ppbv or less) and highly variable in time and space, which imposes a real 

challenge during the detection. 

  

In the first part of this thesis, a compact, robust and transportable UV 

spectrometer is developed, exploiting the Mode-Locked Cavity Enhanced Absorption 

Spectroscopy (ML-CEAS) technique to measure pptv and sub-pptv levels of 

atmospherically important reactive molecules, in particular, halogen oxide radicals, to 

respond to the emerging needs. The ML-CEAS technique is based on coupling a Mode-

Locked femtosecond laser to a high finesse optical cavity, which acts as a photon trap 

to increase the interaction between the light and the intracavity gas sample, which 

highly enhances the absorption sensitivity. The detection limit obtained for the IO 

radical is 20 ppqv (part per quadrillion), which is an impressive result. 

 

In the second part of this thesis, a new spectroscopic technique is developed, 

called Vernier effect, which is also based on the interaction between a mode-locked 

femtosecond laser with a high finesse optical cavity. This technique provides detection 

sensitivity similar to that of ML-CEAS technique, but the advantage is that the number 

of the spectral elements is given by the cavity finesse, so it can reach ten thousands, as 

well as this technique has a simple setup, where the spectrograph is replaced by a 

photodiode. Additionally, the time required to measure one output absorption 

spectrum can be less than 1 ms. 

 

 

 

 

 

 

 

 

1 
 



Résumé 

La communauté de la chimie atmosphérique souffre d'un manque de mesures 

rapides, fiables  résolues spatialement et temporellement pour un large éventail de 

molécules réactives (radicaux tels que NO2, OH, BrO, IO, etc). En raison de leur forte 

réactivité, ces molécules contrôlent largement la durée de vie et la concentration de 

nombreuses espèces clés dans l'atmosphère, et peuvent avoir un impact important sur 

le climat. Les concentrations de ces radicaux sont extrêmement faibles (ppbv ou 

moins) et très variable dans le temps et dans l'espace, ce qui impose un véritable défi 

lors de la détection. 

Dans la première partie de ma thèse, un spectromètre UV robuste, compacte 

et transportable est développé, exploitant la technique ML-CEAS (Mode-Locked Cavity 

Enhanced Absorption Spectroscopy) pour mesurer à des  niveaux très faibles (pptv et 

même en dessous) des molécules réactives d’importance atmosphérique, en 

particulier, les radicaux d'oxyde d'halogènes, afin de répondre aux besoins émergents. 

La technique ML-CEAS est basée sur le couplage d'un laser femtoseconde à blocage de 

modes à une cavité optique de haute finesse, qui agit comme un piège à photons pour 

augmenter l'interaction entre la lumière et l'échantillon de gaz intracavité. Cela 

permet d’améliorer fortement la sensibilité d'absorption. La limite de détection 

obtenue pour le radical IO est de 20 ppqv pour un temps d'acquisition de 5 minutes, ce 

qui est un résultat impressionnant. 

Dans la deuxième partie de ma thèse, une nouvelle technique spectroscopique est 

développée appelée effet Vernier, qui est également basé sur l'interaction entre un 

laser femtoseconde à blocage de mode et une cavité optique de haute finesse. Ici, on 

utilise les battements. Cette technique fournit une sensibilité de détection similaire à 

la technique ML-CEAS, mais l'avantage est que le nombre des éléments spectraux est 

donné par la finesse de la cavité optique et donc peut atteindre plusieurs dizaines de 

milliers. De plus, cette configuration simplifie le montage expérimental par la 

suppression du spectrographe qui est remplacé par une simple photodiode. Le temps 

d’acquisition d’un spectre peut être aussi réduit à moins d’ 1 ms.  
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Introduction 

The atmospheric chemistry community suffers a lack of fast, reliable and space resolved 

measurements for a wide set of reactive molecules (e.g. radicals such as OH, NO3, BrO, IO, 

etc). Due to their high reactivity, these molecules largely control the lifetime and 

concentration of numerous key atmospheric species, and may have an important impact on 

the climate. The concentrations of such radicals are generally extremely low (ppbv or less) 

and highly variable in time and space. Measuring their concentration is often extremely 

laborious, expensive and requires heavy equipment (chemical sampling and treatment 

followed by mass spectrometry [1] and/or chromatography [2]). Despite the progress in the 

techniques of laser spectroscopy, monitoring such radicals precisely and in real time is still 

difficult or impossible by using traditional spectroscopic tools. This challenge motivates the 

development of new versatile and sensitive optical spectroscopic systems. 

In 2002, the LAME research group (LAsers, Molécules et Environnement, at the Laboratoire 

Interdisciplinaire de Physique, LIPhy, in Grenoble) where this thesis took place, introduced 

the optical spectroscopy technique “Mode-Locked Cavity-Enhanced Absorption 

Spectroscopy, ML-CEAS” [3] which turned out to be a promising tool for sounding 

atmospheric radicals. The LAME research group has indeed a long-standing experience in the 

development of ultrasensitive spectroscopic techniques, in particular using high finesse (HF) 

optical cavities coupled with different types of laser sources. While a HF cavity acts as a 

photon trap capable of greatly enhancing the interaction of light with a gas sample, the laser 

source defines specific spectral properties and spectral coverage. The ML-CEAS technique is 

based on the interaction of a ML femtosecond (fs) laser emitting a comb of frequencies over 

a wide (and usually adjustable) spectral range, with the comb of resonances of a HF optical 

cavity. At the initial stage, a few demonstrations of possible applications [4] were obtained in 

the laboratory; however it did not seem reasonable at the time to think of field 

measurements because the laser source was too complex and sensitive to the environment, 

needing frequent optimizations. After that, given many flourishing domains of applications 

(Nobel Prize in Physics 2005 is awarded to John L. Hall and Theodor W. Hänsch, for their 

contributions to the development of laser-based precision spectroscopy, including the 

optical frequency comb technique), ML titanium-doped sapphire laser (Ti:Sa) sources were 

strongly developed to become available as compact and robust, press-button devices, where 

the pump system and the oscillator are assembled on a single breadboard. These lasers 

provide impressive characteristics like the broad and easily tunable emission spectrum (680 

nm to 1080 nm, for Chameleon Laser from Coherent), and a high peak power which allows 

to use efficient frequency doubling to access the UV-spectral region, where a host of 

interesting atmospheric reactive species possess strong absorption bands. The availability of 

such laser systems opened the way to conceive a transportable comb spectrometer to be 

deployable during field campaigns for in situ measurements of local concentration of traces 

of reactive molecules. ‘In situ’ means that measurements should take place directly at the 
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remote geographical sites of scientific installations. With ‘local’ it is intended that 

concentrations are measured in a small air parcel which is admitted into a measurement cell, 

in contrast with ‘remote sensing’ where average concentrations are obtained over 

atmospheric volumes which are several km thick (either vertically or horizontally).   

Following first contacts and discussions between our research group and researchers at 

LGGE (Laboratoire de Glaciologie et Géophysique de l’Environnement, in Grenoble), in 

particular Michel Legrand et Susanne Preunkert, the idea to develop a transportable 

instrument based on the ML-CEAS started to grow. Our colleagues at LGGE who are 

specialists in atmospheric chemistry, strive to achieve a better understanding of the 

atmospheric photochemistry of the Antarctic marine boundary layer (MBL) at the coastal 

site of Dumont d’Urville (DDU) station. For this, they require in situ measurements of several 

more reactive atmospheric species, in particular the radicals of BrO and IO as these have a 

strong influence on the sulphur cycle which in turn affects the chemistry of the Antarctic 

MBL. Figure 1 displays the role of BrO in the dimethyl sulfide (DMS) oxidation. A study 

published in 2008 [5] showed that at the coastal Antarctic site of British Halley station 

(located in the Atlantic oceanic sector), BrO and IO radicals strongly influence the 

atmospheric behaviour of DMS and the rate of production of sulphur aerosol (Methane 

Sulphonic Acid MSA and Sulfate). Since the level of these oxidants (BrO and IO) strongly 

depend on sea-ice conditions (controlling the BrO production) and the state of the marine 

biota (controlling the IO production), which differ from the Atlantic sector (Halley) to the 

Indian sector (DDU), there is an urgent need to document BrO and IO at DDU.   

 

Figure 1: Simplified scheme displays the role of BrO in DMS oxidation [6]. 

The fruit of the cooperation between our research group and our partners from LGGE is the 

project MOCAMAR (Modelocked-laser Cavity-enhanced near UV spectrometer for sensitive 

and quantitative local Measurement of Atmospheric Reactive molecules). This project had 

been funded by French national agency of research for 3 years, starting from 2008. The main 

goal is to develop a transportable UV spectrometer based on the ML-CEAS technique, 

exploitable for field measurements, and allow in situ local concentration measurements of 

several reactive species with excellent selectivity, sensitivity, spatial and temporal 

resolution. The new instrument will be deployed at the coastal Antarctic site of DDU to 
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document the levels of IO and BrO. Furthermore, the proposed spectrometer will be also 

useful for other applications such as urban air quality.  

Fortunately, I had the chance to participate in this project during my thesis. There were 

several technical and scientific challenges concerning how to design such compact and 

portable instrument and how to improve the previous performance obtained by our group in 

the laboratory (10-8 cm-1 detection limit, with an acquisition time of about 30 s [4]) to reach 

the required detection limit of about 10-10 cm-1 in 1 s acquisition time. The MOCAMAR 

project reached its goal as we will see later and achieved impressive results thanks to hard 

team work of several LAME group members, who did their best to overcome the difficulties 

and to make this project successful. It was very interesting and motivating to participate to 

these efforts. 

The first axis of this thesis focuses therefore on the realization of the new spectrometer in 

the framework of the MOCAMAR project. This spectrometer is able to measure 

concentrations of a wide set of radicals and molecules at extremely low concentrations by 

accessing their strong electronic transitions in the UV and Visible ranges. As we mentioned 

above, such development is based on ML fs lasers, and one of the most popular, is the 

passively ML Ti:Sa laser, where the Kerr effect (taking place in the laser crystal itself) can 

sustain a stable self-modelocked regime of operation. A single stable pulse is formed in the 

laser cavity and produces a train of identical pulses as it is partially transmitted through the 

laser output-coupling mirror at each pass. The repetition rate of this pulse train is given by 

the round-trip time of the cavity. By the Fourier Transform (FT) principle, the shorter the 

pulse is the larger its spectrum must be. A typical pulse duration for Ti:Sa lasers is 100 fs with 

~10 nm spectral bandwidth (FWHM) around 800 nm. However, the periodicity of the pulse 

train has also a consequence upon the laser spectrum: it gives a spectrally fine structure 

(inside the broad envelope) composed by equally spaced very narrow peaks which makes it 

deserve the name of frequency comb. The uniformity of the mode spacing has been proven 

experimentally to amazing precision: The relative mode-interval variation over an octave-

stretched femtosecond ML laser spectrum is around 10-17 [7]. 

Passive mode locking is thus a simple scheme for producing a train of ultra-short laser pulses 

with an ultra-stable time periodicity, which corresponds in the frequency domain to a highly 

regular “frequency comb”. Another practically important feature is that the short duration 

pulse produces a high peak power: For a 1 W, 100 MHz train of 100 fs pulses; the peak 

power is typically 0.1 MW. This enhances nonlinear optical processes that are needed to 

reach the UV-VIS spectral range where relevant reactive atmospheric species have strong 

absorption bands. Interestingly, the doubled (or tripled) ML laser spectrum has a frequency 

comb with the same mode spacing, since these nonlinear processes return a pulse train with 

the same repetition rate. 

 An optical cavity (or Fabry-Perot resonator) also possesses a uniform comb of frequencies 

associated with transmission resonances. The basic idea behind the ML-CEAS is then to make 
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a coincidence between the laser comb and the cavity comb to achieve efficient injection of 

the whole laser spectrum into the cavity. This is achieved by finely adjusting the cavity 

length. The radiation transmitted by the injected cavity is analyzed by a high-resolution (0.45 

cm-1 at 30 000 cm-1) home-made spectrograph. The recorded spectrum will then present 

absorption features of intracavity molecules with an effective path length given by the cavity 

length times the cavity finesse (F) which is defined as the ratio of the cavity free spectral 

range  (FSR) and the full width at half-maximum (FWHM) of cavity resonances. This principle 

works with any broad band light source, such as a lamp or a LED. However, due to their low 

spatial coherence (large emitting surface and beam divergence) the cavity throughput is 

poor, it decreases as 1/F, and becomes rapidly useless for cavity finesse higher than F=1000, 

especially if we want high spectral resolution (less photons available per spectral element). 

Using broad-band nanosecond or picosecond pulsed lasers, cavity injection has been shown 

to be rather effective due to the good spatial coherence and high peak power of these 

sources. However, CEAS with pulsed nanosecond (ns) lasers (dyes or Ti:Sa, principally) was 

tested by different authors and results were never impressive, mostly due to the noisy laser 

spectrum. On the other hand, ML fs lasers operating close to the FT limit display a spectral 

envelope which is smooth and stable: a perfect baseline for observing cavity enhanced 

absorption spectra. For our commercial laser source which is a “Chameleon” laser (passively 

ML fs Ti:Sa provided by Coherent), the 338-540 nm range is accessible by using a single 

doubling crystal. In this range, most reactive atmospheric molecules considered in Figure 2 

possess strong absorption bands. It should be noted that the detection limits listed on the 

vertical right-ｴ;ﾐS ゲI;ﾉW ;ヴW Wゲデｷﾏ;デWS aﾗヴ Lﾗﾐｪ P;デｴ DｷdWヴWﾐデｷ;ﾉ Optical Absorption 

Spectroscopy (LP-DOAS). For molecules with absorption bands falling inside the spectral 

range of the ML-CEAS instrument (orange and cyan rectangles in Figure 2), the achieved and 

expected detection limits are mostly the same or better than for LP-DOAS, for example, 1 

pptv for BrO and 20 ppqv for IO. In addition measurements will be feasible under any 

meteorological condition (no open path). 

Moreover, the technique does not require calibration with a gas sample to obtain 

reproducible concentration measurements. Indeed, the HF ring-down [8] time is periodically 

measured and it is essential to calculate the effective absorption path length used to convert 

the acquired spectra in absorption units.  

The second axis of my thesis was to advance with the exploration of new methods of laser 

spectroscopy, still using a frequency comb coupled to a HF cavity, in particular trying to 

exploit the Vernier effect [9] between the HF cavity comb and laser comb in order to obtain 

a spectral resolution without the need for a spectrograph as in ML-CEAS.  
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Figure 2: Electronic absorption spectra of several reactive atmospheric species [10]. The spectral 

region accessible with the frequency doubled Ti:Sa ML laser is given by the orange rectangle, while 

the cyan rectangle is accessible by frequency tripling. Detection limits (and needed path-lengths) 

on the right scale are estimated for the well-known LP-DOAS technique. 

During the work on the development of the new UV spectrometer, I worked closely with 

Roberto Grilli, a postdoc hired for the project MOCAMAR, and all my work was supervised by 

Dr. Daniele Romanini, and Dr. Guillaume Méjean. I mainly participated in the design and 

building of the second harmonic generation (SHG) setup. As well, I participated actively in 

BrO and IO sample preparation at the laboratory, at high and low concentrations, using a 

mixing tank (for ppmv level sample preparation) and building an oven to control the 

temperature and the effusion rate of a Br2 permeation tube, for the ppbv concentration 

range. I also participated in the setup of the home-made spectrograph based on an Echelle 

grating and UV enhanced Charge Coupled Device (CCD) detector and, in the characterization 

of this spectrograph. I did a considerable effort to assemble the whole instrument. I 

designed and fabricated a protection chassis to cover the instrument, and protect it from 

acoustic noise. I provided this cover with a thermoelectric reversible heat exchanger to 

control the temperature of the optical setup and the gas cell. I participated in the first field 

campaign at Marseille to test and reveal potential problems related to the assembly, the 

disassembly and the operation of the instrument at a remote site, and devise further system 

improvements. I participated to the analysis of acquired data in the laboratory as well as 
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during field campaigns, in particular those obtained at the Roscoff station in the North West 

coast of France (see chapter 3). 

For the second part of my thesis concerning the Vernier effect, I worked more 

independently, I performed all the related modelling, built the setup for the first 

demonstration and designed basically the LabView program to acquire the data and analyse 

it. I obtained preliminary results and, I made further improvements to enhance the 

performance by stabilizing the laser source to a reference cavity, using the tilt lock 

technique.  

This thesis is organized in four chapters, the first one gives an overview of passively ML Ti:Sa 

laser using Kerr-Lens effect to understand the ML lasers for the generation of frequency 

combs. We briefly talk about the phase noise of fs combs which will be needed for the 

Vernier effect technique. This chapter also provides a detailed study about SHG of fs laser 

pulses in Beta Barium Borate (BBO) and Lithium Triborate (LBO) crystals to reach the UV-VIS 

spectral range. This study aims to point out the crucial effect of the spatial walk-off, the 

group-velocity mismatch on the conversion efficiency of SHG. Furthermore, this study 

includes all the necessary calculations to choose the nonlinear crystal (NLC), to get a 

compromise between the efficiency of the SHG and the good optical quality of the SH wave, 

where the optical quality is very important for the injection of the high finesse cavity. 

The second chapter describes the principle of ML-CEAS, and the different schemes of 

coupling the laser comb to a HF cavity, in particular, the “dynamic” or “transient” coupling 

scheme to obtain the ML-CEAS spectra, where the cavity length is matched to the laser 

repetition rate, then modulated by a piezoelectric actuator so that all cavity modes go 

through resonance almost simultaneously. 

The third chapter is devoted to the technical developments and the results. This technical 

development includes the experimental setup, the mode-matching between the laser and 

the HF cavity, the home-made spectrograph, frequency doubling setup, and the gas sample 

handling. The data analysis and the automatization process are described in details. The 

structured absorption bands of the detected molecules are also discussed. A summary of the 

obtained results in the laboratory and the field campaigns is also presented.  

The final chapter is dedicated to describe the Vernier Effect technique, providing the 

principle of the method, the analytical model, the experimental setup, the performance, and 

a comparison to ML-CEAS technique. The stabilization of the laser source which is important 

to enhance the performance is discussed. This chapter ends with conclusion and 

perspectives. 

I should underline that this thesis was completely carried out at LIPHY laboratory at the 

University of Grenoble and all the experimental work was realized in the LAME group. As 

well as, this thesis is financed by Région Rhône-Alpes.  
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Chapter 1. Principle of mode-locked 

lasers and frequency doubling of 

femtosecond pulses 

1.1. Introduction 
Since the demonstration of the first laser in 1960, laser spectroscopy continues to develop 

and expand rapidly. Today, it plays an important role in physics, chemistry, medicine, biology 

and environmental sciences. Indeed, laser spectroscopy has been dramatically advanced by 

the development of mode-locked lasers. It is well known that if lasers can sustain 

simultaneous oscillation on multiple longitudinal modes, they can emit short pulses, by using 

a mechanism to lock the phases of all the modes. The lasers that deploy such mechanism are 

referred to as ‘‘mode locked’’. The importance of ML lasers rises from their capability to 

generate a train of regularly spaced pulses in the time domain, which results in train of 

equally spaced sharp lines in frequency domain, and these sharp lines are capable to excite 

narrow resonances. In addition, ML lasers have a large bandwidth, and a stable envelope of 

its spectrum. The big advance in ML lasers was due to development of passively Kerr-lens-

mode-locked (KLM) Ti:sapphire lasers, because of their simplicity and high performance.  

The developed UV-spectrometer to which I contributed during this thesis, is based on the 

ML-CEAS technique, which in turn depends on injecting a ML femtosecond (fs) Ti:Sa laser 

into a high finesse (HF) optical cavity. Therefore, I explain in this chapter some basic notions 

concerning passively mode locked lasers and the generated optical frequency comb, with 

focus on Ti:Sa lasers and the Kerr lens effect. I will then describe the SHG with fs pulses, 

which is needed to reach the UV spectral region where the molecules under study possess 

strong electronic absorption bands. 

1.2. Ti:Saphire Kerr-Lens Mode locked (KLM) laser 
Ti: Sa lasers have been mode locked by using a variety of techniques, but I will restrict my 

discussion to the Kerr-lens effect and its control because it affords the best results. Indeed, 

ゲｷﾐIW ｷデ ┘;ゲ gヴゲデ SWﾏﾗﾐゲデヴ;デWS ｷﾐ ヱΓΓヱ [11], the Kerr-lens mode-locked (KLM) Ti:sa laser has 

been widely used in ultrafast science because of its relative simplicity and excellent 

performance in terms of short pulse duration and associated high peak power and wide 

spectral emission. In the following section, we discuss the properties of the Ti:Sa crystal, 

which in particular allow for this  mode-locking technique. 
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1.2.1. Properties of Titanium-doped sapphire crystal 

This is an optically pumped, solid-state laser material with excellent thermal, physical and 

optical properties. The lasing medium in Ti:Sa laser is crystalline sapphire (Al2O3 ) doped with 

Ti2O3 to about 0.1 % by weight. The crystal is produced by mixing Ti2O3 into a melt of Al2O3. 

When a crystal is grown from this melt, Ti3+ ions substitute a small percentage of the Al3+ 

ions.  Lasing occurs between the energy levels of the Ti3+ ions as shown in Figure  1.1. The 

ground state 2T2 has a broad sequence of overlapping vibrational levels, as well as the first 

excited state 2E also extends upward with a series of overlapping vibrational levels. 

Excitation takes place from the lower thermally populated vibrational levels of 2T2 state to 

the broad range of vibrational levels of the 2E.  

 
Figure  1.1: Energy level diagram of Ti

3+
 in Ti:Sa crystal. 

Figure  1.2 displays typical absorption and fluorescence spectra of Ti:Sa crystal.  

 
 

Figure  1.2ぎ AHゲﾗヴヮデｷﾗﾐ ;ﾐS ｡┌ﾗヴWゲIWﾐIW ゲヮWIデヴ; ﾗa デｴW Tｷ+3
: Sa crystal [12]. 
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This crystal has an extremely broad fluorescence band (gain band) which extends from 

wavelengths shorter than 600 nm up to above 1000 nm as shown in Figure  1.2, but the 

lasing action is possible only up to around 670 nm because of the overlap of the absorption 

and emission spectrum in this region. However, the shape of the absorption band depends 

somewhat on the material growth techniques and the Ti3+ concentration. In addition, mirror 

coatings, tuning elements losses, pump power, and pump mode quality have an impact on 

the tuning range. Nevertheless, this tuning range of about 400 nm, which today is accessible 

using a single laser cavity configuration, is the broadest tunable range of any known 

material. Besides the broad tunability, the gain cross section is large, for example, at the 

center of its tuning range (800 nm), it is half that of Nd: YAG. In addition, we can see that 

Ti:Sa exhibits a broad absorption band, located in the  blue-green region of the visible 

spectrum with a peak around 490 nm, this broad absorption band allows the Ti:Sa crystal  to 

be pumped  with a number of high power laser sources such as Ar+ (514 nm) and copper 

vapor (510 nm) lasers, frequency doubled Nd: YAG (532 nm), Nd: YVO4 (532 nm), and Nd: 

YLF lasers (527 nm).  

The enormous gain bandwidth of Ti:Sa, is a first advantageous feature as it is necessary for 

supporting ultrashort pulses by the Fourier relationship. If this entire bandwidth could be 

mode-locked as a Gaussian pulse, the resulting pulse duration would be only about 4 fs. 

Moreover, the Ti:Sa crystal also provides an efficient mode-locking mechanism due to its 

nonlinear refractive index as it will be explained  below. 

1.2.2. Principle of Mode-locking lasers 

Let us consider, a homogeneously broad laser gain medium operating inside an optical cavity 

without spectrally selective elements: it will oscillate simultaneously over all resonant 

frequencies of the cavity for which the saturated gain remains above the cavity losses. 

Saturation here, refers to the fact that the lasing modes will become amplified in time until 

the extracted power from the gain medium produces a gain reduction to reach the level of 

the cavity losses (as an average over a given spectral range), which constitutes a steady state 

operation regime of the total emitted power. This regime is achieved, by the homogeneous 

laser, very rapidly, with a broad emission spectrum where initially spontaneously-emitted 

photons succeed inducing lasing of cavity modes. Given that a (small) curvature with a 

shallow maximum is usually present in the net gain (gain minus losses) as a function of 

frequency, after a second transient time (much longer than the saturation time) the laser 

will spectrally collapse over a small spectral region where saturated net gain will be 

uniformly close to zero. Depending on the flatness of the net gain, and on the intracavity 

laser power causing nonlinear effects which couple the laser cavity modes, the emission 

spectrum of such a “free-running” laser will be more or less large. The emission of this laser 

will be subject to large random spectral fluctuations given by the competition between 

modes to be amplified by the stimulated emission of the same atoms in the gain medium.  

This competition causes large fluctuations in the relative phases and amplitudes of the 

modes, and only the total power is kept stable by the gain saturation condition. A mode-
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locked femtosecond laser can also be obtained from a broadband gain medium such as Ti:Sa, 

which can sustain over 100,000 longitudinal modes in a laser cavity  about 1-2 meter long.  

have well defined intensity and the same phase at a given instant in time, producing by 

constructive interference, a powerful well-  laser 

resonator. A few mode locking mechanisms will be discussed in the following. 

1.2.3.  Mode- locking mechanisms 

In mode-locked lasers, phase locking means imposing a fixed phase relationship between all 

of the lasing longitudinal modes. Forcing all the modes to have an equal phase implies in the 

time domain that all the waves of different frequency will add constructively at one point in 

time and space, resulting in an intense and short burst of light. This mechanism requires 

having higher net gain for regime where one or more pulses circulate in the laser cavity, 

compared to the CW regime. Typically, a loss modulator inside the laser cavity is used to 

produce this type of behavior actively or passively (according to the type of loss modulation 

mechanism) by collecting the laser light in short pulses around the minimum of the loss 

modulation with a period given by the cavity round-trip time Tr=c/2L (c is the speed of light, 

L is the optical cavity length) as shown in Figure  1.3.  

 

 

 

Figure  1.3: Schematic laser cavity setup for active and passive mode-locking [13]. 
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Active methods typically involve applying an external signal to an optical modulator 

providing a phase or frequency modulation. The most popular modulators are acousto-optic 

(AOM) or the electro-optic devices. When the AOM is driven with an electrical signal, a 

sinusoidal amplitude modulation for each cavity longitudinal mode is induced [14]. Making 

the modulation time close to the cavity round-trip time of a pulse, results in enabling this 

pulse to exploit the maximum net gain (Figure  1.3.b). In order to have this pulse the modes 

must develop a precise phase relation, and this is made, because the sidebands generated 

from each running mode (due to modulation signal) is injected into the neighboring modes 

of this running mode, which leads to synchronization and locking of neighboring modes. 

Global phase locking will yield a single oscillating pulse that contains all the energy of the 

cavity.  

Passive methods rely on placing a saturable absorber (real or effective) into the laser cavity 

as shown in Figure  1.3, which causes self-modulation of the lasing effect. The saturable 

absorber has the property of intensity-dependent transmission that means: it will allow 

transmission of high intensity light and will absorb low intensity light. Such an absorber 

introduces some loss to the intracavity laser radiation, which is relatively large for low 

intensity ｷﾐ デｴW CW ﾉ;ゲｷﾐｪ ヴWｪｷﾏWが H┌デ ゲｷｪﾐｷgI;ﾐデﾉ┞ ゲﾏ;ﾉﾉWヴ aﾗヴ ; ゲｴﾗヴデ ヮ┌ﾉゲW regime with high 

peak intensity. Indeed, a short pulse produces a loss modulation, because the high intensity 

at the peak of the pulse saturates the absorber during the pulse passage in the absorber, 

more strongly than its low intensity wings. Real saturable absorbers can be made from dyes, 

semiconductors, or solid-state laser materials. Their main drawback is the long response 

time associated with relaxation of the excited state, which limits the shortest pulse widths 

that can be attained. Effective saturable absorption can be obtained exploiting the nonlinear 

refractive index of some materials together with spatial effects or interference to produce 

again a higher net gain for shorter and more intense pulses. The most interesting to us is a 

third order nonlinear effect inside the Ti:Sa gain medium itself which plays the role of a fast 

saturable absorber  through the Kerr lens effect.  

1.2.4. Kerr lens effect in Ti:Sa laser 

At high intensities, the refractive index in the gain medium becomes intensity dependent. 

This is manifested in Ti:Sa as an increase of the refractive index when the optical intensity 

increases, and this can be expressed by the following relation:  

 0 2n n n I      = +  (1.1) 

Where, 

• I : Optical intensity of the incident light. 

• 0 2n ,n > 0: Linear and nonlinear refractive index coefficients of the Ti:Sa crystal, 

respectively. 
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The nonlinear refractive index describes the strength of the coupling between the electric 

geld and the refractive index (n), and is related to the real part of the third-order 

susceptibility
(3)
Rχ  by [15]: 

 

2
0 0

2 (3)

(4 / 3)

R

n cn ε
χ=

 (1.2)                                        

Were, 0ε is the electric permittivity of free space (8.85 x 10-12 F/m). 

As the beam is less intense at its edges as compared to the center, the index at the center 

will be higher, and a gradient index lens is formed inside the Ti:Sa crystal.  The resulting Kerr 

lens causes a self-focusing effect that means, the strong pulses circulating in the laser cavity 

are focused, relative to the continuum laser emission, which is not able to induce 

appreciable Kerr lensing. Kerr effect is potentially possible only when the light intensity is 

extremely high, such as the instantaneous intensity of a mode-locked pulse. Introducing a 

slit or an aperture in the cavity at an appropriate position, then the circulating pulses suffer 

smaller losses than the continuum which leads to self mode-locking of the laser. The 

diameter, position and shape of the slit must be calculated precisely. Figure  1.4 displays the 

Kerr lens effect on the beam profile. Together with a correctly positioned effective aperture, 

the nonlinear Kerr lens can act as a fast saturable absorber that means high intensities are 

focused and hence fully transmitted through the aperture while low intensities experience 

losses.  

 

Figure  1.4: Schematic of the Kerr-lens mechanism. The upper diagram shows that,  for  low  

intensity,  much  of  the  intensity  does  not  pass  through  an aperture.  The lower diagram shows 

デｴ;デ aﾗヴ ｴｷｪｴ ｷﾐデWﾐゲｷデ┞が デｴW G;┌ゲゲｷ;ﾐ ｷﾐSW┝ ヮヴﾗgﾉWが ┘ｴｷIｴ ｷゲ S┌W デﾗ デｴW ﾐﾗﾐﾉｷﾐW;ヴ ｷﾐSW┝ ﾗa ヴWaヴ;Iデｷﾗﾐが 
acts as a lens and focuses the beam increasing net transmission through the aperture. 

Contrary to actively ML lasers, KLM lasers need a starting mechanism to stimulate the pulsed 

regime. For this it is enough to introduce  a brief intensity spike into the CW-laser resulting 
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from rapidly enough misalignment of the cavity, and then the intensity spike enjoys more 

gain than the CW lasing mode and builds up. After the Kerr lens starts, it is self-sustainable. 

Indeed a KLM laser has basically two stable extreme regimes corresponding to the single 

circulating giant pulse operation which is more stable, and the CW regime which is less 

favorable and less stable. When the system is externally perturbed it may fall into one of 

these regimes, with more chance for the pulse regime. In practice, intermediate regimes 

with several pulses or mixed pulsed-CW regimes can be observed for non-optimal laser 

cavity alignments. Today, reliable self-starting passive mode-locking for all types of solid-

ゲデ;デW ﾉ;ゲWヴゲ ｷゲ ﾗHデ;ｷﾐWS ┘ｷデｴ ゲWﾏｷIﾗﾐS┌Iデﾗヴ  ゲ;デ┌ヴ;HﾉW ;HゲﾗヴHWヴゲが gヴゲデ SWﾏﾗﾐゲデヴ;デWS ｷﾐ ヱΓΓヲ 
[16]. Let us now consider in Figure  1.5, a typical realization of a Kerr-lens mode-locked Ti:Sa 

laser where two prisms are also present to control the dispersion, as explained in the 

following. The main laser cavity, consisting of mirrors M1 to M4, extends up to about 2.0 m, 

with a Brewster-angled Ti:Sa crystal placed in the center of the cavity, where the length of 

the crystal ranges from 2 mm to 10 mm according to the doping level of Ti3+. M4 is a plane 

output coupler having a transmission of few percent at the lasing wavelengths. The spherical 

mirrors M1 and M2 (radius of curvature ~ 10 cm) are highly reflective over this wavelength 

range, and highly transmitting for the pump wavelengths. As the Ti:Sa crystal acts like a 

nonlinear lens, it also disperses the pulses temporally through positive dispersion (dn0/d｀> 

0), and consequently, a sequence of two prisms may be used to compensate for the group 

┗WﾉﾗIｷデ┞ SｷゲヮWヴゲｷﾗﾐ ふGVDぶ ｷﾐ デｴW Iヴ┞ゲデ;ﾉく TｴW gヴゲデ ヮヴｷゲﾏ SｷゲヮWヴゲWゲ デｴW ヮ┌ﾉゲW ;IIﾗヴSｷﾐｪ デﾗ デｴW 
angle as a function of wavelength, leading the long wavelengths to traverse more glass in the 

second prism than the short wavelengths. The angular dispersion is converted to spatially 

parallel dispersion after the second prism which allows using a flat cavity end-mirror for 

reflecting exactly backward all dispersed wavelengths. 

 
Figure  1.5: Typical Kerr-lens mode-locked Ti: Sa laser with prism based configuration. 

The drawback of this modelocking scheme is that KLM is realized near the stability limits, 

(where the laser mode size is highly influenced by any additional nonlinear lensing), so it is 

ゲWﾐゲｷデｷ┗W デﾗ デｴW I;┗ｷデ┞ ;ﾉｷｪﾐﾏWﾐデく Tｴｷゲ ﾏW;ﾐゲ デｴ;デ デｴW ﾗヮデｷﾏ;ﾉ I;┗ｷデ┞ IﾗﾐSｷデｷﾗﾐ aﾗヴ WqIｷWﾐデ 
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KLM ｷゲ ゲｷｪﾐｷgI;ﾐデﾉ┞ SｷdWヴWﾐデ aヴﾗﾏ デｴ;デ aﾗヴ デｴW CW lasing. Therefore, in developing a Kerr lens 

mode-locked Ti:Sa laser, it is important to theoretically investigate the optimal cavity 

conditions. The big advantage of KLM is that Kerr-ﾉWﾐゲ WdWIデ ｷゲ ﾐW;ヴﾉ┞ ｷﾐゲWﾐゲｷデｷ┗W デﾗ デｴW ﾉ;ゲWヴ 
wavelength and has very fast response time in the fs range [17]. The fast response comes 

from the fact that at sufficient high intensity, the electric field associated with the light can 

actually distort the electronic cloud of the atoms inside the materials and alter its index to 

form the Kerr lens. Since the electronic cloud response is much faster than the atomic 

transitions required in real saturable absorbers, the time response of such nonlinear process 

is virtually instantaneous (sub fs). 

In conclusion, thanks to the large gain bandwidth of Ti:Sa, and giving the ability to sustain 

simultaneous oscillation on multiple longitudinal modes, it is possible to generate very short 

pulses (fs range) at the output of a Ti:Sa laser through careful design of the cavity’s 

dispersion and the mode-locking mechanism.  

For a deep understanding of how ML lasers can be exploited successfully for the generation 

of frequency combs with known absolute frequencies, it will be useful to discuss about the 

specific features of the spectrum emitted by a mode-locked laser, how it arises, and how it 

can be controlled. 

1.2.5. Frequency spectrum of mode-locked lasers 

As a result of mode-locking, a single circulating pulse inside the laser cavity is obtained. Due 

to the action of the saturable absorber (or the Kerr lens effect), which favors the peak 

against the wings of the pulse, the duration of the pulse is then reduced further at each 

cavity round-trip, until broadening effects like intracavity dispersion become strong enough 

to prohibit further pulse shortening. In addition, the circulating pulse inside the cavity will 

give an output pulse at each round-trip when it strikes the cavity output coupler. Therefore, 

in the time domain, the mode-locked laser does not emit isolated short pulses, but rather a 

┗Wヴ┞ ヴWｪ┌ﾉ;ヴﾉ┞ ゲヮ;IWS デヴ;ｷﾐ ﾗa ゲｴﾗヴデ ヮ┌ﾉゲWゲ ┘ｷデｴ ; ヮWヴｷﾗS SWgﾐWS H┞ デｴW ヴﾗ┌ﾐS-trip time rtτ , 

and the pulse duration pτ . In the frequency domain, this results in a phase-locked frequency 

comb with equally spaced sharp peaks (the peaks look like the teeth of a comb), and the 

constant mode spacing is equal to the pulse repetition rate 1/rep rtf τ= . The spectral width 

of the envelope of this frequency comb, gives us the well-known broad spectrum of a 

aWﾏデﾗゲWIﾗﾐS ﾉ;ゲWヴ ;ﾐS デｴｷゲ ゲヮWIデヴ;ﾉ ┘ｷSデｴ ｷゲ ｷﾐ┗WヴゲWﾉ┞ ヮヴﾗヮﾗヴデｷﾗﾐ;ﾉ デﾗ デｴW ヮ┌ﾉゲW S┌ヴ;デｷﾗﾐ 〃p. 

An W┝ヮWヴｷﾏWﾐデ ┘ｷデｴ ; ゲデ;Hｷﾉｷ┣WS ﾉ;ゲWヴ ｴ;ゲ IﾗﾐgヴﾏWS デｴ;デ デｴW デWWデｴ ﾗa デｴW aヴWケ┌WﾐIy comb, 

which is the Fourier transform of the pulse train, are equally spaced throughout the pulse 

bandwidth to 3.0 parts in 1017  [18]. This stability makes frequency combs from mode-locked 

lasers powerful tools for high-precision frequency metrology as well as for high sensitivity 

laser spectroscopy. We expect that if all of the pulses emitted by the laser are identical, the 

mode spacing between the frequencies of the comb lines will be integer multiples of the 

repetition rate of the pulse train. In reality, this is not the case, and the successive pulses are 
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different of each other due a mismatch between the phase and the group velocities inside 

the laser cavity. This induces a progressive dephasing of the carrier wave (the central laser 

emission frequency) with respect to the pulse envelope. Figure  1.6 displays the time and the 

frequency pictures of frequency comb, where ceo∆Φ represents the carrier-envelope offset 

(CEO) phase which accumulates from a pulse to the next. 

 
Figure  1.6: Time and frequency domain properties of an optical frequency comb. a: Time domain 

picture of a pulse train, b: Corresponding frequency domain picture, where dashed lines represent 

an ideal harmonic frequency grid , while solid lines represent the laser modes. Note: “CEO” stays 

for carrier-envelope offset. 

Figure  1.6.a, illustrates a description of time domain pulse train emitted by a mode-locked 

laser, while Figure  1.6.b illustrates the frequency domain of the same pulse train. It is 

obvious from this figure that the lasers modes are shifted from an ideal harmonic frequency 

comb (dashed lines) by a certain value which is fceo. We will give a short and simple 

explanation of this interesting structure [19]. The envelope propagates at the group velocity

gυ , while the carrier propagates at the phase velocity pυ , and due to the dispersion in the 

laser cavity we have pgυ υ≠ . This mismatch causes the envelope to be retarded relative to 

the carrier during every round-trip. The fractional part of this phase offset gives rise to the 

(CEO) phase ceo∆Φ (this offset is taken between the carrier wave with respect to the peak of 

the envelope for each round-trip). To find the relation of ceo∆Φ , we start by writing the 

group velocity as:   
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λ λ−  is the group refractive index ng. 

The phase velocity is given by: 
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p
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Where, phaseτ  is the time for the carrier to complete one cavity round-trip.  

The delay between the pulse envelope and an arbitrary point on the phase front can now be 

written as: 

 

1 12ceo
p g

Lτ υ υ
 = −     (1.5) 

  
This yields for the phase shift:  

 

1 12   2     ce co
p g

L modω πυ υ
 ∆Φ = −     (1.6) 

 

Where, cω  is the (angular) carrier frequency.  

For simplicity, we refer to ( ceo∆Φ ﾏﾗS┌ﾉﾗ ヲヽ) by ceo∆Φ . This carrier-envelope phase shift 

ceo∆Φ  influences the spectrum of the comb and we will give a simple analytical derivation 

[19] of this effect by assuming that ceo∆Φ  is a constant amount. This assumption is true in 

the absence of fluctuations of the environmental conditions (temperature, pressure etc) and 

perturbations to the laser. Let us start by writing the geld of a single pulse aﾗヴ ; g┝WS ゲヮ;デｷ;ﾉ 
coordinate as following: 

 
( )  )(ˆ( ) i tc cepE t E t e ω +Φ=

 (1.7) 

Where, 

• ceΦ : Carrier envelope phase.  

• ( )Ê t : Pulse envelope.  

Here, the electric field is described as the multiplication of carrier signal (CW sinusoidal) by 

the envelope function. If ceo∆Φ is neglected then 0ceΦ = Φ ( 0Φ absolute phase of the pulse), 

for all pulses of the train but in general the carrier-envelope phase for a pulse n is

0ce ceonΦ ∆Φ× + Φ= . Then, tｴW gWﾉS aﾗヴ ; デヴ;ｷﾐ ﾗa ヮ┌ﾉゲWゲ is given by: 
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Here,
 

 rn tcn ω τΦ =− × ×
  is the accumulated phase after n round-trips. δ  is the Dirac 

function.  

The train of pulses may thus be represented as a convolution product of the electric field of 

one pulse by a comb of Dirac functions. To obtain the spectrum, we take the Fourier 

transform of (1.8):  
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                              (1.9) 

By definition, we have  ( ) ( )ˆ i tE t dE e tωω −= ∫  , and by taking into account the identities 

( ) ( )i t iaf t a e dt e fω ω ω− −− =∫  , ( ) ( )iat i tf t e e dt f aω ω− = −∫  , we get: 
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 (1.10) 

The relevant components in the spectrum are those for which the exponential in the sum 

add coherently because the phase shift between pulse n and n+1 is a multiple of 2ヽ. That 

means, ceo rtf k 2nヾω∆ − = . This yields a comb spectrum with angular frequencies: 

 

2-   nceo
n

rt rt

πω τ τ
∆Φ=

 (1.11) 

By converting the above relation to a frequency relation, we get: 

   n rep ceof nf f= +
 (1.12) 

 

Where,
1 1

2ヾ 2
ceo rep c g

ceo
g p

f
f

ω υ
π υ υ

 ∆Φ= = −   
 is the carrier-envelope offset frequency.  Here, 

n is the mode order number (105-106).  
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Note that the relevant quantity here is ( ceo∆Φ ﾏﾗS┌ﾉﾗ ヲヽ) which implies that ceof  is 

bounded by repf  (0 )ceo repf f< < . 

It is obvious from the relation (1.12) that the spectrum of the mode-locked femtosecond 

laser consists of a comb of discrete optical frequencies as shown in Figure  1.6.b, and these 

frequencies are shifted from the exact harmonics of the repetition rate by ceof which is 

proportional to the pulse-to-pulse carrier-envelope phase shift. This structure allows in 

principle high-resolution and frequency-calibrated spectroscopy across massively parallel 

(>105) detection channels. For the same reason, an efficient coupling is easily realized 

between the frequency components of the comb and the modes of a high finesse optical 

cavity as we will see in Chapter 2. Moreover, the relation (1.12) is very important when 

working with fs frequency comb since it gives the optical frequency as a function of two 

radio frequencies ,( )rep ceof f , which typically vary from hundred MHz up to a few GHz for 

the shortest laser cavities. For example, as we will see in chapter 3, stabilizing the laser comb 

by independently acting on these two parameters ,( )rep ceof f  is needed in a spectroscopic 

technique exploiting the Vernier effect, which is under development in our laboratory.   

 

It is interesting  to mention that In KML lasers, even  though the refractive index is a function 

of frequency n = n(ω),  the  pulse  spacing (in time) thus  the mode spacing (in frequency) are 

rigorously constants. The theory of the mode-locked laser shows this “transformation” of 

the unequal mode spacing of the laser cavity into a perfect comb to be the result of 

nonlinear optical processes exactly counterbalancing the residual dispersion present after 

the introduction of the prism compensation system.  

1.2.6. Noise in passively modelocked Ti:Sa Laser 

In the analytical treatment presented in the previous section, we assumed that ceo∆Φ  is 

constant, but in reality ceo∆Φ  is sensitive to changing of laser parameters or fluctuation of 

environmental conditions. Changes of ceo∆Φ  influence the lines of a frequency comb by 

changing the mode spacing (frep) or shifting the entire comb by changing (fceo), or both. The 

main noise sources are mechanical vibrations of the laser cavity, thermal drifts, pump 

intensity noise and quantum noise [20] (originating from spontaneous emission in the gain 

medium which should be a small effect and will not be considered in the following). We will 

first focus briefly about the CEO phase noise [21] then in particular consider the effects of 

amplitude-phase coupling [21]. 

In this section, we will discuss the physical mechanisms behind the ceo∆Φ  noise. It is 

instructive to start from the definition of the CEO phase. As mentioned above, when a short 

pulse propagating  through a dispersive material with an index of refraction n(z) along the 

1.2.6.1. CEO Phase noise 
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axis z, the pulse will accumulate a phase offset between the carrier and envelope of 

( ) ( )ceo ce ce rtt t τ∆Φ = Φ − Φ −  and this value can be rewritten as follows [21]: 

 

2

0

22

0

2 ( ) ( ) mod 2

( ) mod 2

L

ceo g

L
c

n z n z dz

dn z dz
c d

π πλ
ω πω

 ∆Φ =−   
 =    

∫
∫

 (1.13) 

Where gn is the group index, and given by ( )
c

cg
の

c
dn n n
d

ω ω ω= + . 

From the above relation, we can rewrite the dependence of ceo∆Φ on any laser or 

environmental parameter X as:  

 

2
2 2(1/ )[2 2 2 2 ]c

ceo c c c
n n L nc L L

X X X X
ωω ω ωω ω ω

∂∂ ∂ ∂ ∂ ∂∆Φ =+ +∂ ∂ ∂ ∂ ∂ ∂ ∂  (1.14) 

These partial derivatives c
X
ω∂

∂ , 
L
X

∂
∂ , 

2n
Xω

∂
∂ ∂  correspond to the variations of the center 

frequency cω
 (frequency shifting) [22], of the cavity length [23], and of the first-order 

dispersion of the cavity [24], respectively. If we consider now different possible 

environmental effects, we can see that any fluctuation in the temperature of the laser 

crystal or the intracavity optical elements will cause a direct change of the ceo∆Φ  according 

to the second and the third term of (1.14). In addition, air pressure variation in the cavity 

contributes to ceo∆Φ  noise according to the third term. However, such fluctuations are 

relatively slow and cannot contribute to noise at high frequencies, above a few kHz. In 

summary, environmental contributions affect CEO noise spectrum at low frequencies, and 

their effect can be reduced by enclosing the laser system in a box and thermalize the whole 

system. Therefore, they do not pose any special problem in achieving successful stabilization 

of the CEO frequency. Another contribution to ceo∆Φ  noise arises from geometrical changes 

of the laser cavity, and the acoustic vibrations which affect the total cavity length L, or the 

tilt of the cavity mirrors (or both). To compensate this noise, a piezo-electric transducer 

(PZT) can be mounted on the input cavity mirror to finely tune the cavity length. The 

fluctuation of laser Intensity will also affect ceo∆Φ  and generate a noise called amplitude to 

phase conversion effect.  

  

To understand the origin of the APC effect, it is sufficient to substitute the parameter X by 

the intensity in relation (1.14). From the third term in this relation, it is clear that refractive 

index change induced by the intensity contributes to the ceo∆Φ  noise. Notably, inside the 

1.2.6.2. Amplitude-to-phase conversion (APC) effects  
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laser crystal the intracavity intensity reaches its maximum leading to the Kerr lensing effect 

as mentioned in paragraph (1-2-2).  If geometric effects and spectral shifting can be avoided, 

the APC effects are restricted to nonlinear refractive mechanisms, both Kerr-type and an 

additional thermally induced mechanism at low frequencies. The APC effect is then 

represented by
ceof
I

∂
∂ , and when it reaches a value on the order of 10-8 Hzm2/W in a Ti:Sa 

laser,  that means the dominant phenomena in APC dynamics is the nonlinear Kerr effect  

[21].  

1.3. Second harmonic generation of fs pulses in BBO, LBO 

crystals 

1.3.1. Introduction 

As we have seen in the introduction, several reactive molecules possess strong electronic 

transitions in the blue spectral range. In particular, the two principal molecules of interest 

will be BrO and IO, which absorb at 338.5 nm and 435 nm respectively. Currently, lasers with 

broad-band tunability in this spectral region are not available. However, one of the main 

advantages of ML-CEAS is its ability to give access to the blue-UV spectral region via efficient 

nonlinear optical process. This is possible thanks to the high peak optical intensity delivered 

by ultrashort pulses. Other advantages are the tunability, and the broad emission spectrum 

of the KLM Ti:Sa laser. In this section, we will present the type I SHG considering the 

birefringent phase matching parameters and the limitations of extra-cavity frequency 

doubling of Ti: Sa fs laser pulses in (BBO) and (LBO) crystals. The choice of nonlinear crystals 

(NLC) is limited to BBO and LBO because they offer a wide transparency into the blue range, 

birefringence allowing to obtain phase matching, and high damage thresholds. These crystals 

are also not sensitive to ambient conditions (temperature fluctuation or humidity), and 

readily commercially available. 

1.3.2. Type-I Second Harmonic Generation  

Propagation of two monochromatic waves with frequencies 1ω  and 2ω  in a nonlinear 

crystal (NLC) with nonlinearity of second order gives rise to new light waves with a sum  

frequency 13 2ω ω ω= + , and a wave vector mismatch らk=k3-(K1+K2). For SHG, it is then 

important to fulfill the phase matching condition (らk=0) to enhance the efficiency of the 

nonlinear process as we will see in next paragraphs. The condition of phase matching (らk=0) 

with collinear propagation leads to the following relation: 
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3 31 1 2 2 nn n
c c c

ωω ω+ =
 (1.15) 

For the case of SHG, with 21ω ω= , 13 2ω ω= , this condition becomes 11 (( ) 2 )nn ω ω= , which 

cannot be achieved in the normal dispersion materials where )(n ω  increases with ω . In 

birefringent crystals, the refractive index depends not only on wavelength, but also on the 

polarization direction of the light relative to the crystal. Basically, by choosing orthogonal 

polarizations between the fundamental input and the SH output waves, the birefringence in 

the crystal can compensate the normal index dispersion and achieve perfect phase-

matching. In uniaxial crystals a special direction exists called the crystal optical axis Z. The 

plane containing the Z axis and the wave vector K of the wave is termed the principal plane. 

The light beam whose polarization is normal to the principal plane is called ordinary beam 

(o-beam). The beam polarized in the principal plane is known as an extraordinary beam (e-

beam).  For this type of crystals, we have phase matching of type (1) in which the 

fundamental wave propagates as an o-wave, producing a SH e-wave, as in the following 

examples: 

                                 Phase matching type (I):  872 (o) +872 ふﾗぶ т ヴン6 (e) 

       Phase matching type (I):  677 (o) +677 ふﾗぶ т ン38.5 (e) 

 

Under certain conditions, where the conversion efficiency (。Э SH power /Fundamental 

power) is small (。ааヱ), The intensity of the SH wave is given by [25]:  

 

2 2 2 2
2eff 1

2 2 2
11 2 20 0 2

2 ヾ d  I L 1 1 LI sinc k
に に 2n n i  c そ

    = − Ω − ∆         (1.16)

   

 
Where: 

• Ω : Angular frequency. 

• 1I  : Intensity of the fundamental wave. 

• L : NLC length. 

• deff: Effective nonlinear coefficient. 

• n1, n2: Refractive index of the fundamental and SH waves, respectively. 

• 1に , 2に : Group velocities of the fundamental and SH waves, respectively. 

• 2そ : Wavelength of SH wave. 

 
The effective nonlinear coefficient is related to the NLC symmetry, the type of interaction 

(ooe, or eeo and so on) and the nonlinear dielectric susceptibility ( )2ぬ  which is a tensor of 

third rank in the general case. The group velocity at the carrier frequency cω  is defined as: 
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 (1.17) 

Here, gn is the group index, which determines the group velocity while the ordinary 

refractive index determines the phase velocity. The term 
2 1

1 1
υ υ

 −  
 in the sinc function is 

called the group velocity mismatch GVM. From the relation (1.16), we can see that the SH 

intensity reaches its maximum when the phase matching condition is achieved that means 

GVM, and らk approach zero. Actually, the GVM induces a temporal walk-off between the 

fundamental and SH waves, causes the broadening of SH pulses, and limits the effective 

interaction length which also affects the efficiency of the nonlinear conversion. Moreover, 

the frequency-domain counterpart of temporal walk-off is the effect of limited phase-

matching bandwidth. From the above considerations, an appropriate crystal length can be 

selected to avoid the influence of a non-zero GVM, and this length is called the quasistatic 

interaction length given by [26]:   

 
qs

1L
GVM ω= × ∆  (1.18) 

Where, ω∆  is the spectral width of the fundamental pulse. For the Fourier transform (FT) 

limited pulses (οɘɒ୮ = 1), the effective length could be modified as: 

 

p' k
L

GVMqs =
 (1.19) 

Where, pk is the fundamental pulse duration. In many cases, ultrashort pulses are chirped or 

modulated (not FT limited); hence the relation (1.18) is more realistic. The group velocity 

dispersion (GVD) can also lead to pulse broadening in the temporal domain which limits the 

interaction length between the fundamental and the SH beams. To neglect the effect of 

GVD, the crystal length should be shorter than the dispersive broadening length which is 

given by [17]:   

 

2
P

d
kL

4 GVD
= ×  (1.20) 

Where, GVD is measured in unit of (fs2/mm). 

The following calculation is made by using SNLO program (free software from Sandia 

National Laboratories, which helps to select nonlinear crystals and model their performance 

http://www.as-photonics.com/snlo). During the calculation, we took the spectral width of 

the fundamental wave FWHMδλ
 to be 8 nm and 3 nm, at ゜=872 nm and ゜=677 nm, 

respectively, which correspond to the spectral width of our laser at both wavelengths.  
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Table  1.1 presents the calculated values of GVM and qsL  for BBO and LBO at the desired 

wavelengths.  

 

Crystal ゜ ふﾐﾏぶ nｪが ゜ nｪが ゜っヲ GVMふaゲっﾏﾏぶ ~゜FWHM(nm) Lqsふ´ﾏぶ 

BBO 

872 1.680 1.727 156.7 8 320 

677 1.695 1.785 300 3 275 

LBO 

872 1.629 1.658 96 8 523 

677 1.639 1.696 190 3 430 

Table  1.1: Calculated values of GVM and Lqs at 872 nm and 677 nm for BBO, LBO crystals. 

Table  1.2 presents the calculated values of GVD and Ld1, Ld2 at the fundamental and SH 

waves, respectively. 

Crystal ゜ ふﾐﾏぶ GVD 1 (fs
2っﾏﾏぶ ;デ ゜ GVD 2 (fs

2っﾏﾏぶ ;デ ゜っヲ だp(fs) Ld1 (mm) Ld2 (mm) 

BBO 

872 65.4 171.3 130 64.4 12.2 

677 96 260 200 104 15.7 

LBO 

872 38.5 114.4 130 109.7 15 

677 62.8 162 200 160.2 31 

Table  1.2: Calculated values of GVD and Ld1, Ld2 at the fundamental and SH waves, respectively. 

By comparing the last columns of Table  1.1, and Table  1.2, we can conclude that the crystal 

length is limited by qsL , and the effective length (Leff) of the NLC should be equal or slightly 

smaller than qsL . The previous calculation tells us that Leff  should be 0.275 mm for BBO, and 

0.43 mm for LBO if we want to use the same crystal for both selected wavelengths. In the 

experiment, we used a BBO crystal with a length of 0.2 mm to optimize the phase matching 

at 677 nm because the minimum fundamental power delivered by the laser corresponds to 

this wavelength.  

1.3.3. Consideration of angular and spectral bandwidths of phase 

matching 

Respecting the spectral bandwidth pmδλ  of the phase matching allows the whole spectrum 

of the fundamental beam to be converted. Furthermore, respecting the angular bandwidth 

л．pm of the phase matching is also important when a tight focusing inside the NLC is 

considered. As ultrashort pulses have a broad frequency bandwidth, pmδλ
 
and also л．pm 

influence strongly the efficiency of conversion and the SH pulse duration. To obtain a clean 

SH spectrum, a good optical quality of transverse mode TEM00 of SH beam, and an efficient 

nonlinear conversion, the crystal length has to be carefully chosen with respect to the 
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angular and the spectral bandwidths of the phase matching. The following calculations are 

also made by the SNLO program which provides the parameters of phase matching angle 

．pm, effective nonlinear coefficient deff, and the angular acceptance ら．.L as well as the 

spectral acceptance ら゜.L. Table  1.3 presents the calculated values of ら．.L, ら゜.L as well as the 

angular and spectral bandwidths ら．pm, ~゜pm for BBO and LBO. The angular and the spectral 

acceptances are calculated for L.らK varies from –ヽ to +ヽ. The strategy of these calculations 

depends on considering the calculated length that allows neglecting the effect of GVM, at 

the NLC effective length Lcr. The values of ら．pm and ~゜pm are obtained by dividing the angular 

and the spectral acceptances by Lcr. The LBO crystal is a negative biaxial crystal and the 

birefringent phase matching depends on two angles (the polar angle ．, and the azimuthal 

angle ー), while the BBO crystal is a uniaxial crystal and the phase matching depends only on 

．.  
  

The last two columns of Table  1.3, show that the whole spectrum bandwidth could be 

converted, but the small values of phase-ﾏ;デIｴｷﾐｪ ;ﾐｪ┌ﾉ;ヴ H;ﾐS┘ｷSデｴ ふл．くLぶ ┘ｷﾉﾉ ｷﾏヮﾗゲW 
limitations to the focalization inside the NLC as we will see in the next paragraph. The 

previous calculation helps to compare between LBO and BBO, and enables us to choose the 

optimal crystal. On one hand, the effective nonlinear coefficient deff for BBO is larger than 

the one for LBO. So, we expect to have higher conversion efficiency achieved by BBO than by 

LBO. On other hand,  the angular and spectral bandwidth of LBO are both higher than for 

BBO, therefore we can compensate the low efficiency of LBO due to its small deff  by using 

longer crystal and obtaining tight focus inside LBO crystal.  

1.3.4. Focalization inside the nonlinear crystal 

In fact, the focalization of the fundamental beam has a significant influence on the nonlinear 

conversion efficiency and the deformation of SH pulses (generation of high-order nonlinear 

effects such as self-phase modulation and cross-phase modulation). In general, we 

determine the fundamental beam radius w0 inside the NLC with respect to the phase 

matching conditions as follows: 

Crystal 
゜ 

(nm) 

л．くL   

(mrad.cm) 

л゜ .L 

(nm.cm) 

deff 

ふヮﾏっ┗ぶ 
．pm 

(deg) 

ーpm 

(deg) 

Lcr 

(mm) 

л．pm 

(mrad) 

~゜pm 

(nm) 

BBO 

872 0.82 1.63 2 27  0.2 41 81.5 

677 0.53 0.51 1.95 35  0.2 26.5 25.5 

LBO 

872 3.84 2.63 0.78 90 25.3 0.43 89 61 

677 2.21 0.80 0.617 90 46.8 0.43 51 19 

Table  1.3ぎ C;ﾉI┌ﾉ;デWS ┗;ﾉ┌Wゲ ﾗa ;ﾐｪ┌ﾉ;ヴ ;ﾐS ゲヮWIデヴ;ﾉ H;ﾐS┘ｷSデｴゲ ;デ ゜ ЭΒΑヲ ﾐﾏ ;ﾐS ヶΑΑ ﾐﾏ aﾗヴ BBOく 
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Where, ． ｷゲ デｴW Sｷ┗WヴｪWﾐIW ｴ;ﾉa ;ﾐｪﾉW ﾗa a┌ﾐS;ﾏWﾐデ;ﾉ ┘;┗Wく  

A prediction for the focused beam radius w0 can be made with the following relation: 

 

2

0
M そw
ヾし

=
 (1.22) 

Where, M2 is the beam quality factor, which for a ML Ti:Sa oscillator is close to 1. In the limit 

M=1, for a diffraction limited Gaussian beam. 

 

 According to the value of w0, we can estimate the focal length of the lens that is needed to 

focus the fundamental beam inside the NLC, which is given by: 

 

0
2

ヾ w Df
2M  そ

=
 (1.23) 

 

Where, D is the diameter of the fundamental wave before the lens.  

The Rayleigh range for a laser beam with a radius w0 is given by: 

 

2
0

R
ヾwZ  

そ
=

 (1.24) 

The Rayleigh length should be close to the crystal length to avoid an excessive focusing 

inside the NLC, and to satisfy the plane waves approximation in the following. In fact, if 

phase-matching is accomplished at an angle ．pm different from 90° with respect to the optic 

axis of a uniaxial crystal, there will be double refraction. Therefore, the direction of power 

｡ow (Poynting vector) of the fundamental and SH will not be completely collinear but occur 

at a small angle ρ. This walk-off angle limits the conversion efficiency and influences the 

output beam shape. The characteristic length to avoid the spatial walk-off effect is called the 

aperture length, given by [25]: 

                                                              

0
a

dL
と

=
                                                              (1.25) 

Where, 

• と :  Walk-off angle 

• d0: Diameter of the focused fundamental beam at the entry of the NLC. 

 

 Table  1.4 presents the calculated values of w0, fが ．が ヾが ZR, for D=1.2 mm (the beam waist of 

our laser) for BBO and LBO. 
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Crystal 
゜ 

(nm) 

． 
(mrad) 

Lcr 

(mm) 

w0, min 

ふ´ﾏぶ 
ZR   

(mm) 

ヾ 

(mrad) 

d0 

ふ´ﾏぶ 
La 

(mm) 

f 

(mm) 

BBO 

 

872 20.5 0.2 14.8 0.79 63.98 29.6 0.462 29 

677 13.25 0.2 18 1.5 76.64 36 0.470 45 

LBO 

 

872 44.5 0.43 7 0.18 14.01 14 0.994 14 

677 25.5 0.43 10 0.46 18.94 20 1 25 

Table  1.4: Calculated values of w0が aが ．が ヾが ZR ;デ ゜ ЭΒΑ2 nm and 677 nm for BBO and LBO. 

During the calculation, d0 is taken to be 2w0,min for BBO, and this is justified because the 

Rayleigh distance is larger than the crystal length. For LBO, the Rayleigh distance is smaller 

than the crystal length; therefore d0 should be less than 2w0,min but we put the value of 

2w0,min for approximate calculation. M
2 is taken to be 1.1. The calculated intensity of the 

fundamental beam (power = 2.5 W at 872 nm, beam waist = 10 ´m) is less the 1 MW/cm2 

which is much smaller than the damage threshold of both crystals considered here (in the 

range of 10 GW/cm2).   

Finally, if we want to use the same crystal for both wavelengths to achieve phase-matching 

conditions, for BBO crystal, the optimal length is 0.275 mm, the fundamental beam waist w0 

is about 20 ´ﾏ inside the NLC, and the focal distance of focusing lens is 45 mm. For LBO, the 

optimal crystal length is 0.43 mm, the fundamental beam waist w0 is about 10 ´ﾏ inside the 

NLC, and the focal distance of focusing lens is 25 mm.  

1.3.5. Conversion efficiency of SHG 

It is very difficult to estimate the conversion efficiency with accurate calculation in the 

general case, where all the limiting factors are taken into account. For simplicity, we limit 

our consideration to a field made up of two plane waves propagating in the Z direction with 

aヴWケ┌WﾐIｷWゲ ＼1 for the fundamental input wave, and ＼2 for the output SH wave. The SH wave 

power can be written in term of the  input wave power P1 as follows [25]: 

 

2 2 2
2eff 12

2 2
1 1 2 0 2

k L2 ヾ d  P L sinc( )
2n n i c そ  A

P
P

η ∆= =
 (1.26)  

Where,  

• らk: Phase mismatch and equal to k2-2k1. 

• A: Area of the input beam ( 2
0A ヾw= ). 

 
From the above relation, we can see that the generation efficiency of SH wave reaches its 

maximum value when the phase matching condition is achieved (лk = 0), within the 

possibility of neglecting the GVM, as the crystal length is well chosen. This relation also gives 

approximate upper limit values because in ultrashort laser pulses, the input depletion is not 

negligible and then the input wave should be allowed to depend on Z. Hence, it is necessary 
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to solve the coupled equations of SHG numerically, and these equations are given [25] as 

follows:  

 

( )
( )

i k z   *1
1 2

i k z22
1

d i  せ     e
dz 2

d i  せ   e   
dz 2

− ∆

∆
= −
= −

E E E

E E
 (1.27) 

Where, 
2
1 2

eff 2
0 1 2

の のたせ d ( )
i n n

=  , and 1E , 1E  are the complex amplitudes of the electric field of  

the fundamental and the SH waves, respectively. 
 
Table  1.5 presents the calculated value of the output power and the nonlinear efficiency in 

numerical way by using the SNLO program and compares theses values by the experimental 

ones for only BBO. The waist inside the BBO crystal is calculated for a lens of 45 mm, for 

both wavelengths, while the waist inside the LBO crystal is calculated for a lens of f=25 mm 

for both wavelengths. 

 

Crystal 
゜ 

(nm) 

Pin 

(W) 

L 

(mm) 

w0 

ふ´ﾏぶ 
Pout, exp(SH) 

(mW) 

Pout, SNLO(SH) 

(mW) 

。 ふХぶ 
exp 

。 ふХぶ 
SNLO 

BBO 

872 2.5 0.2 23 230 280 9.2 11.2 

677 0.7 0.2 20 30 32 4.3 4.5 

LBO 

872 2.5 0.43 13  520  20 

677 0.7 0.43 10  60  8.5 

Table  1.5: Calculated values of Pout ふSHぶ ;ﾐS 。 ;デ ゜ ЭΒΑヲ ﾐﾏ ;ﾐS ゜ ЭヶΑΑ aﾗヴ BBOが LBO Iヴ┞ゲデ;ﾉゲく 

During the calculation, we used the pulse energy as input parameters for the SNLO program 

then the output is given as energy density (J/cm2) which is converted to average power, 

taking into account the laser repetition rate of 80 MHz, and the SH waist (SH waist = 

fundamental waist / 2 ). There a good match between the calculated values by the SNLO 

program and the measured ones for the BBO crystal. We used the approximation of plane 

waves as the crystal length is smaller than Rayleigh length. We should mention here that all 

the calculations are made under the supposition of no frequency chirping, and no dispersion 

or linear absorption inside the NLC. By comparing LBO and BBO with respect to the 

efficiency, we find that the efficiency of LBO is higher than its value for BBO by a factor of 1.6 

which comes from the ratio between the analytical efficiency of LBO and BBO as follows: 
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2
0,BBO eff ,BBOLBO LBO

BBO 0,LBO BBO eff ,LBO

w dさ L( ) / ( )
さ W d

1.
L

6
 = ×  =   (1.28) 

 

This factor is consistent with the numerical calculation presented in the last column of 

Table  1.5.  

1.4. Conclusion 
LBO crystal is expected to provide better performance (higher efficiency and keeping good 

beam quality), if its length is chosen to be 0.43 mm. We tried the available LBO crystal with a 

length of 0.6 mm, but the optical quality of the blue mode was not good, in particular the 

beam was elliptical, likely because of the spatial walk-off even if the calculation in Table  1.4  

(column 9) indicates that the length is not limited by the spatial walk-off. It is possible that 

the relation (1.25) used to calculate the spatial walk-off limited length La, gives upper 

estimation. However as expected, the SH output power obtained by LBO (0.6 mm) was 

higher than its value for BBO (0.2 mm). On the other hand, the transverse-mode matching 

between the laser blue mode and the TEM00 mode of the HF cavity modes, requires a good 

optical quality of the blue beam (as we will see in the next chapter), which justifies our 

preference to work with the BBO crystal (0.2 mm), which produced a nicely circular output 

with sufficient power. 
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Chapter 2. Principles of ML-CEAS and 

comb-cavity coupling 

2.1. Introduction 
The chemistry and photochemistry of iodine and bromine compounds in the atmosphere, 

with a particular interest to the highly reactive forms such as the halogen oxides, have 

progressively captured the attention of the atmospheric community aiming at a better 

understanding of their oxidizing capacity of Earth’s troposphere [27]. During springtime in 

the Polar Regions, reactive bromine, chlorine and iodine compounds are responsible for the 

rapid ozone depletion in the Marine Boundary Layer (MBL) [28]. Halogen oxides are also 

known to be involved in the oxidation of gaseous elemental Mercury (Hg) [29] and dimethyl 

sulphide (DMS) [5, 6]. Recent studies by Preunkert et al. [6] about the catalytic sulphur cycle 

in the inland and coastal regions of Antarctica to better understand the oxidation of DMS 

point out that that concentrations of a few pptv (parts per trillion by volume, 1:1012 ) of BrO 

radical would make it the most important oxidant of DMS at generally over the whole  

coastal Antarctica, with respect to other oxidation channels such as the hydroxyl radical [5]. 

In addition, an accurate model of the sulphur cycle can be used to extract information from 

the polar ice cores, which constitute a unique archive of climate proxies[6]. Furthermore, 

monitoring the effects of halogen oxides on the atmospheric oxidative processes helps to get 

an insight about the global warming.  Because of the halogen oxides importance, different 

spectroscopic techniques are employed to detect them. Indeed, the difficulty to precisely 

detect such molecules in real time comes from their high reactivity and their extremely low 

concentrations (on the order of part per trillion or less) which are also variable in time and 

space.  

It is important to have a quick review about the measurements of halogen oxides molecules 

which have been performed in the last years using different techniques. Each technique has 

its advantages and drawbacks. Laser Induced Fluorescence (LIF), presented by Whalley et 

al.[30] to measure IO, shows a detection limit of 0.3 pptv (part per trillion by volume, 1:1012) 

within 300 s of acquisition, and chemical ionization mass spectrometry may provide 

detection limits down to 2.6 pptv for IO radical within 4 s of integration time [31, 32]. 

However, both techniques suffer of not being absolute analytical methods, and require 

regular calibrations using standard samples. Up to now, absorption spectroscopy methods 

mainly lead to non-spatially resolved techniques such as long-path differential optical 

absorption spectroscopy (LP-DOAS) [27], or multi axis differential optical absorption 

spectroscopy (Max-DOAS) [33] using incoherent radiation. On one hand, these techniques 

offer a large versatility thanks to the spectral coverage of the light source, allowing the 

monitoring of multiple species. On the other hand, no local information on concentrations 

are provided because the measurements are integrated over atmospheric volumes which 
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are several km thick (either vertically or horizontally). In addition, the performances of the 

open path techniques strongly depend on climatic conditions. The atmospheric box-model 

calculations performed by Burkholder et al. [34] on the iodine chemistry at the marine 

boundary layer highlight the issue that long-path techniques do not sufficiently account for 

the presence of inhomogeneous sources of iodine, leading to a mismatch between 

experimental measurements and calculations. Finally, Wada et al. [35] demonstrated an 

open path cavity ring-down spectrometer for IO measurements injecting a pulsed dye laser 

into a high-finesse cavity and providing a detection limit of 10 pptv  which is, however, not 

sufficient in most atmospheric situations. In fact, direct and sensitive measurements of 

halogenated radicals in the atmosphere do not exist; therefore it was motivating to make it 

possible. 

 

The Modelocked cavity enhanced absorption spectroscopy (ML-CEAS) technique presented 

in this chapter overcomes most of the mentioned drawbacks. This technique is a laser 

absorption spectroscopy method recently developed in our research group. It relies on the 

properties of a high finesse (HF) optical cavity consisting of two high reflective mirrors. Inside 

the cavity, light is trapped, which enhances the effective interaction length (or life time, 

equivalently) between this light and the intracavity gas sample, resulting in an increase of 

the absorption sensitivity. In our case, this technique is applied for atmospheric trace gas 

sensing. An efficient coupling between the cavity modes and the frequency comb generated 

from a mode-locked (ML) femtosecond (fs) laser is easily obtained as it was demonstrated in 

2002 in our laboratory [3]. In general, achieving the resonance between the laser comb and 

the corresponding cavity modes requires making the cavity free spectral range equal to an 

integer multiple or sub-multiple of the laser repetition rate. At the resonance, all the laser 

frequency components are transmitted from the cavity simultaneously, and they overlap 

each other in the time domain. Therefore, the transmitted light is spectrally resolved by a 

home-made spectrograph as we will see later. The absorption spectrum is then recorded 

with a charge coupled device (CCD) detector.  

 

 In the next paragraphs, we will present the basics of direct absorption spectroscopy, then 

the interesting properties of HF optical cavities which serve to enhance the sensitivity, and 

enable an efficient coupling with the laser frequency comb. We will discuss in details the key 

parameters necessary to control the coupling between the HF cavity and the frequency 

comb.  

2.2. Principle of direct optical absorption spectroscopy 
In this section, we discuss about the direct optical spectroscopy to identify the detection 

problem of extremely small absorption, and the key parameters to enhance the detection 

sensitivity which in turn will be defined to compare different approaches of absorption 
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spectroscopy. Suppose that the light with an initial intensity 0 ( )I ν  at a frequency ( )ν  passes 

through a closed cell of length L which contains a sample gas as shown in Figure  2.1. 

 
Figure  2.1: Simple setup of optical absorption spectroscopy. 

The gas absorbs a portion of the light and the transmitted intensity ( )I ν  after one pass is 

measured by a photodetector. In the approximation of linear absorption, the relation 

between ( )I ν  and 0 ( )I ν  is given by the Lambert-Beer law: 

 0( ) ( ) exp( ( ) )I I Lν ν α ν= −
 (2.1) 

    
Where ( )α ν  is the absorption coefficient (cm-1) and relates to the gas concentration N 

(molecule/cm3) by: 

 

 

( ) ( )Nα ν σ ν=
 (2.2) 

Here ( )σ ν  is the absorption cross section (cm2), which gives the unique fingerprint of a 

given absorbing molecular species present in the gas sample, and may be decomposed as 

follows:  

 
( ) ( )l cS fσ ν ν ν= −

 (2.3) 

Where lS  is the line strength factor, ( )cf ν ν−  is the normalized line shape and cν is the 

central frequency.  

From the Lambert-Beer law, and in the conventional single pass absorption spectroscopy, 

the fractional absorption 0

0 0

I I I
I I
− ∆=  can be written in the case of weak absorption 

0
( 1)I
I
∆ <<  as follows: 

 0
( ) ( )l c

I L S f NL
I

α ν ν ν∆ = = −
 (2.4) 

From the previous relation, we can see that the absorption is proportional to the 

concentration of the absorber, and if the photodetector can detect the change in the light 

intensity I∆  due to absorption, it will be possible to measure the concentration N. But in the 

case of trace detection where the concentration is very low (N is small) and/or the transition 
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is weak ( lS  is small), the absorption is too low to be distinguished from the noise 

fluctuations of the incoming light intensity, then we say that the detection sensitivity is not 

sufficient.  

In general, the sensitivity is defined as the minimum detectable absorption coefficient minα  

(cm-1), and approximately given by: 

 
min

1
L SNR

α ×
 (2.5) 

Where SNR is the signal to noise ratio, S is the signal and equal to 0I  and N is the noise 

roughly equal to 0I I I∆ = − .  

Sensitivity, as we have just defined, however, does not effectively compare spectroscopic 

methods together. Moreover, it ignores certain essential characteristics as the width of the 

probed spectral range, the spectral resolution, and the averaging time of measured spectra.  
Therefore, we have to use another quantity to compare different methods which is the 

minimum detectable absorption coefficient per a second and per spectral element (or the 

normalized bandwidth (BW) minimum absorption coefficient). It is expressed in cm-1Hz-1/2, 

and given by: 

 
min min

1( ) T TBW
M L SNR M

α α= × = ××  (2.6) 

Where T is the acquisition time. M is the number of independent spectral elements, and 

obtained by dividing the probed spectral range by the spectral resolution. More min ( )BWα  

is small, better is the sensitivity. 

It is clear from the above relation, that to improve the detection limit, there are two 

solutions. The first is to increase the absorption length without degrading the signal to noise 

ratio, and the second is to minimize the noise of the acquired signal. In parallel, absorption is 

enhanced by choosing the strongest available transition to increase lS . In our case, we 

reduced the noise until reaching the shot noise limit. The measurement was done in the UV-

VIS region where the molecules (IO, BrO) strongly absorb (corresponds to electronic 

transition, lS  is maximum). Usually, decreasing the pressure leads to less collisional 

broadening and thus easier discrimination, but lowering the pressure in our case is not so 

useful due to the self-broadening of the molecules under study.  

Increasing the absorption length is a practical solution and there are different ways to do it. 

A very popular solution is to use multi-pass cell technique. Because laser light has very high 

spatial coherence and can remain collimated to a small beam size over long distances, 

multipass cells are used to achieve up to 2 kilometers of path length enhancement, when 

the base length is on the order of 50 meters as in Figure  2.2. Three commonly used cells are 

White cells [36], Herriotcells [37], and more recently astigmatic mirror cells [38]. 
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Nevertheless, this technique has several drawbacks. In particular, it suffers from a large 

sample volume leading to a slow response time which is undesirable in certain applications 

such as breath analysis or the characterization of rapid chemical reactions. Furthermore, it is 

limited to a 2-3 hundred  passages in the best cases (effective length reaching one or two 

hundred meters for a typically setup, and exceptionally a few kilometers[39]). In addition, 

the multiple reflections on the mirror surfaces make the scattered light a limiting factor since 

it induces interference fringes on the measured spectra. Due to the mentioned shortcomings 

of the multipass cell technique, the smallest detectable ∆I/I is typically around  10-4, which 

together with a respectable 100 m path length for a small cell of 200 cubic centimeter 

volume, corresponds to a ümin of 10-8 cm-1. As the required sensitivity for our applications 

should be better than 10-10 cm-1, this technique is not our best choice.  

 

Figure  2.2: Multi-ヮ;ゲゲ IWﾉﾉ ﾗa WｴｷデW ふﾉWﾐｪデｴЭヵヰ ﾏぶ デﾗ ｷﾐIヴW;ゲW デｴW absorption length until 2 Km [39]. 

An elegant solution to increase the absorption length is to use a HF optical cavity which 

highly enhances the sample absorption. As we will see, this allows significantly higher 

performance compared to multipass cells. 

2.3. Properties of a high finesse optical cavity 
Here, we discuss the main properties of a HF optical cavity, which is a stable optical 

resonator or Fabry Perot (FP) resonator, constructed from two high reflective mirrors 

(R>0.999) with quarter-wave stack coatings. These properties include the structure of the 

cavity transmission, the intra-cavity dispersion for the efficient coupling between the cavity 

and a laser, and the enhancement of light-matter interaction for the sensitivity detection, as 

well as the cavity time response for the absolute calibration of the absorption.  

2.3.1. Cavity transmission and the Finesse 

Figure  2.3 displays a configuration of a passive optical cavity consisting of two spherical 

highly reflective mirrors M1, M2 with equal curvatures radius RC. The two mirrors are 

opposed at a distance (L а 2RC) and aligned to an optical axis (z).  
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Figure  2.3: Configuration of a passive optical cavity. 

Incident light enters the cavity and undergoes multiple reflections between the mirrors, so 

that it interferes with itself many times. If a constructive interference occurs within the 

cavity, most of the incident light will be transmitted. The condition for constructive 

interference (upper window of Figure  2.4) is the round trip phase must be a multiple of 2π , 

including the contribution of the mirrors. In other words, the optical path between the two 

mirrors must equal an integral number of half wave length of the incident light. The 

constructive interference condition is therefore defined by the relation: 

 2
L p λ=

 (2.7) 

Where, p is an integer giving the order of interference. For ゜=400 nm, and L=1 m, we get 

p=5x106. 

 

Figure  2.4: Upper window, the resonance inside the FP cavity. Lower window: no resonance. 

In the case of no absorption in the cavity, let us consider the incident electric field on the 

cavity (taken at the input mirror z=0) ( )iE t . WW I;ﾐ I;ﾉI┌ﾉ;デW デｴW WﾉWIデヴｷI gWﾉS ﾗa ﾉｷｪｴデ 

leaving the cavity by adding up all paths that lead to output, which make 1, 3, 5, etc., passes 

through the cavity. The light making one pass has amplitude of 2 ( / 2)e i rT E t t−  at time t, 

where 2 /rt L c= is the cavity round-trip time, and eT  is the amplitude transmission 

coefficient. Each additional round trip through the cavity changes the amplitude by a factor 

of 2
eR ( eR  is the amplitude reflection coefficient) and leads to an additional retardation of rt . 

Summing the contribution of the possibly ingnite number of passes (n) leads to the electric 

geld outside the output cavity mirror (at the position z=L) which is given by [40]: 

40 
 



 

2 2
0

0

1( ) ( ( ) )
2

n
e e i r

n
E t T R E t n t

∞
=

= − +∑
 (2.8) 

The intracavity field at position z can also be written by summing the contribution of the 

possibly infinite number of passes: 

 

2 2 1

0
( , ) ( ) ( ( 1) )n n

e e i r e e i r
n

z zE z t T R E t nt T R E t n t
c c

∞ +
=

= − − − − + +∑
 (2.9) 

This field contains now two terms of ( , )iE z t , the first one corresponds to the propagating 

wave in the forward direction, and the second term corresponds to the propagating wave in 

the backward direction. By applying the Fourier Transform (FT) to (2.8), the spectrum of the 

field is obtained and given by: 

 

2

0 ,2

exp( )
2( ) ( ) ( ) ( )

1 exp( )

e r
i c e i

e r

iT t
E E T E

R i t

ωω ω ω ωω θ
−== − − +   

 (2.10) 

Where, earg( )Rθ =  is the phase shift per reflection on a mirror, ( )iE ω
 is the FT of the input 

field, and , ( )c eT ω  is the cavity transmission function for the field. ω  is the angular 

frequency. 

 

The cavity output spectral intensity is proportional to 
2

0 ( )E ω which gives the cavity 

transmission function for the intensity ( )CT ω : 

 

2

0
2 2

( ) ( ) ( ) ( )1(1 ) 4 sin ( )
2

i C i

r

TI I T I
R R t

ω ω ω ωω θ==
− + −



 (2.11) 

Where 
2

eT T= is the intensity transmission coefficient, and 
2

eRR =
 
is the intensity 

reflection coefficient. ( )iI ω  is the input spectral intensity . The relation (2.11) is called the 

Airy formula. 

The principle of energy conservation of a wave reflected and partially transmitted by a 

mirror implies: 

 1R T l+ + =  (2.12) 

Where l   represents the losses from the mirror (absorption and scattering losses).  

By using the same treatment, we can find the intracavity intensity: 
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2 2

2 2

(1 ) 4 sin ( ( ) )( , ) ( )1(1 ) 4 sin ( )
2

i

r

R R k L zI z T I
R R t

θω ωω θ
− + − −=

− + −
 (2.13) 

Where, /k cω=  is the wave vector of the laser radiation. 

To obtain the position of the cavity resonances one frequency scale, ( )CT ω
 is maximized as a 

function of frequency, which yields: 

 

2 1 1sin ( ) 0
2 2

( )
2

r r

K

t t K

c K
L

ω θ ω θ π
θν π

− = ⇒ − = ⇒
= +

 (2.14) 

Where Kν  is the frequency. The dephasing on reflection (θ ) will be neglected in the 

following treatment because it represents a fixed shift of all cavity modes from the origin on 

the frequency axis.  

At resonance, when the relation (2.14) is satisfied, the laser field at frequency Kν  will make 

K oscillation during a travel interval of one cavity round-trip (2L). In this way, the fields add in 

phase after each cavity round-trip and intracavity field build-up can occur as shown in 

Figure  2.4. The trace of the cavity transmission obtained by plotting the function given in 

(2.11) is shown in Figure  2.5, where the resonance peaks at frequencies Kν  make together a 

comb of modes, called for simplicity, the “cavity comb” which will be matched to the fs laser 

frequency comb to achieve optimum transmission of the laser spectrum as explained in later 

paragraphs. It should be mentioned that at resonance, the cavity transmission reaches its 

maximum value 2 2/ (1 )T R− as seen from the relation (2.11).  

 
Figure  2.5: Transmission of the passive optical cavity: a comb of modes. 

The separation in frequency between two successive peaks is called the Free Spectral Range 

(FSR) of the cavity and deduced from (2.14) to be FSR=c/2L. To find the cavity mode width, 

we expand the relation (2.11) around the resonance angular frequency Kω , we will find the 

Lorentzian profile for 0 ( )I ω :   
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From the above relation (2.15), we can deduce the Full Width at Half Maximum (FWHM) of 

one cavity peak or the spectral width cν∆  of the cavity mode as a function of mirrors 

reflectivity: 

 

22(1 ) (1 )2
4

(1 )
2

c

c

R c c R
R L L R

c R FSR
FL R

ω
ν π

− − ∆ = × = ⇒  
−∆ = =

 (2.16) 

Where F  is called the cavity finesse, and given by: 

 
1 c

R FSRF
R

π
ν= =− ∆

 (2.17) 

From the relation (2.16), we can see that cν∆ becomes narrower if the cavity length L is 

increased or the mirror reflectivity (equivalently the finesse) is increased. The cavity finesse 

has a significant importance since the enhancement factor of the absorption sensitivity is 

directly related to its value as explained in the next paragraph.  

2.3.2. Absorption sensitivity enhancement factor 

In this section, the enhancement factor of the detection sensitivity is estimated for two 

limiting cases. The first one corresponds to a monochromatic laser mode which is perfectly 

resonant with the cavity mode, while the second case corresponds to a uniform (constant 

speed) scan of the cavity mode relative to the laser mode. We start by writing the output 

intensity in the presence of the absorption of the sample gas, and calculating the cavity 

transmission. An easy way to get that is to use the same expression (2.11) and replacing the 

reflectivity ( )R ν by the effective reflectivity per pass which includes the gas absorption, 

( )
eR ( ) L
ff R e α ων −= . Then, the cavity transmission can be rewritten as:  

 

2 ( )

2 2( )
(1 ) 4 sin ( ( ). )

L

c
eff eff

T eT
R R k L

α ων ω
−= − +

 (2.18) 
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At the resonance as shown in Figure  2.6, the cavity transmission reaches its maximum, which 

is given as: 

  (2.19) 

 

 

Figure  2.6: Resonance between the cavity mode and the laser mode. 

In practice, we do not measure the transmission given in (2.19), but we need to measure the 

ratio between the transmitted spectra with and without the intracavity sample gas, to cancel 

out all the common factors , and all 

other conditions will be identical. The ratio can be written as  

  (2.20) 

-order Taylor expansion for small  corresponding to weak absorption, 

this yields: 

  (2.21) 

Where, the term  is nearly equal to  from the relation (2.17) in the high 

reflectivity limit  . 

By comparing (2.21) and (2.4), we can see the advantage of using the HF cavity where the 

absorption sensitivity is increased by a factor of . We may conclude that the 

absorption path length is enhanced by this factor, and we define an effective absorption 

path length by: 

2.3.2.1. Enhancement factor at the resonance 
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(2 / )res

effL F Lπ= ×
 (2.22) 

For L=1 m, and R=0.99995 %, the finesse is F=62830 calculated from (2.17) leading to an 

effective absorption length of 40 km. Obviously, it is difficult to reach such value of the  

absorption path length by using a multi-pass cell technique explained earlier. 

If we modulate the optical cavity length over one FSR around the resonance  at constant 

speed, as shown in Figure  2.7, then the time averaged transmission cT  for one cavity  mode 

is  obtained by the integral of the transmission given in the relation (2.18) over one full FSR 

ふ;ヴｪ┌ﾏWﾐデ ﾗa ゲｷﾐ┌ゲ aヴﾗﾏ ヰ デﾗ ヲヽぶが ;ﾐS デｴｷゲ ┞ｷWﾉSゲぎ 

 

22

2 2
0

2

2

1 1( )
2(1 ) 1 .sin ( )

1
eff

L

c c
effFSR

L

c

T eT T d d
R

T eT
R

πα

α
ν ν ψπ ξ ψ

−

−

= =× ⇒− +
= −

∫ ∫

 (2.23) 

Where 2
e e4 R / (1 R )ff ffξ = − , and ( ).k Lψ ω= .  

We should mention that the modulation is made by a piezo electric transducer (PZT) 

mounted on one of the optical cavity mirrors, and this situation corresponds to our 

experimental implementation to couple the laser to the passive optical cavity. 

 

Figure  2.7: Scanning one cavity mode around the resonance, the scan is made by a PZT mounted on 

one of the cavity mirrors. 

The ratio ( )S ν  between the transmitted spectra with and without the intracavity sample gas 

can be expressed as follows: 

2.3.2.2. Enhancement factor when scanning the cavity mode 

around the resonance 
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Which can be rewritten with respect to the sample absorbance (keeping only the solution 

making physical sense):  

 

2 2 2 2 2

2
1 ( 1) 41( ) ln

2
R R s R

L sR
α ν  − + − + = −     (2.25) 

B┞ ;ヮヮﾉ┞ｷﾐｪ ; gヴゲデ-order Taylor expansion for small (1 – R) as a new variable for the 

expansion, we obtain: 

 

(1 )(1 ) (1 )( ) s R s
sL s LF

πα ν − − −= = ×
 (2.26) 

The above equation can be rewritten as a function of the cavity finesse and the fractional 

absorption as: 

 0
( ) ( / ) I IL F

I I
α ν π ∆ ∆× × = 

 (2.27) 

By comparing (2.27) and (2.4), we can see that the absorption sensitivity is increased by a 

factor of /F π , and the relevant  effective absorption path length is given by: 

 
( / )effL F Lπ= ×

 (2.28) 

From (2.22) and (2.28), we can see that the absorption lines appear at cavity transmission 

doubled in strength in the case of injection at the resonance compared with the case of 

modulating the cavity length around the resonance.  

In summary, tｴW gﾐWゲゲW SWデWヴﾏｷﾐWゲ デｴW absorption enhancement factor inside the cavity, 

and the fractional change in laser intensity 
I
I

∆
 transmitted through the cavity is given by: 

 
( ) ( ) ( / )I L F

I
ν α ν γ π∆ = × ×

 (2.29) 

WｴWヴW ヱ г γ  г ヲ ｷゲ ; a;Iデﾗヴ デｴ;デ SWヮWﾐSゲ the coupling scheme between the laser mode and 

the cavity mode. The effective absorption path length is then given by: 

 
( / )effL F Lγ π= ×

 (2.30) 

This large effective path length Leff , up to tens of kilometers, obtainable in a relatively 

compact space, make the ML-CEAS an extremely sensitive and convenient technique for 

detection of very weak absorptions. In practice, we need to measure the absorption 

coefficient ( )α ν  as experimental spectroscopic data. To retrieve ( )α ν  (see relation(2.26)), 

the measured signal ( )S ν is required as well as the cavity finesse which depends only on the 
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mirrors reflectivity. Indeed, the finesse is usually estimated by measuring the ring-down time 

rdτ  that we are going to define in below.  

2.3.3. Cavity response time (Ring-down time) 

WｴWﾐ ; ヮｴﾗデﾗﾐ WﾐデWヴゲ デｴW I;┗ｷデ┞が ｷデ ﾏ;┞ HW ヴW｡WIデWS H;Iﾆ┘;ヴS ;ﾐS aﾗヴ┘;ヴS, thus “ringing” 

hundreds or thousands times between the cavity mirrors, before it is transmitted through 

the cavity. When the input light is switched off, the photon life time of a cavity mode is 

defined as the characteristic time of the decay of optical energy stored in that cavity mode. 

Since light circulating inside the cavity experiences constant fractional losses per pass given 

by (1 )R−  for an empty cavity (no gas absorber), the intensity will decay exponentially as 

exp( / )rdt τ− , where rdτ  is the decay time or the ring-down time, defined as the time for 

which the detector signal decreases to 1/e of its maximum value, and given by:  

   

 (1 )rd
L L F

c R c
πτ ×= − 

 (2.31) 

Here, (1 )R−  represents the energy losses by the transmission and the mirrors.  

In the presence of the intracavity gas sample, the absorption at the resonance frequency will 

create an increase in the losses results in decreasing the ring-down time. By combining the 

relations (2.26) and (2.31) we can write ( )α ν  as a function of the measured signal ( )S ν  and

rdτ : 

 

(1 ) 1( )
rd

s
s c

α ν τ
−= × ×

 (2.32) 

From the above relation we can see the importance of the precise measurement of rdτ  to 

retrieve ( )α ν . Figure  2.8 displays the experimental method for the ring-down measurement 

(RD), which is performed by injecting the laser light into a resonant mode of the cavity and 

then rapidly switching off the incident light when the photodetector signal reaches a certain 

threshold. To switch the incident light off, an acousto-optic modulator is used that can 

provide switching times on the order of 1 microsecond, sufficiently shorter than the HF 

I;┗ｷデ┞ ﾉｷaW デｷﾏW 〃rd.  
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Figure  2.8: Experimental method used for the ring-down measurements. 

The single-frequency RD measurement explained here can be generalized to a comb, which 

makes sense if the comb is not too large relative to the mirror stopband, otherwise one also 

needs to add a spectral filtering system to obtain the RD over a sufficiently narrow spectral 

region. Then the RD value can be used to normalize the ML-CEAS spectrum. 

2.3.4. Intracavity dispersion of a high finesse optical cavity 

To effectively couple a frequency comb into a cavity, each comb mode must be maximally 

matched with the corresponding cavity mode, and this requires a cavity mode spacing (FSR) 

equal to the comb modes spacing (frep). We have seen that the frequency comb consists of 

regularly spaced modes, but unfortunately, the cavity FSR varies with the optical frequency 

due to the intracavity dispersion. In the following, we study the effect of this dispersion on 

the coupling efficiency. In the absence of dispersion, the cavity modes are separated by 

FSR0=c/2n0L. But in general, the FSR is given by [19]:  
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The term 
n
ω

∂
∂  shows the dependence of the FSR on the intracavity dispersion, and by using 

first order Taylor expansion in 
n
ω

∂
∂  , the FSR is rewritten as: 
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The frequency of the cavity mode of order m can be given by: 
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Where 0,
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= ∆∑  
accounts for the dispersion and depends on the frequency, and 

the position of the mode.  

Aゲ ; IﾗﾏH ﾏﾗSW ﾗa ﾗヴSWヴ ﾐ ｷゲ ｪｷ┗Wﾐ H┞ ふ｀n=nfrep+f0), to match this mode to a cavity mode of 

order m given by (2.35), we can see the importance of the dispersion effect. Indeed, the 

consequence of a frequency dependent 0, ,m cavf  is that it limits the perfect matching between 

the laser comb and the cavity modes. The perfect overlap between the entire bandwidth of 

frequency comb and the cavity modes is then generally possible over a limited spectral 

window over which the maximum deviation of the FSR is less than the combined width of 

the cavity and laser modes (more precisely one should consider the width of the convolution 

of the two comb line profiles). However, this effect of the intracavity dispersion does not 

exist for the laser cavity due to the nonlinear mechanism of mode-locking leading to the 

femtosecond regime where all the laser modes are in phase. Moreover,  the separation 

between two ML laser modes has been shown to be uniform to a precision of 10-17 [18]. The 

dispersion measurement can be made by measuring the FSR over a large bandwidth by 

injecting single-frequency lasers or a comb into the optical cavity under characterization 

[41]. In the following section we discuss how to couple the laser comb modes with the 

corresponding resonant cavity modes, and how to control the coupling process to minimize 

the impact of dispersion.  

2.4. Coupling comb-cavity 

2.4.1. Introduction 

I describe the comb-cavity interaction in the frequency and time domain, and how to control 

this interaction. It is easy to start by the frequency domain where a simple physical static 

image can be made about the two combs of modes which characterize the laser emission 

and the cavity transmission spectra as shown in Figure  2.9.  
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Figure  2.9: Top window: Cavity comb (in red), and laser comb (in blue). Bottom window: Different 

positions between the two combs. Beatings signal appears when frepЮFSRく PWヴaWIデ ﾏ;デIｴｷﾐｪ ふﾏ;ｪｷI 
point) is obtained when frepЭFSRく 

2.4.2. Concept of comb-cavity coupling 

To transmit the laser spectrum through the cavity, an overlap between the two combs is 

required, that implies making the cavity FSR equal to the laser repetition rate (frep) (or an 

integer number of frep). This is true if we neglect initially the presence of frequency offsets 

(f0, f0,cav) affecting these combs. In our case, this match can be achieved by adjusting the 

cavity length; and during the adjustment procedure, when the two combs are far from the 

perfect matching position; a periodic signal of beating peaks between the two combs 

appears as shown in Figure  2.10. The beating signal here is formed by groups of laser modes 

from different laser spectral regions which go in resonance with the cavity modes all at the 

same time. Here, the cavity length displacement Lδ  is obtained by a translation stage 

mounted on the input cavity mirror, and there is no modulation to the cavity length. The 

beating peaks period bν∆ is related to Lδ  by [3]: 

 

 2b
c

c
N L

ν δ∆ =
 (2.36) 

Where Nc accounts for the ratio between the FSRcav and frep. In our case Nc =2.  

When the mismatch Lδ  between the two combs decreases, the period bν∆  gets larger as 

indicated from the above relation, and thus the number of the beating peaks decreases.   
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Figure  2.10: Output laser spectrum registered after the cavity at different distances from MP [3]. 

a,b,c: display the beatings signal when a mismatch occurs between the two combs, d: displays the 

perfect matching (MP) between the two combs, and the whole laser spectrum is efficiently 

transmitted. 

 

Indeed, when Lδ  decreases, the width of each peak becomes larger (as shown in 

Figure  2.10) due to matching an increasing number of laser modes to corresponding cavity 

modes simultaneously. When the perfect matching (Figure  2.10.d) between the two combs 

(which is called magic point (MP) for simplicity) approaches ( 0Lδ = ), the cavity starts 

flickering with giant bursts of light appearing according to the occasional passage through 

the resonance of all cavity modes at a time. The resonance is not persistent in the absence of 

active control of the laser or the cavity parameters (frep, FSRcav) due to the laser jitter and the 

mechanical instability of the optical cavity. When the two combs are perfectly matched, all 

the laser modes go in resonance with the corresponding cavity modes and the laser 

spectrum is efficiently transmitted as a whole, with no beating pattern over it, and the 

absorption lines of the sample gas may be obtained. The spectrum in Figure  2.10.d was 

recorded at the MP when the cavity length modulation was used to produce several bursts 

during the integration time of the charge coupled device (CCD) detector. To observe the 

interaction between the two combs in the time domain at different position, a systematic 

and periodic modulation is applied to the cavity length by using a piezoelectric transducer 

(PZT). The cavity transmitted signal is monitored by a photodetector and shown in 

Figure  2.11.  
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Figure  2.11: Cavity transmission as a function of displacement from MP. These oscilloscope traces 

IﾗヴヴWゲヮﾗﾐS デﾗ ; PZT ゲI;ﾐ ﾗa ;Hﾗ┌デ ヱ ゜Эヴ FSR [3]. 

Here, the cavity displacement ~L is obtained by a translation stage. When the two combs are 

close to the MP position ~L а ヱヵヰ ´m, resonance peaks are observed, whose width becomes 

narrower when ~L decreases to get closer to the MP as well as their intensity increases as 

shown in (Figure  2.11). A varying width of the resonance peaks is observed, because the 

ﾏﾗSWゲ ｷﾐ SｷdWヴWﾐデ ヮ;ヴデゲ ﾗa デｴW ﾉ;ゲWヴ ゲヮWIデヴ┌ﾏ pass through resonance with cavity modes at 

SｷdWヴWﾐデ デｷﾏWゲ (temporal dispersion) as the cavity length scans. It is to be noted that, as long 

as resonances are well resolved, their area is constant due to the fact that the duration time 

to inject each laser mode into the cavity is constant. In Figure  2.11.d, the resonance peaks 

have nearly disappeared in the time domain. That means the overlap between the two 

combs consists of more than one beating peak in the frequency domain. Indeed by 

comparing with Figure  2.10.c, one can see that the distance from the MP (150 µm) 

corresponds to appearing of the beating pattern (about 3 beating peaks) in the transmitted 

spectrum. When getting closer to the MP as much as possible, very narrow peaks are 

observed as shown in Figure  2.11.a. One of these resonance peaks (close to 2 ms) is more 

intense as it corresponds to the best comb match, while the other resonances are less 

intense due to a small cavity length mismatch that ｷゲ ゲ┌qIｷWﾐデ aﾗヴ ﾐﾗデ ;ﾉﾉﾗ┘ｷﾐｪ ゲｷﾏ┌ﾉデ;ﾐWﾗ┌ゲ 
transmission of all laser modes. By looking closer, the resonances on the two sides of the 

strongest resonance are not equal in intensity. Modeling of the intensity of these resonances 

points out that this asymmetry relates to the laser carrier-envelop offset frequency (fceo or 

f0). Tｴｷゲ WdWIデ Iﾗ┌ﾉS ;Iデ┌;ﾉﾉ┞ HW W┝ヮﾉﾗヴWS ;ゲ ;ﾐ ;ﾉデWヴﾐ;デｷ┗W ﾏWデｴﾗS デﾗ Iﾗﾐデヴﾗﾉ デｴW ﾉ;ゲWヴ IﾗﾏH 

origin [42] as it will be explained later in Chapter 4. 

To make a useful measurement, we need to maintain the resonance between the two 

combs, and to do this there are two strategies. The first one is to tightly lock the comb to the 
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cavity that means to stay exactly at the peak of the resonance, while the second one implies 

to make fast repeated scans around the resonance (Tracking). In the following subsections, 

we describe these strategies, their advantages and disadvantages. 

2.4.3.  Cavity injection by tight frequency Locking 

The principle of the locking technique is to maintain a situation of perfect matching where all 

the comb modes are in resonance with the cavity modes simultaneously. Perfect coupling 

between the laser comb and the resonant cavity modes is shown in Figure  2.12.  

 

 
Figure  2.12: Perfect coupling between the two combs, in red: cavity comb, in black: laser comb. 

To get the overlap, it is required to control the laser repetition rate frep to be equal to the 

cavity FSR (or an integer multiple), but because of (fceo), it may still exist a horizontal shift of 

the whole laser comb. If one tries to compensate for this mismatch by modifying the frep, this 

results in partial comb alignment, for example with only laser modes over the central region 

of the laser comb being sufficiently well in resonance with the cavity modes, while the laser 

modes at the edges of the laser comb will be out of resonance and rejected by the cavity. 

Controlling fceo in parallel with frep is thus necessary to avoid such a spectral filtering effect 

and increase the laser bandwidth injected into the cavity. However, the entire laser 

spectrum may not be completely injected due to the dispersion of the HF cavity, whose 

mode spacing FSR changes slightly with frequency as discussed earlier. The resulting spectral 

filtering effect may become significant when the cavity finesse is increased and the laser 

comb is sufficiently well stabilized, so the laser mode line width is comparable or smaller 

than that of the cavity mode. For example in ref [43], the spectral bandwidth injected into 

the cavity is limited to less than 10 % of the center frequency. Figure  2.13 displays the effect 

of the intracavity dispersion on the coupling between the two combs. 
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Figure  2.13: Top window: Cavity modes (in red), laser modes (in blue). Lower window: Effect of 

intracavity dispersion results in excluding the edges from the laser spectrum. 

To frequency lock a laser to an optical cavity, different methods are available. One of the 

most  widely used is the Pound-Drever-Hall (PDH) technique [44], which exploits the beat 

between the carrier field and non-resonant phase modulation sidebands. The sidebands 

provide a reference for the phase of the carrier reflected from the cavity. Another attractive 

technique is the Tilt lock [45], which uses a misalignment of the laser with respect to a 

reference cavity to produce a non-resonant spatial mode (TEM01). By observing the 

interference between the carrier (TEM00) and the (TEM01), an error signal can be recorded. 

The Tilt locking technique offers a number of potential benefits over existing locking 

schemes including low cost, high sensitivity and simple implementation. This technique will 

be carefully explained in chapter 4. The main advantage of the locking is that the optical 

power transmitted through the cavity is maximized. Furthermore, the cavity transmission is 

continuously present. These two features yield a high signal to noise ratio (SNR) for 

measurements of the cavity transmitted light, and a fast averaging time. The main drawback 

of the locking is the spectral filtering, with only the frequency components in a more or less 

wide spectral window being simultaneously in resonance with the cavity modes, and the 

frequency components at the edges of this window going gradually out of resonance. As a 

consequence, in order to cover the entire laser spectrum, several measurements with 

different lock points on the laser bandwidth must be made. Another drawback is that a tight 

locking is sensitive to vibrations which lead to intensity noise of the cavity transmission and 

degradation of the detection sensitivity. Indeed, the last problem also makes a locking 

technique inconvenient for field measurements. Therefore, we developed another coupling 

mechanism described in below. 

2.4.4. Cavity injection by modulation and resonance tracking 

In this case, the cavity length is modulated around the resonance comb in a way that all the 

laser comb frequencies scan over the cavity modes or vice versa. This type of locking is called 
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a transient coupling [43]. Figure  2.14 displays a configuration of tracking technique when the 

cavity length is modulated by a PZT to scan the cavity modes over the laser modes. 

 

 
Figure  2.14: Configuration of tracking technique. In red: laser modes, in black: cavity modes. Cavity 

length is modulated by a PZT. 

Here, there is no need to make a precise and simultaneous overlap between the laser comb 

frequencies and the HF cavity modes. The modulation permits all the laser modes in 

different parts of the laser spectrum to pass through resonance with cavity modes at slightly 

different times, but at the same speed, as the HF cavity length is modulated. Consequently, 

the injected spectral bandwidth is increased to the whole laser spectrum, and this is one of 

the advantages. Another advantage is that the intracavity dispersion effect is not a 

significant issue as long as the exact overlap is no longer needed. It should be underlined 

that a uniform scanning speed during a passage through resonance insures that the laser 

spectrum is transmitted without distortion. The scan frequency is chosen in order to reach a 

large number of fast passages through resonance within the integration time of the CCD. 

Applying higher modulation frequencies is useful to avoid the effect of mechanical vibrations 

and laser jitter, but the maximum value of the modulation frequency is limited by the cavity 

response time. This technique is more robust (it is insensitive to mechanical vibrations), and 

suitable for field measurements. The primary disadvantage is the loss in the useful cavity 

transmission due to the modulation duty cycle, but this is not a problem in our case, because 

of the high injected input power. Figure  2.15 illustrates the cavity transmission, and the 

ramp signal applied to the PZT in order to finely modulate the cavity length. A tracking 

electronic card is used to maintain the center of the modulation range on the comb 

resonance peak. This card requires the cavity transmission signal to detect the position of 

the resonance peak on the ramp and generate an error signal used to change a bias voltage 

applied to the PZT to move the ramp, as it will be explained later in more details.  
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Figure  2.15: Cavity transmission peaks with a ramp signal at low frequency sent to a PZT. 

2.5. Conclusion 
We have explained in details the principle of the ML-CEAS technique, including the optical 

properties of the HF cavities, the sensitivity enhancement and the comb-cavity coupling. This 

technique provides ultrahigh sensitivity detection, a high spectral resolution, and rapid time 

acquisition. We will see, in a typical experiment, that more than 2000 data channels are 

recorded simultaneously over a bandwidth of about 2 nm with detection sensitivity better 

than 10-12 cm-1. The spectral resolution can be better than 5 pm.  In the next chapter, we 

describe the experimental realization of the developed instrument based on the ML-CEAS, 

all the related technical developments, and the measurements performed at the laboratory 

and at the field campaigns. 
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Chapter 3. Technical development 

and experimental data 

3.1. Introduction 
 After explaining the principles of comb-CEAS and the different implementations of comb-

cavity coupling in the second chapter, I describe in this one, the technical development of 

the instrument and the experimental measurements as well as the results and the 

perspectives. The technical development covers the spectrometer setup, the tracking 

electronic circuit, the automatism routines, the gas line and sample handling. The data 

analysis and the method to derive the detection limit from the measured spectra are 

presented. In addition, Allan variance study is made to investigate the instrument stability 

for long term measurements. The experimental measurements include the measurements 

made in the laboratory and at the field campaigns. 

3.2. Technical development 
In this section a complete description of the experimental setup is given, together with a 

detailed overview about the double cavity design, frequency doubling process, transverse-

mode matching arrangement, tracking system to perform a transient coupling of the laser to 

the cavity, and a description and characterization of the homemade spectrograph. After 

that, the automatisms processes that control the adjustment of the instrument during long 

term measurements will be presented, ending on the gas sample circuit description and the 

samples preparation and test procedures. 

3.2.1. Spectrometer Setup  

Figure  3.1 shows a schematic diagram of the experimental setup. The instrument consists of 

a compact femtosecond (~100 fs, 80 MHz) laser oscillator (Chameleon, Coherent Inc.) with a 

laser head of 61x37x19cm3 (which includes the doubled Nd:Yag pump laser). The laser 

source can automatically and rapidly be tuned from 677 nm to 1080 nm. it provides 700 mW 

of average power within 2 nm (full width at half max, FWHM) of bandwidth centred at  677 

nm, and 2.5 W within 5 nm of bandwidth at 872 nm, which are the two wavelengths of 

interest for our application. The laser head is fixed under a 120 × 60 × 6 cm3 aluminium 

honeycomb breadboard (Thorlabs), while the optical components are placed above. The 

laser radiation is frequency doubled with a 0.2 mm thick, type-I, BBO (é-barium borate) 

crystal (Fujian CASTECH Crystals, Inc.). The BBO crystal is mounted on a motorized rotation 

stage (AG-PR100, Newport) that allows computer controlled phase-matching optimization, 

which is crucial when the wavelength is switched from 338.8 nm to 436 nm. The lens L1 of 

focal length of 40 mm is employed to focus the fundamental beam inside the BBO crystal. 
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The laser beam is spatially mode matched to the cavity mode (TEM00) with a single lens (L2, 

f=75 mm) placed after the doubling crystal. The mode matching means that the laser waist 

is equal to the HF cavity mode waist (TEM00), and the two waists have the same position. 

The lens is mounted on a translation stage used to finely adjust the position of the focus 

which should fall in the center of the HF cavity. Three dichroic steering mirrors (DM1, DM2, 

and DM3) are used as a band-pass filter to clean the beam from the fundamental radiation 

before injecting the optical cavity. An acousto-optic modulator (AOM), with 80 % efficiency 

on the first order diffracted beam which is injected into the cavity, acts as a fast optical 

switch: by interrupting the radiofrequency (RF) driving power, it allows to regularly perform 

ring-down measurements to determine the cavity finesse needed to calibrate the CEAS 

spectrum. Secondly, it is equivalent to a dispersive grating, acting thus as an additional filter 

that suppresses the residual fundamental radiation. 

 

 

Figure  3.1: Schematic diagram of the experimental setup. BBO: Doubling crystal, L1: Focusing lens, 

L2: Matching lens, AOM: Acousto-optic modulator. DM1, DM2, DM3: Dichroic mirrors, PZT: Piezo-

electric transducer, TS: Translation stage, BS: Beam splitter, PD: Photodiode, CCD: charge-coupled 

device detector, PSD: Position sensitive detector. 

Finally, by acting on the amplitude of the RF driving the AOM, the module can be used as a 

variable attenuator. This point, as we will see later on, it will be important for the detection 

at 436 nm, where attenuation (by a factor of 5) is needed in order to avoid saturation of the 

charge-coupled device (CCD) detector within its minimum integration time of 12 ms.  A 
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double cavity is used to detect our target molecules at the two wavelengths (338.5 nm and 

436 nm). By using a beam splitter, half of the cavity output is resolved by a laboratory-

developed spectrograph based on an Echelle diffraction grating (Thorlabs, GE2550-0863, 

blaze angle = 63°, order @ 400 nm ~ 55, 79 grooves per mm) and a TE-cooled back-thinned 

CCD camera (Hamamatsu, C10151, 2048 × 250 pixels) providing high sensitivity in the UV 

region. The second half of the cavity output is sent to an avalanche photodiode to monitor 

the cavity transmission and to lock the cavity frequency around the comb resonance by 

tracking control electronics. The tracking technique is exploited to compensate for laser 

jitters and mechanical instabilities (vibrations and drifts) of the system by sending an error 

signal to the PZT together with a fast sinusoidal modulation (20 kHz and 5 kHz at 338.5 nm 

and 436 nm, respectively).  Indeed, this type of locking scheme is more robust with respect 

to tightly lock the frequency of the oscillator to an optical resonator. Therefore, this scheme 

is more suitable for field measurements purpose, where the instrument is supposed to work 

in a rough environment. Data from the CCD camera are acquired in binning mode (the array 

becomes effectively 2048 H × 1 pixels V) by a 16-bits resolution acquisition card (NI-PCIe-

6251, National Instrument). A position sensitive detector (PSD, Hamamatsu, S5990) with a 

surface of 4x4 mm2 is placed to collect the zero order radiation transmitted by the AOM and 

reflected by DM3 (as well as the 1st order beam which is injected into the optical cavity), this 

detector helps the automatic procedure used to re-optimize the alignment of the beam and 

enhance its long term performance. The whole spectrometer is confined in an aluminium 

box covered by a thermal insulating material, thermalized by a peltier air-air exchanger (AA-

040-12-22) module coupled to a PID temperature controller (Supercool, TC-PR-59). 

Figure  3.2 displays two pictures of the instrument from upper and lateral sides. The pictures 

also show the electronic parts of the instrument and the gas line. In the following sub-

sections, we discuss in details the frequency doubling setup, the double cavity design, the 

tracking card, the gas line, and the automatism procedure to re-optimize the alignment of 

the instrument. 
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Figure 3.2: Two pictures of the transportable instrument. The laser head is attached under a 

honeycomb breadboard, which carries the rest of the optical system. The computer, the gas lines 

and other electronic devices are also visible. 

3.2.2. Frequency doubling setup 

Figure 3.3 displays a picture of the frequency doubling arrangement used in the 

experimental setup. A BBO crystal (Fujian CASTECH Crystals, Inc.) of length of LC=0.2 mm 

thick is used for the type-I frequency doubling to reach the UV-VIS spectral range. The 

crystal thickness and the focusing lens were chosen (as seen in chapter 1) to get a good 

compromise between maximizing the SHG process while keeping a small walk-off and 

preventing astigmatism of the harmonic output beam due to chromatic dispersion. This is 

important to obtain clean and efficient single transverse mode cavity injection. The lens L1, 

f=40 mm (see Figure  3.1) is used to focus the fundamental beam inside the BBO crystal to a 

-matching conditions for both 

wavelengths of interest (338.5 nm, 436 nm). By rotating the BBO crystal by small steps, in 

order to optimize the phase-matching for either shorter or longer wavelengths, no shifts of 

the laser spectrum were observed, which indicates that the laser spectral width is not 

limited by phase-matching. 
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Figure 3.3

mm. BBO crystal is fixed by a metallic black mount which is attached to a motorized mount. 

Because of the small acceptance angle and the large walk-off of the BBO crystal (see chapter 

1), to obtain a high SH conversion efficiency, a good laser beam quality is highly important. 

Generally, Ti:Sa fs laser sources satisfy this requirement while providing short pulses with a 

high peak power, which is another condition for an efficient second harmonic generation. 

Table  3.1 summarizes the measured SH power (PSH), and the conversion efficiency ( ) at the 

selected wavelengths.  

l(nm)  SH(nm) Pin l PSH (mW) SH in  

677 338.5 750 32 4.2 

872 436 2500 245 10 

Table 3.1: Experimental results of the SH power at the selected wavelengths. 

We should underline that the bandwidth of the measured SH spectrum  was narrower 

than the bandwidth of the fundamental spectrum . The measured values of  at the 

selected wavelengths are presented in Table  3.2, which coincide with the following relation:  

                                                                        (3.1) 

This relation comes from the fact that the product of the pulse temporal duration and its 

bandwidth (in frequency) is constant for the fundamental beam and the SH pulse, then we 

should consider that the SH pulse duration is shorter than the fundamental by a factor of 

.  
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l (nm) SH (nm) l (nm) SH (nm) 

872 436 5 1.8 

677 338.5 2 0.7 

Table 3.2: Measured values of the fundamental and the SH bandwidths. 

3.2.3. Double cavity design 

Given the separation of the two wavelengths of interest (of 100 nm between IO and BrO 

detection), it was not possible to find a single set of mirrors covering the whole range with 

high reflectivity. However, rather than setting up two independent cavities each with a 

motorized translation stage control and a solid structure to maintain the optical alignment, 

it was preferred to have a single structure and a single translation stage. This double high-

finesse linear cavity is built inside six carbon bars mounted in a telescope-like arrangement 

(used in Dobsonian telescopes [46]) as shown in Figure  3.4. This configuration was chosen to 

provide the best stability for the HF double cavity to respond to constraints associated with 

field campaigns. The gas tubes are made of stainless steel where inside thin-walled PFA 

tubes are inserted to limit surface effects with the reactive halogen oxide radicals. A 

motorized translation stage (T-LS28, Zaber) is incorporated in the cavity to adjust its length 

around 90 cm, where the cavity FSR becomes twice the laser repetition rate. Metallic 

flexible bellow connections are fixed between each tube and the input-side cavity block 

mounted on the translation stage. The role of these flexible pieces is to allow the translation 

stage action on the cavity length.   

 

 

Figure 3.4: Telescope-like arrangement of double high finesse cavity to enhance the stability. 
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On one side of the cavity, the mirrors are mounted on piezo-electric tube transducers (PZT, 

type PT130.20 from PI) as shown in Figure  3.5 to modulate the cavity length across the 

comb resonance condition (while finely controlling the cavity FSR). The two sets of cavity 

mirrors (Layertec) are selected for their maximal reflectivity: 99.948 % and 99.990 % at 

338.5 nm and 436 nm, respectively. The mirrors are pre-aligned and glued on aluminium 

holders that can be removed for cleaning and replacement purpose without affecting the 

optical alignment.  

 

 

Figure 3.5: Right side, Holder of the mirror with PZT actuator. Left side: a section view of the 

holder. 

The length of the cavity used at 338.5 nm is 93.7 cm, while the length of the cavity used at 

436 nm is 93.3 cm. This difference in length is due to the difference (371 kHz) in the laser 

repetition rate at the two wavelengths, and compensated directly by the cavity design. Each 

cavity length is calculated to have a cavity free spectral range twice the laser repetition rate.  

To obtain an optimal and reproducible cavity injection, the transverse-mode matching 

between the laser beam and the fundamental cavity mode is necessary, as discussed in the 

next section. 

3.2.4. Transverse mode-matching and cavity alignment 

As the laser beam is a diffraction-limited Gaussian beam (beam quality factor close to 1) 

that means most of the laser energy is concentrated in the fundamental transverse mode of 

the laser cavity. Therefore, to get efficient injection of the laser comb into the HF cavity 

(optical resonator) and maximize the cavity output intensity the laser beam has to match 

the fundamental transverse cavity mode (TEM00). If this is not achieved, part of the laser 

power will be distributed among the cavity higher order modes, and this depends on the 

overlap of the laser beam with these modes. The matching [47]  implies that, for a 
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symmetric resonator, the laser beam should have the same waist in the cavity center as the 

waist of the cavity mode TEM00, and the beam at each cavity mirror have the same size. To 

obtain the mode matching, a lens L2, with a focal of 75 mm (Figure  3.1) was placed at D1=80 

mm after the BBO crystal, and at D2=730 mm before the cavity in order to focalize the 

second harmonic beam at the center of the cavity with the right size.  D1, D2 are calculated 

taking into account the laser waist inside the BBO crystal ﾗa ;Hﾗ┌デ ヱヲ ´ﾏ, and the waist in 

the center of the HF cavity of about 232 ´ﾏ. The distances (D1, D2) are calculated at ゜=338.5 

nm, and they are slightly different at ゜=436 nm. Therefore, the position of the lens L2 is 

manually controlled to find the best position to get a good mode matching at both 

wavelengths. Here the cavity length is roughly adjusted by a translation stage to approach 

the MP. The cavity length is then carefully adjusted by moving the translation stage at slow 

speed using the smallest steps (about 1 ´m which corresponds to the resolution of the 

translation stage) to detect the position when a spot starts flashing irregularly on a camera 

located after the cavity. The spot flashes are due to random fluctuations in the cavity length 

or the laser comb. This occurs when the MP is approached, and it corresponds to a single 

beating peak, of a period larger than the laser spectral width, between the laser and cavity 

comb. For the moment, this peak appears and disappears alternately according to the 

occasional matching between the two combs as the cavity or the laser comb fluctuates. The 

broader the laser spectrum, the narrower is the region around the MP where a single combs 

beating may be observed. The tuning of the cavity length can be also monitored by looking 

at the laser spectrum transmitted through the cavity with a high resolution spectrograph. 

When the two combs are mismatched, a particular comb beating is observed (chapter 2- 

Figure 2.10). When the cavity length approaches to the MP, the separation between two 

successive peaks becomes larger as well as the width of each peak. Here, by modulating the 

cavity length by one FSR, and monitoring the signal transmitted through the cavity with a 

photodiode, passages through comb resonance positions are visible as more or less narrow 

peaks depending on the closer match to the MP (Chapter 2, Figure 2.11).  

After adjusting the cavity length and the input beam path to achieve the MP condition and 

the best mode matching, the photodiode signal is sent to the tracking electronic card to 

ensure that the transient resonance between the two combs occurs at the center of the 

cavity length sweep. In the following section, the principle and operation of the tracking 

card to perform transient coupling of a frequency comb to an optical resonator is described.   

3.2.5. Tracking control 

We had explained in the second chapter, the different implementations of the comb-cavity 

coupling, in particular, the transient coupling that is deployed in our application. The 

coupling procedure is realized by a home-made tracking card. The aim of this electronic card 

is to produce a periodic symmetric triangular signal (VPZT) to be applied to the cavity mirror 

PZT to modulate the cavity length around the resonance between the cavity and the laser 

comb. This triangular modulation has a bias voltage which is controlled to obtain the 
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passage through resonance at the center of at each ramp composing the triangular 

modulation. The frequency of the modulation should be as fast as possible to avoid the laser 

field phase fluctuations producing amplitude fluctuations at the cavity output [47, 48]. In 

other words, the duration of the passage through resonance must be comparable or shorter 

than the laser coherence time. In our case, we make the modulation frequency large 

enough that the shape of the passage through resonance begins to appear asymmetric since 

its duration is close to the cavity response time, which is about 6 µs (30 µs) at 338.5 nm (436 

nm). This also ensures that all laser modes pass through resonance at the same speed, but 

with a small temporal dispersion since we do not control the comb offset nor the cavity 

dispersion effects. This avoids non-uniform injection across the laser spectrum which would 

produce distorted cavity-enhanced spectra. Given that the modulation frequency is high and 

the duration of the passage through resonance is limited by the cavity response time, the 

piezo modulation amplitude has to be rather large in order to still obtain well separated 

peaks in time. In our case, we used the largest setting which corresponds to FSR/2 (notice 

that since frep is half the cavity FSR, there is actually one resonance when scanning the cavity 

over one FSR/2).  

To track the cavity PZT bias to satisfy the above mentioned centering condition, the output 

cavity transmission is recorded by a PD, whose signal is sent to the tracking card. The card 

generates a gate signal (Figure  3.6.c), when the PD signal becomes higher than a certain 

threshold (Figure  3.6.b). A sample-and-hold circuit (in the card) is then used to sample the 

value of the modulation signal (without any bias, as a triangle centered around zero voltage) 

at the gate pulse time. This generates an error signal, since the sample-and-hold output will 

be zero only when the resonance occurs at the center of the modulation ramps. This error 

signal is sent to an integrator circuit (in the card) to produce a correction to be used as a 

piezo modulation bias voltage (a summing circuit adds this bias to the original triangle 

modulation). It should be noticed that the integrator makes this bias increase or decrease 

each time the error signal is not zero, with the effect of bringing the error towards zero if 

the sign of the control loop is correctly chosen (there is an inverting circuit on the tracking 

card which can be activated if this sign is not right). 
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Figure  3.6: a: Output signals (VPZT, VBIAS), of the card, sent to the PZT, b: PD signal which is the input 

signal of the card, c: The gate signal generated inside the card. The error signal is given by the 

violet level with respect to the center of the modulation VBIAS, thus it is a negative error which is 

sent to the integral to reduce the VBIAS value. As VBIAS decreases, the modulation signal VPZT is 

shifted down which makes the resonance occurs closer to the center of the modulation ramps. 

If the detected resonance peaks occurs in the negative part of the modulation ramp (below 

the ramp center, violet level in Figure  3.6.a, the input error signal of the integrator is 

negative leading to reduce the value of the bias voltage sent to the PZT. This will re-center 

the position of the resonance peak with respect to the PZT ramp. Inversely, if the detected 

peaks are above the center of the ramp, the input error signal of the integrator is positive 

leading to increasing the value of the bias voltage sent to the PZT to shift the ramp vertically 

to a higher position, and re-center the peak position. The modulation amplitude must be 

less than FSR/2 in order to avoid multiple transmissions within the cavity modulation 

window. Additionally, the used modulation frequency is above the resonance frequency of 

the PZT. This allows us to modulate the PZT at higher frequency, but an inversion in phase 

occurs, which means that the phase of the bias signal should be reversed as well. 

As we have seen, by a successful tracking procedure, all the laser frequencies are 

transmitted by the HF cavity almost simultaneously, so it is necessary to use a spectrograph 

to separate them and recover the laser spectrum which contains the intracavity sample 

absorption information. For this, a home-made spectrograph is built as described in below. 
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3.2.6. Home-made spectrograph 

A home-made spectrograph has been realised which can combine both compactness and 

high resolution. For this aim, a specific high order reflection grating has been employed. This 

grating is called Echelle Grating or blaze grating [49], resembling a saw tooth with steps 

ｷﾐIﾉｷﾐWS ;デ デｴW ;ﾐｪﾉW  ．  ふHﾉ;┣W ;ﾐｪﾉWぶ ヴWﾉ;デｷ┗W デﾗ デｴW ｪヴ;デｷﾐｪ ヮﾉ;ﾐW ;ゲ ゲｴﾗ┘ﾐ ｷﾐ Figure  3.7. The 

interest of using such grating is in its ability to concentrate the diffracted energy at higher 

order which increases the spectral resolution as it will be explained later.  The grating is 

operated near the Littrow configuration (see Figure  3.7.b). In addition to using a blaze 

grating, particular design of the spectrometer has been chosen in order to achieve 5 pm 

resolution within a 2 nm spectral window. Our experiment requires such high resolution to 

resolve the rotational structure of the absorption bands of the target molecules, IO and BrO. 

The commercial available spectrographs providing such resolution are very bulky, not 

suitable for a transportable instrument to make field measurements.  

The main properties of a spectrograph depend on the characteristics of its diffraction 

grating, including the angular dispersion, the spectral resolution, and the free spectral 

range. Here, a brief overview is presented to explain these properties.   

Suppose a parallel light beam incident onto two adjacent grooves of a grating as shown in 

Figure  3.7.a.  

  
Figure  3.7: (a) Illustration of an Echelle grating, (b) Littrow configuration [49]. 

At an angle of incidence ü to the grating normal (which is normal to the grating surface, but 

not necessarily to the grooves), one obtains constructive interferences at the far field of the 

ヴW｡WIデWS light for which the path difference, らゲ Э らゲ1 Ъ らゲ2, is an integer multiple m of the 

wavelength ゜. With らゲ1 = d sin ü ;ﾐS らゲ2 Э S ゲｷﾐ é, this yields the grating equation: 

  

3.2.6.1. Basic property of diffraction gratings 

3.2.6.1.1. Angular dispersion of a grating 
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 (sin sin )d mα β λ± =  (3.2) 

Where m is the order of diffraction, d is the grating constant which corresponds to the 

distance between grooves, and é is the reflection angle measured from the grating normal. 

The plus sign has to be taken if é ;ﾐS ü ;ヴW ﾗﾐ デｴW ゲ;ﾏW ゲｷSW ﾗa デｴW ｪヴ;デｷﾐｪ normal; 

otherwise the minus sign has to be taken. 

For near Littrow-grating configuration ( θ α β=  ), the grating equation (3.2) for 

constructive interference becomes:    

 2 sind mβ λ=  (3.3) 

By differentiating the above relation with respect デﾗ ゜が we obtain for ; ｪｷ┗Wﾐ ;ﾐｪﾉW ü, the 

angular dispersion D measured in (mrad/nm): 

 

sin sin
cos cos

2 tan

d mD
d d

β α β
λ β λ β

θ
λ

±= = =
=

 (3.4) 

The spectral resolution of grating is given in terms of spectral resolving power R by the 

expression [49]: 

 min

R mNλ
λ= =∆

 (3.5) 

WｴWヴW ら゜min Э ゜1 Ъ ゜2, is the minimum separation of two closely spaced monochromatic 

wavelength (゜1 ;ﾐS ゜2) that are considered to be just resolved by the instrument. N is the 

total number of illuminated grooves, and m is the diffraction order. The previous formula is 

derived from the Rayleigh criterion [49] . 

The special type of Echelle grating which is optimal to work on the higher order (m=10-100) 

helps to increase the resolution as indicated from (3.5).  

The grating free spectral range (FSRg) is the maximum spectral bandwidth that can be 

obtained, with a specific diffraction order, without spectral interference (overlap) from two 

adjacent orders. For a given diffraction order, FSRg is calculated by the difference between 

two wavelengths, ゜1 and ゜2, such that m ゜1 = (m+1)゜2 . These two wavelengths will be 

diffracted at the same angle (see relation (3.2) ) and overlapped at the spectrograph output.  

 

2
1 2gFSR

m
λλ λ= − =

 (3.6) 

Thus the grating free spectral range decreases as the order increases. The disadvantage of 

an Echelle grating is therefore its small FSRg, which makes it not appropriate for a 

3.2.6.1.2. Spectral resolution of the grating 

3.2.6.1.3. Free Spectral Range of a grating 
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broadband light source. However, in our case the limited laser bandwidth makes an Echelle 

grating a reasonable choice. In the spectrograph design, FSRg was calculated to be at least 2 

times larger than the laser bandwidth to avoid overlap between two adjacent orders.  

The designed spectrograph is compact (42 cm x 15 cm), and provides high spectral 

resolution for the UV and visible region. It is based on reflection grating used at a near 

Littrow configuration at high order with a large blaze angle (an Echelle grating from 

Thorlabs, GE2550-0863, blaze angle = 63°, order @ 400 nm ~ 56, 79 grooves per mm), and a 

high-sensitivity blue enhanced TE-cooled CCD (Hamamatsu, C10151, 2048 × 250 pixels). This 

CCD detector is a two-dimensional image sensor, and it can operate as a linear sensor 

having a large active area by transferring all the pixel signals in the vertical direction to the 

buffer line (this process is called “line binning”). The obtained resolution is about 5 pm at 

338.5 nm (corresponding to 0.45 cmЪ1 at 30000 cmЪ1 and to a resolving power of 65000) as 

we will see later. Calculation of the spectrograph was carried out in order to evaluate the 

optimal configuration to achieve such high resolution in a small space. The best 

configuration is shown in Figure  3.8, where f1 is the focal length of the entry lens, f2, f3 are 

the focal lengths of the concave mirrors, and f4 is the focal length of the convex mirror.  

 

Figure  3.8: Compact spectrograph, dimensions in mm. f1: Focusing lens at the entry of the 

spectrograph, f2, f3: Focal lengths of concave mirrors, f4: Focal length of a convex mirror, CCD: 

Charge coupled device detector. 

Since we have to spectrally analyze the radiation transmitted through the high finesse 

cavity, TEM00 modes are predominantly excited, it is easy to calculate the focusing lens 

needed to obtain the appropriate spot size at the spectrograph input. This should 

correspond to a diverging beam which optimally fills the grating after collimation by the first 

spectrograph mirror. For this, f1 = 40 mm lens is placed at a distance of about 30 cm from 

the cavity, to give a waist of 10 ´m at the entry of the spectrograph. The divergent beam is 

3.2.6.2. Spectrograph design 
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collimated by a concave mirror (f2=300 mm focal length) towards the grating. The diffracted 

radiation is focused into the CCD camera by using a concave and a convex mirror telescope 

with focals f3=500 mm and f4= Ъ300 mm, respectively. These two mirrors f3 and f4 are 

equivalent to a concave mirror of fout=1.15 m as given by the relation: 

 3 4 3 4

1 1 1

out

e
f f f f f

= + − ×
 (3.7) 

Where, e is the distance between f3 and f4 which is 33 cm in our design.  

This configuration allows a remarkable reduction of the spectrograph size, while the 

diffracted beam travels a large effective distance before to reaching the CCD. This is 

required in order to achieve sufficiently large beam dispersion and to have just few CCD 

pixels corresponding to the grating resolution. Figure  3.9 displays a picture of the 

spectrograph. 

 

Figure  3.9: Picture of the spectrograph. 

 

In the following subsection, we present different methods to estimate the resolution and 

the calibration values of our spectrograph. 

 

3.2.6.3. The resolution and calibration of the spectrograph 
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We tried several methods to estimate the resolution of the spectrograph, one of them 

involved using a narrow bandwidth external cavity diode laser (ECDL). This allowed testing 

different configurations where the input spot size was varied and the resolutions were 

compared with the theoretical values. Because of the narrow bandwidth of the ECDL laser 

(~100 kHz), its spectrum will be broadened by the spectrograph resolution, thus the 

measured full width at half maximum (FWHM) of the spectrum gives directly the spectral 

resolution ら゜min in pixel. Figure  3.10 reveals the spectra with f1 = 50, 100, and 150 mm 

corresponding to input spot size Din of 20 ´m, 42 ´m, 64 ´m, respectively.  

 

Figure  3.10: The resolution measured by using a narrow bandwidth laser. In the main window: 

ﾉ;ゲWヴ ゲヮWIデヴ┌ﾏ ┘ｷデｴ ｷﾐヮ┌デ ┘;ｷゲデ ﾗa ヲヰ ´ﾏ ふHﾉ;Iﾆぶが ヴヲ ´ﾏ ふヴWSぶ ;ﾐS ヶヴ ´ﾏ ふHﾉ┌Wぶく Iﾐ デｴW ｷﾐゲWデが デｴW 
measured resolution (in pixels) for the different spectrograph configurations plotted against its 

theoretical value (in pixels). 

Each spectrum is fitted by a Lorentzian function to estimate the FWHM which corresponds 

to the measured resolution ら゜min in pixels. Table  3.3 presents the input parameters used to 

calculate the theoretical resolution ら゜min in pm unit from the relation (3.5). These 

parameters are: ゜=410 nm, blaze angle 63degθ = , number of grooves per mm n=79 

grooves/mm resulting in d= (1/n) = 2.66 ´m. In addition to the beam size ZB on the grating, 

given by: 

 

22
( / 2)cosB

in

fZ
D

λ
π θ=

 (3.8) 

The above relation is true for one frequency component of the broadband input radiation. 

The division by cosθ , accounts for the beam projection on the grating. The diffraction order 

m is calculated from the grating equation (3.3). N is calculated by the equation N=ZB/d, R is 

derived from (3.5), and then the theoretical resolution ら゜min ｷゲ I;ﾉI┌ﾉ;デWS H┞ ら゜minЭ ゜っRく  

1200 1210 1220 1230 1240

0

1

2

3

4

0 2 4 6 8 10
0

2

4

6

8

10

 

 

M
ea

su
re

d 
R

es
ol

ut
io

n 
/ P

ix
el

s

Theoretical Resolution / Pixels 

In
te

ns
ity

 / 
a.

u.

Pixels

FWHM = 3.1 pixels
FWHM = 4.9 pixels
FWHM = 9.3 pixels
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m f1 (mm) Din (´m) ZB (mm) N (grooves) R 

55 50 20 29.4 2270 1.25x105 

55 100 42 14 1081 6x104 

55 150 64 9 709 4x104 

Table  3.3: Input parameters of the resolution calculation. 

In the inset of Figure  3.10, the measured resolution is plotted against the theoretical 

resolution. which is calculated in pm unit, then transferred to pixel unit by the calibration 

value of 1.2 pm per pixel, This value (1.2 pm per pixel) was roughly estimated by dividing the 

calculated extended laser spectral range ら゜c=2.6 nm over the number of the CCD pixels 

(2048 pixels): the good agreement between the two values highlight the reliability of our 

calculation. Table  3.4 presents the theoretical and experimental resolutions. 

ら゜min (pixels) 

calculated 

ら゜min (pixels) 

measured 

ら゜min(pm) 

calculated 

ら゜min(pm) 

measured 

2.8 3.1 3.3 3.7 

5.7 4.9 6.9 6 

8.7 9.3 10.5 11 

Table  3.4ぎ TｴWﾗヴWデｷI;ﾉ ;ﾐS W┝ヮWヴｷﾏWﾐデ;ﾉ ┗;ﾉ┌Wゲ ﾗa デｴW ヴWゲﾗﾉ┌デｷﾗﾐ ら゜min in pixels and pm units. 

The following calculation is made at ゜=338.5 nm, corresponding to Chameleon laser 

wavelength to characterize the spectrograph at the operating wavelength. To obtain a 

spectral resolution of ら゜min= 5 pm when using Chameleon laser, a focusing lens at the entry 

of the spectrograph f1=40 mm is used, resulting in Din= 10 ´m. The experimental spectral 

resolution is estimated by the beating patterns between the laser comb and the cavity comb 

as we will see in the next sub-section. Then, it is also important to calculate the number of 

pixels (nPIXEL) corresponding to the spectral resolution (apparatus function), where its value 

should be small as much as possible (close to 1 pixel), and given by:  

 min( ) /pixel outn f aθ= × ∆
 (3.9) 

Where, a is the distance between two pixels of the CCD (a = ヱヲ ´ﾏ), and minθ∆ is the angular 

resolution, given by: 

 min minDθ λ∆ = × ∆  (3.10) 

Here, the angular dispersion D is calculated from the relation (3.4) for blaze angle ．=63 deg, 

and ゜=410 nm. 
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TｴW ﾉ;ゲWヴ ゲヮWIデヴ;ﾉ ヴ;ﾐｪW ら゜c covered by the CCD camera is given by: 

 

min
c

pixel

p
n

λλ × ∆∆ =
 (3.11) 

Where p is the number of CCD pixels (p=2048 pixel). cλ∆ should be bigger than the laser 

bandwidth, otherwise, a part of the laser spectrum will be lost. 

 Table  3.5 presents the calculated values of D, ら．min, npixel, FSRg (grating free spectral range), 

and the ratio FSRg/ら゜l, where ら゜l is the Laser band width. It is necessary to mention that the 

ratio FSRg / ら゜l should be greater than 2 to avoid the interference of adjacent orders. The 

FSRg is calculated from the relation (3.6) for m=55. 

D ふﾏヴ;Sっﾐﾏぶ ら．min (mrad) fout(m) npixel ら゜c (nm) ら゜l (nm) FSRg (nm) FSRgっ ら゜l 

11.54 0.057 1.15 5 2 0.72 5 7 

Table  3.5ぎ C;ﾉI┌ﾉ;デWS ┗;ﾉ┌Wゲ ﾗa Dが ら．ﾏｷﾐが ﾐヮｷ┝Wﾉが FSRｪが ら゜Iが FSRｪ っ ら゜ﾉ. 

 

Another method to measure the spectrometer resolution and the dispersion at the CCD 

camera is to use the comb beating patterns. We have seen from the second chapter (section 

2.4.2), that  when the cavity length is changed away from the magic point length, by using a 

motorized translation stage, different comb beating patterns can be observed at the CCD as 

shown in Figure  3.11. Here ~L represents the displacement from the magic point length. 

3.2.6.3.2. Calibration and resolution measurements by the comb 

beating patterns 
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Figure  3.11: Beatings signal resulting from the mismatch between laser and cavity combs for 

SｷaaWヴWﾐデ I;┗ｷデ┞ Sｷゲヮﾉ;IWﾏWﾐデゲ ~L aヴﾗﾏ デｴW ﾏ;ｪｷI ヮﾗｷﾐデ ﾉWﾐｪデｴく ~L ｷゲ ヴ;ﾐｪWS aヴﾗﾏ ヱヰヰ ´ﾏ デﾗ ヶヰヰ 
´ﾏく 

In such case, the frequency spacing ら｀b in pixels between two adjacent beating peaks of the 

transmitted signal can be directly measured, while ら｀b in frequency unit can be derived 

from the relation 
2b

c

c
N L

ν δ∆ =  for each value of ~L (see chapter 2, section 2.4.2). In this 

relation Nc = 2 accounts for the fact that the cavity FSR is twice the laser repetition rate. 

Then, ら｀b value is transformed to wavelength unit by using 2 /b cλ ν λ∆ = ∆ × . By plotting 

the measured values of ら｀b in pixel versus the calculated ら｀b values in wavelength unit, a 

calibration value of 0.72 pm per pixels was found as shown in Figure  3.12.  
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Figure  3.12: Calibration value of the spectrograph, estimated by analyzing the beatings period 

between laser and cavity combs. 

In addition, by monitoring the width of the beating peaks as a function of increasing ~L 

value, the spectrograph resolution can be measured. Indeed, we have seen from (chapter 2, 

section 2.4) that increasing ~L results in decreasing the beating peak width, which is 

consistent with the fact that the number of comb modes, participated in the peak, 

decreases. However, for large ~L values, the widths stop decreasing, while they should 

theoretically continue to narrow down, indicating that the spectrograph resolution has been 

reached. Here, the width of the narrowest beating peaks reaches a value of (FWHM= 8 

pixels), which gives a resolution of about 5.7 pm at 338.5 nm, taking into account the 

calibration value of 0.72 nm. 

Another method to estimate the resolution is to use the vertical distribution of the laser 

beam on the CCD pixels, while all the laser modes have the same width but they are 

horizontally dispersed, and this is true when the CCD camera is positioned exactly at the 

focal point. Figure  3.13 displays this distribution and the FWHM is estimated to be 7 pixels 

resulting in 5 pm resolution at 338.5 nm.   

 

Figure  3.13:  Vertical cut of the spectrograph image on the CCD camera. 

75 
 



  

In Summary, we tried different techniques to estimate the resolution, and all of them give 

approximately the same value of 5 pm. The spectrograph resolution can, in principle, be 

enhanced to 1 pm by changing the actual input lens f1=40 mm to 10 mm, but at the expense 

of losing a part of the laser power, because the new value of the beam size on the grating 

(ZB=4.8 cm) will be greater than the height of the grating (2.5 cm). However, increasing the 

resolution will not increase the contrast for the absorption spectra of IO and BrO, since they 

are limited by lifetime broadening. 

In this section, the performance of the CCD camera is described as well as the noise of the 

detection. This back-thinned CCD camera (Hamamatsu,  C10151, 2048 × 250 pixels) provides 

high sensitivity in the UV spectral region (where strong absorptions of our target molecules 

are present), thanks to a high quantum efficiency (40 % at 340 nm, 60 % at 436 nm), and to 

its structure. In a normal CCD camera that receives light from the front surface, the active 

area is covered with electrodes for charge transfer. These electrodes cut a fraction of the 

radiation incident on the image sensor thus reducing the quantum efficiency especially at 

shorter wavelengths. In back thinned CCD image sensors, the substrate of the active area is 

removed to allow light to enter from the back surface, which is used as the CCD input side. 

In a well-designed CCD camera, the noise performance is limited by the CCD sensor rather 

than by associated system electronic components. The signal to noise ratio (SNR) for a CCD 

image sensor specifically represents the ratio between the measured signal and its noise, 

which consists of undesirable signal components arising in the device, and inherent natural 

variation of the incident photon flux. The measured signal from a CCD imaging system is 

proportional to the photon flux incident on the CCD photodetectors (expressed as photons 

per pixel per second), the quantum efficiency of the device, and the integration time 

(exposure time) over which the signal is collected. The three primary components of noise in 

a CCD system are photon noise, dark noise, and readout noise, whose contributions we are 

going to consider now separately. 

It results from the inherent statistical variation on the number of photons stricking the CCD 

and collected in its charge wells (pixels) [50]. Photoelectrons generated within the sensitive 

area constitute the signal, and the quantum efficiency is defined as the number of electrons 

or holes that can be detected as a photocurrent divided by the number of the incident 

photons. The interval between photon arrivals is governed by Poisson statistics, and as a 

result, the photon noise on a number N of measured photons is equal to the square root of 

N. In general, the term shot noise is applied to any noise component reflecting such a 

statistical behavior, and sometimes it is used in place of photon noise. It is important to 

notice that as N increases, the SNR for photon noise also improves as the square root of N. It 

should be underlined that it is really the number of detected photons which has to be 

considered, and not the initial number of signal or source photons, which is a characteristic 

3.2.6.4. Noise of the spectrograph 

3.2.6.4.1. Photon shot noise  
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of this quantum noise. It should be noticed that (vertical) binning a number of pixels, to give 

a single (one dimension) readout, produces a photon noise which is relative to the total 

number of collected electrons in those pixels. Unfortunately, the readout buffer in our CCD, 

which is used to gather the charges accumulated in the CCD pixels before readout, has 

charge wells which possess only twice the capacity of the CCD pixels. 

Dark noise arises from statistical variation in the number of electrons thermally generated 

within the sensitive area of the CCD, which is independent of photon induced signal, but it 

exponentially depends on the device temperature (proportional to exp(-E/kT), where E 

represents the energy barrier for the production of a thermal electron, T is the absolute 

temperature, k is Boltzmann constant). The generation rate of thermal electrons at a given 

CCD temperature is referred to as dark current. Similarly to photon noise, dark noise follows 

Poisson statistics, and its standard deviation is thus also the square-root of the number of 

thermal electrons generated within the image exposure time. Cooling down the CCD sensor 

largely reduces the dark current, and in practice, high-performance cameras are usually 

cooled to a temperature at which dark current is negligible, with respect to the shot noise, 

over the chosen exposure time interval. Our peltier cooled CCD camera produces at most 15 

dark electrons per pixel per second when operated at -10°C, whose associated fluctuations 

are totally negligible relative to the photon noise of a filled pixel. On the other hand, for 

precise spectral measurements, the dark background spectrum of the CCD should be 

measured and subtracted from the acquired spectra using the same exposure time. It 

should be underlined that this background corresponds to a stable pattern as long as the 

CCD temperature is fixed. 

This is a combination of system noise sources generated from the process of converting CCD 

charge carriers into a voltage signal, followed by the analog-to-digital (A/D) conversion 

process. High-performance camera systems exploit design enhancements that dramatically 

reduce the readout noise down to the level of a few electrons (20 electrons rms/pixel for 

our CCD). 

 The following equation is commonly used to calculate the SNR of the CCD camera [50]: 

 
2/p e p e rSNR F Q t F Q t Dt N= + +

 (3.12) 

Where pF  
is the incident photon flux (photons/pixel/second), eQ is the CCD quantum 

efficiency (%), t is the integration time (seconds), D is the dark current value given in 

(electrons/pixel/second), and Nr represents the readout noise in electrons rms /pixel (rms 

means a root mean square). This equation simply results from the ratio of the total signal 

3.2.6.4.2. Dark noise 

3.2.6.4.3. Readout noise 

3.2.6.5. Signal to noise ratio 
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generated during the exposure time divided by the sum of the three primary not correlated 

noise components mentioned above: the first term under the square root accounts for the 

photon noise, the second term for the dark noise and the last corresponds to the readout 

noise component. In our experiment the camera is cooled down to -10° C to reduce the dark 

current noise between 1.5 and 15 electron/pixel/s. The readout noise ranges between 20 

and 45 electron rms /pixel. In this case, the dark noise and the readout noise are negligible 

compared to photon noise which is estimated to be 360 electrons rms /pixel, and this value 

IﾗヴヴWゲヮﾗﾐSゲ デﾗ デｴW ゲケ┌;ヴW ヴﾗﾗデ ﾗa デｴW ﾐ┌ﾏHWヴ ﾗa ヮｴﾗデﾗWﾉWIデヴﾗﾐゲ ふヱヵヰヰヰヰ WЪっヮｷ┝Wﾉ Я ンヶヰ2) 

needed to fill up the well capacity of the CCD camera. In practice, when two successive 

single spectra are recorded with our CCD the ratio between them gives roughly a flat (zero 

absorption) spectrum with a SNR consistent to the expected shot noise value. In fact, our 

ML-CEAS system provides shot noise limited measurement [51] as it will be discussed later 

in more details. 

3.2.7. Gas line and sample handling 

Our target molecules, the halogen oxides radicals, are highly reactive species with a life time 

on the order of 1 s in a remote environment, and so it is important to choose a tube 

material which is able to efficiently transport them inside the cavity. Different types of tubes 

had been tested such as stainless-ゲデWWﾉが PA ふPﾗﾉ┞;ﾏｷSWぶが PFA ふPWヴ｡┌ﾗヴﾗ;ﾉﾆﾗ┝┞ぶが ;ﾐS 
stainless-steel treated with halocarbon wax (Wax 600, Halocarbon Products Corporation). 

The PFA (Perfluoroalkoxy) gave the best performances [52]. Therefore, the gas line (shown 

in Figure  3.14 ) is entirely composed by PFA tube. 

 

Figure  3.14: Gas line. TS: Translation stage, PZT: Piezoelectric tube transducer. 

At the cavity output, a diaphragm pump and a manual proportional valve are employed to 

provide a constant gas flow of 800 SCCM (Standard Cubic Centimetres per Minute), and this 

value of gas flow was practically chosen to provide rapid refreshing (1 second) of the gas 

inside the cavity avoiding turbulent flow condition which will perturb the stability of the 

resonator. The cavity inlet can sample three different lines through a cross connection. The 

main line (line 1) is the outdoor sample that is collected with a 6 mm diameter PFA tube. 
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The second line is linked to a filtered air generator, composed by a second diaphragm pump, 

a particle filters and a scrubber that are employed to provide a flow rate greater than 800 

SCCM, which dynamically replaces the main input flow. This filtered air flow, free of NO2, IO 

and BrO, is switched on/off by a software controlled electro-valve and allows acquiring 

reference spectra and ring-down events essential for the absolute calibration of the 

absorption scale. Filtering NO2 and Formaldehyde (CH2O) is necessary because they absorb 

at the same wavelength of IO, and BrO respectively.  However, recently has been found that 

Formaldehyde is not completely removed by this filtering system and an additional filter 

such as the commercial Hopcalite can be required  to remove volatile organic compounds 

from the air sample; in alternative a zero air cylinder can be employed to acquire reference 

spectra, which is, however, less functional for field campaign purpose. A second electro-

valve allows partially collecting indoor air which is naturally enriched in NO2 and 

Formaldehyde: the recognition of their spectra by the fitting routine allows adjusting the fit 

parameters (in particular the spectral centring).  

3.2.8. Gas preparation and permeation tube sources 

In this section we will discuss how BrO and IO radicals were generated in the laboratory. 

Initially, BrO and IO were prepared at relatively high concentration (ppb - ppm levels) to 

easily detect them, and then later on at extremely low concentration (ppt levels) to test the 

performance of our instrument before the field campaign measurements.  

Iﾐ デｴW gヴゲデ tests to detect BrO, this highly reactive molecule was produced directly in the 

cavity, at relatively high concentration, by photolysis of Br2 in a gas mixture containing O3 

and O2 according to the following reaction: 

 

2

3 2

2
h

Br Br
Br O BrO O

ν→
+ → +  (3.13) 

A home-made gas cylinder contains Br2 diluted in O2 (0.13 % mixing ratio of Br2) was used to 

provide highly concentrated Br2 samples. Ozone was produced H┞ ｡ﾗ┘ｷﾐｪ ヮ┌ヴW O2 (Alphagaz 

I, Air Liquid) through an ozonizer based on a high voltage electric discharge (Yanco 

Industries Ltd). The Br2 sample from the cylinder was further diluted with a flow of carrier O2 

and mixed to a small flow of O3 before entering the cavity. The concentration of O3 was 

adjusted to be in excess relatively to the concentration of Br2. With respect to the 

photodissociation of Br2, the absolute quantum yield as a function of excitation wavelength 

reported in the literature shows a peak of 87 % at 500 nm [53]. For this reason, a 10 cm long 

LED array composed by ten cyan LEDs (Philips Lumileds, emission angle of 140°) was used to 

photolyse Br2 efficiently by shining their light through a glass section in the HF cavity. Each 

LED provides a spectral emission with a full width at half maximum of 30 nm, centred at 505 

nm, and a typical optical power of 20 mW. The concentration of Br2 and its 

3.2.8.1. BrO preparation 
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photodissociation efficiency was estimated by cavity ring-down spectroscopy (CRDS) [54] 

measurements using the absorption cross-section of Br2 at 338.5 nm, which is spectrally 

broad and unstructured at this wavelength, with a value of 9.5 × 10
21

 cm
2
 molecule

1
 [55]. 

Indeed, the change in the cavity ring-down time in the absence and presence of Br2, at 

atmospheric pressure (in absence of O3) gives the concentration of Br2, while measuring the 

depletion in Br2 signal when switching on the LEDs gives the photodissociation efficiency. 

For different dilution levels, about 4 % efficiency in the production of bromine atoms 

(expressed in terms of [Br] / [Br2]) could be estimated as shown in Figure  3.15. 

Figure 3.15: Photodissociation efficiency of Br2. Horizontal axis: Br2 concentration provided from a 

prepared cylinder, Vertical axis: Br concentration resulted from Br2 photodissociation. 

Substantial efforts have been made in fabrication of a calibrated and reproducible source of 

BrO. In Figure  3.16, concentration of BrO is plotted versus the concentration of Br2. The 

concentration of BrO was measured by the fit procedure explained later. 

Figure 3.16: Concentration of BrO versus the concentration of Br2. 
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The concentration of BrO linearly depends on the Br2 concentration only at low 

concentration level of Br2 up to ~300 ppbv, and in this linear region, the BrO concentration 

are in agreement with the concentration expected from the photolysis efficiency of Br2. At 

higher concentration of Br2, BrO depletion occurs due to the self-reaction of BrO according 

to the relation (3.14), and to its reaction with atomic bromine according to the relation 

(3.15).  

 

2

2 2

2BrO BrO Br O
BrO BrO Br O

+ → +
+ → +

 (3.14) 

 2Br BrO Br O+ →  (3.15) 

At low concentration level of BrO (few pptv), this kind of calibrated source is no longer valid, 

because the Ring-down measurements were unable to detect the low concentration of Br2 

(less than ppb). O3 concentration in the cavity was also measured using an absorption cross-

section at 338.5 nm of 1.41 × 10Ъ21 cm2 moleculeЪ1 [56]. 

In a second series of experiments, in order to reach lower concentrations of Br2, a 

permeation tube (KIN-TEK Laboratories, Inc.) was employed to deliver 954 

(nanogramm/min) of bromine molecules when heated at 40°C. This tube acts as a flow 

control mechanism for dispensing a very small flow of permeating vapor through a 

ヮﾗﾉ┞ﾏWヴｷI ﾏWﾏHヴ;ﾐW ふ┌ゲ┌;ﾉﾉ┞ TW｡ﾗﾐぶく Iデ I;ﾐ ゲ┌ヮヮﾉ┞ small flows of Bromine (Br2), where the 

emission rate is set by the operating temperature of the tube (according to a precisely 

known dependence), and it is essential to carefully control the tube temperature (to better 

than ± 0.1°C). Therefore, the permeation tube was installed into a home-made temperature 

stabilized oven (Figure  3.17) ｡ushed with 10 SCCM of O2 carrier gas. The oven consists of an 

aluminium block (5x5x15 cm3) where a hole of 16 mm diameter was drilled to insert the 

permeation tube of Br2 (5 mm diameter, 50 mm length). This block is thermalized by a 

peltier device and a fan fixed on the top to dissipate the heat. The entire block is covered by 

a thermal insulating material.  

 
Figure  3.17: Home-made oven to control the temperature of the permeation tube. 
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The resulting Br2-I;ヴヴ┞ｷﾐｪ ｡ﾗ┘ ┘;ゲ デｴWﾐ ﾏｷ┝WS ┘ｷデｴ ; ヵヰ SCCM of ozone-I;ヴヴ┞ｷﾐｪ ｡ﾗ┘が ;ゲ 
┘Wﾉﾉ ;ゲ ; ﾉ;ヴｪWヴ ;ｷヴ ｡ﾗ┘ ふれ ヵヰヰ SCCM) before being injected into the sample cavity. The LEDs 

array for the photolysis was placed along the PFA tube a few centimeters before the cavity 

gas inlet. The concentration of Br2 was adjusted by changing the oven temperature. This 

system is producing less BrO than expected (only about 20 %) and its reproducibility is not 

very high due to the losses on surface of the oven walls, as well as the losses in the stainless-

steel connections used in the gas line. Therefore, A systematic study of the concentration 

losses on the delivery of BrO was performed by introducing in the gas line between  the  BrO  

source  ( ~50 pptv) and the cavity 25-cm tubes made of different materials: stainless-steel, 

PA ふPﾗﾉ┞;ﾏｷSWぶが PFA ふPWヴ｡┌ﾗヴﾗ;ﾉﾆﾗ┝┞ぶが ;ﾐS ゲデ;ｷﾐﾉWゲゲ-steel treated with a halocarbon wax 

(Wax 600, Halocarbon Products Corporation). The study showed that PFA and treated 

stainless-steel lead to undetectable BrO losses (limited by 12 % fluctuations of the BrO 

production system). Moreover, no additional losses in the mixing ratio of BrO measured in 

the cavity were observed when the length of the PFA tube was increased up to 7 meters 

ふ┌ゲｷﾐｪ ; ｡ﾗ┘ ﾗa ヵヰヰ SCCMぶが ┘ｴｷIｴ ｷﾐSｷI;デWゲ デｴ;デ PFA ｷゲ W┝IWﾉﾉWﾐデ aﾗヴ the delivery of BrO 

containing air samples over relatively long distances. In the current setup, the gas line tubes 

are all in PFA and the double cavity tubes, which are made in stainless steel, where 

internally covered by thin-walled PFA tubes.  

Similarly to BrO, IO was obtained by photolysis of I2 (iodine) in the presence of O3 under 

｡ow conditions, according to the following reaction: 

 

2

3 2

2
h

I I
I O IO O

ν→
+ → +  (3.16) 

A ゲﾏ;ﾉﾉ IﾗﾐIWﾐデヴ;デｷﾗﾐ ﾗa ｷﾗSｷﾐW ｷﾐ ; ヴWｪ┌ﾉ;デWS ﾗ┝┞ｪWﾐ ｡ﾗ┘ (1–10 SCCM) was obtained 

placing a small iodine crystal inside a cold trap. This trap consists of a section of a thin 

copper tube attached to a thermoelectric plate. The trap placed in a sealed plastic bag 

flushed with dry N2, which allows to avoid water condensation and therefore to reach low 

temperatures: at Ъ33°C, an iodine vapour pressure close to 10 Ъ6 bar was achieved.  Ozone is 

generated in the same manner as for the BrO production, together with a larger O2 flow 

used for dilutionく TｴWゲW ｡ﾗ┘ゲ ┘WヴW ﾏｷ┝WS ;デ デｴW HF cavity gas inlet close to the input mirror. 

The gas outlet was placed close to the other mirror and connected to an atmospheric 

ヮヴWゲゲ┌ヴW W┝ｴ;┌ゲデ ﾉｷﾐWく B┞ Iｴ;ﾐｪｷﾐｪ デｴW ｡ﾗ┘ through the cold trap, the iodine concentration 

in the cavity could thus be adjusted in the range from 10 to 100 ppbv, while ozone was 

present in excess. The total ｡ow inside the cavity was kept to 800 SCCM to have a 

reasonably high cavity volume exchange time (~1 second) independent to the small added 

ｷﾗSｷﾐW I;ヴヴ┞ｷﾐｪ ｡ﾗ┘く Here, the radiation for the photolysis was directly provided by the 

intracavity laser beam at 436 nm, and no external photolysis source was needed. 

3.2.8.2. IO preparation 
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3.3. Automatization procedures 
Automatization routines have been developed and included in the main Labview program 

used for the spectra acquisition and data analysis. The aim of the procedure is to recover 

the signal during a long term measurement when degradation of the instrument sensitivity 

occurs. Each routine is called by the Labview software only when needed (centring the laser 

frequency, alignment of the beam injected into the optical cavity, matching the cavity FSR to 

the laser repetition rate, controlling the diffraction grating, re-optimize the multicomponent 

fit procedure.  

The first routine is used to center the laser frequency. The Chameleon laser has a build-in 

spectrometer (USB4000, Ocean Optics) which allows monitoring the central frequency of 

the laser. By acting on the position of one of the two prisms (that compensate for 

dispersions) inside the laser cavity, it is possible to perform adjustments on the laser 

wavelength with a resolution of 0.2 nm.  

The second routine is used to align the beam injected into the optical cavity, by acting on 

the alignment of the dichroic mirror DM3, which is mounted on a motorized optical mount 

(AG-M100, Newport). A position sensitive detector (PSD, Hamamatsu, S5990) with a surface 

area of 16 mm2 is placed (see Figure  3.1) to collect the zero order radiation transmitted by 

the AOM and reflected by the DM3 (as well as the 1st order beam which is injected into the 

optical cavity). This allows retrieving the laser beam trajectory by controlling AG-M100 

which is connected to the PSD. By scanning the steering mirror DM3 on the X and Y axis, the 

intensity of the TEM00 mode transmitted by the resonator reachs a maximum which 

corresponds to the best alignment, and thus the best mode matching of the laser to the 

cavity.  

The third routine is used to tune the cavity FSR to the magic point. For a large mismatch 

between the two combs, the beating signal generated at the CCD camera (therefore in the 

frequency domain) is employed: the distance between two adjacent peaks, ら｀b, is increased 

by changing the cavity length L, in the direction where the displacement from the magic 

position, ~L tends to zero (see chapter2, section 2.4.2). This first part of the procedure is 

conducted without modulating of the cavity length. After reaching a ら｀b of  about 40 cm-1 

(~L Я ヶヰ ´m), the sinusoidal modulation is sent to the PZT and the procedure keeps 

approaching the magic point by monitoring the intensity of the transmitted signal recorded 

by the PD where the maximum of the peak intensity corresponds to a perfect matching of 

the two combs. Both, the mode matching and the magic point routines are called only if the 

maximum in intensity of the TEM00 mode recorded at the photodiode goes below a given 

threshold.  

The fourth routine is deployed to control the diffraction grating inside the spectrometer, 

where this grating is also mounted on a motorized rotation stage (AG-PR100, Newport). The 

fifth routine is used to re-optimize the multicomponent fit procedure (described in the next 
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section), which allows a horizontal shift of the reference spectrum with respect to the 

experimental spectrum, in order to minimize the residuals. The tolerance of this shift is 

normally fixed to ~25 pm (~5 pixels), and when a misalignment of the laser beam or a shift 

in frequency of the optical comb occurs such that a larger shift is needed to optimize the fit, 

a degradation of the fit performances will be observed, and a reoptimization of the fit 

parameters will take place. For small changes in the spectral shift, the parameter 

corresponding to the initial shift of the reference spectrum will be adapted, while for larger 

changes (greater than 0.5 nm) the spectrometer will be automatically re-centered by 

rotating the diffraction grating. During the re-optimization routine the ideal initial shift for 

the fitting is found by injecting into the cavity indoor air, which contains a relatively high 

level of NO2 and H2CO. A large tolerance of the horizontal shift of the reference spectrum is 

then selected and the best shift is guessed for five different experimental spectra. 

Afterwards the average value becomes the new initial shift, and the tolerance is again 

reduced to the previous value. 

3.4. Data Analysis 
This section describes the data analysis performed by the Labview software which controls 

the ML-CEAS spectrometer, to retrieve the concentrations of the target molecules. In 

addition, we present a method to estimate the detection limit directly from the measured 

spectrum to take into account the structure of absorption cross section of the molecules. 

3.4.1. Fit procedure 

We have seen from (chapter 2, section 2.3.3) that the frequency dependent absorption 

coefficient can be expressed as a function of the cavity transmission ( )S ν , and the ring-

down time of the empty cavity airτ :    

 

( ) ( )1 11
 airS c

α ν ν τ
 = −      (3.17)

  

The ring-down time is measured by performing cavity ring-down spectroscopy when 800 

SCCM zero air (or filtered air) was continuously flowed into the cavity. In our calculations, 

airτ corresponds to an average photon life-time of the entire broad-band radiation 

circulating inside the cavity. We may assume that airτ  (proportional to the finesse) is almost 

constant over the injected laser spectrum which is spectrally narrow (~2nm) relative to the 

mirror reflection bandwidth (~40nm). The transmission spectrum ( )S ν  is calculated by the 

ratio between the intensities of the light transmitted through the optical cavity in presence 

and absence of the absorbers, both subtracted by the dark signal containing the CCD camera 

background. Spectral data, ( )α ν  are analysed in real time by a standard linear 
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multicomponent fit routine [57], where spectra of known concentration of absorbers ( )iα ν  

are used as references for the fit, and the respective coefficient ic  (cBrO , cIO, etc.), which 

gives the sample concentration, retrieved according to the following relation: 

 

 

( )
2 2

( ) ( )
 ( , ;    , )     

      

i i
i

c p
i BrO CH O or IO NO

α ν α ν ν= ⋅ + =∑
 (3.18) 

Where ( )p ν  is a polynomial function necessary to adapt to slow defects in the spectral 

baseline. The presence of a non-zero baseline on our spectra is mainly due to the fact that 

the femtosecond oscillator is not stabilized. The free-running laser can therefore shift in 

frequency between the two spectra acquired in absence and in presence of absorbers. 

Furthermore, contribution from scattering and broad (no structured) absorptions will also 

be included in the baseline fit.  

The coefficient ci is referred to the concentration iN  of the reference spectrum, and the 

concentration of the species iC  is given by: 

 i i iC c N= ×
 (3.19) 

The reference spectra are experimental data, which are inherently taking into account the 

instrumental function and the wavelength calibration of our spectrometer. The 

concentrations of the reference spectra were calculated by using the wavelength dependent 

absorption cross-sections found in the literature for BrO [58, 59], H2CO [60], IO [61, 62], and 

NO2 [63]. The output parameters of the fit are the coefficients, ci (cBrO , cIO, etc.) used to 

retrieve the concentration of the absorbers, and the coefficients of the baseline polynomial. 

The uncertainty of the measurement for the radical species is limited by the uncertainty of 

the literature absorption cross-sections (evaluated to be about 10 % for the halogen oxides), 

while the precision on the measured ring-down times is around 0.1 %. The ring-down times 

are recorded regularly (around every 15 min) according to the system stability. We recall 

from (chapter2, section 2.2), that the detection limit defined as a bandwidth normalized 

minimum absorption coefficient per spectral element, ( )min BWα is given by: 

 
( ) 1/2 1/2

1 min
min min 0

0

1( )
 out

It tBW cm
M I c M

α α τ− ∆   = × = ⋅        (3.20) 

Where 0
outI  is the cavity output intensity, minI∆  represents the minimum detectable change 

of the output intensity, t is the integration time and M is the number of fitted pixels 

(corresponding to 1000 and 1500 for the detection at 338.5 nm and 436 nm, respectively). 

In fact, in terms of noise the total number of pixels should be considered, and not the 
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apparatus function which will be important later to determine the detection limit in terms 

of concentration. 

We should mention that the relation (3.20) is true only for the case of white Gaussian noise. 

For the experimental spectra, the detection limits are expressed in terms of minimum 

detectable mixing ratio at atmospheric pressure, which takes into account the whole band 

absorption, and derived as the following. 

3.4.2. Detection limit derived from the measured spectrum 

If the absorption of the molecules of interest is not structured then the fitting routine will 

include of the spectrum in the baseline, and the resulting concentrations from the fit 

procedure are zeros. The fit procedure is sensitive to the structure of the absorption cross 

section of the molecules, and the more the spectrum is structured, the better it will be 

identified by the fitting routine. The question is how to link the noise in absorbance units 

(cm-1) provided from the fit procedure to the detection limit given in Allan variance plot 

(given in units of concentration) which will be explained later. Our idea is to fit the 

measured spectrum with a polynomial function of the same order than the one used to fit 

the baseline of the experimental spectra, and then the standard deviation of the fit, which 

corresponds to the contrast (ct) of the spectrum (in cm-1) is multiplied by the square root of 

the independent spectral elements ( sen ) to take into account the whole broadband 

absorption. To get the signal to noise ratio SNR, the value of the product ( )sect n× , which 

presents the signal, is divided by the standard deviation of residuals for one spectrum (ümin), 

which presents the noise, provided from the fit procedure. The detection limit (DL in units of 

mixing ratio) is obtained by dividing the measured concentration (c: also in mixing ratio) by 

the SNR as following: 

 

1

1
min

DL ( ) /

( )
( ) /

( )
se

c ppt SNR

ct cm n
c ppt

cmα
−

−

=
 ×=      (3.21) 

3.5. Structured absorption band of BrO, CH2O and IO, NO2 
The absorption cross sections of the molecules of interest are like fingerprints that our fit 

procedure recognizes. This is essentially why we are interested in the absorption bands 

having a high rotational structure. In addition, having the sufficiently high resolution to 

resolve these lines will improve the contrast leading to increase the detection limit. In the 

following, the absorption bands of the molecules from the literature are presented, and 

compared to the experimental references spectra exploited in the fit procedure. The UV 

absorption spectrum of BrO is assigned to the electronic transition
2 2

3/2 3/2A XΠ ← Π , and it 
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has well-defined vibrational band structure, but not all the transitions exhibit the rotational 

structure at high resolution, due to the predissociative character of the excited state.  

Indeed, the main contribution to the width of the absorption feature is given by the natural 

lifetime broadening, which implies that dissociation occurs faster than collisions. Because 

the width of the absorption line is limited by natural lifetime broadening, reducing the 

pressure inside the cavity does not increase the detection sensitivity. Moreover, the 

dissociation of the radical species immediately after detection does not affect the measured 

concentration due to the fast diffusion of the molecules through the laser beam in the cavity 

(tdiff = 8 ms), and to the low photolysis rate of BrO of 20  molecules sЪ1 (that means the 

time to photolyse one molecule is 50 ms which is longer than tdiff = 8 ms). The same 

calculation for IO, and gives (tdiff=12 ms, the time to photolyse one molecule is 14 ms). To 

check that the dissociation had no effect on the measured concentration, the intracavity 

power was decreased by a half, and no changes in the measured BrO concentration were 

observed. The spectral features of the vibrational band (7,0) provide the characteristic 

signature that has been used to detect BrO in the atmospheric and laboratory 

measurements. Figure  3.18 displays the UV absorption spectrum of BrO at 300 K.  

 

Figure  3.18: UV absorption spectra of the electronic transition
2 2

3/2 3/2A XΠ ← Π  of BrO at (298 ± 

2 K). Spectra were acquired at a resolution of 10 cm-1. Vibrational band (7,0) inside the ellipse 

[58]. 

(7,0) vibrational band is the strongest absorption band of BrO in the UV region , and 

presents a rotational structural as shown on the high resolution spectrum of Figure  3.19 (in 

red). This literature spectrum was used to retrieve the concentration of the experimental 

reference spectra (Figure  3.19, in blue) employed for the fit procedure. A labview program 

has been developed to compare the experimental reference spectrum with the literature 

spectrum which is interpolated and convoluted with an apparatus function. Moreover, on 

the experimental spectrum, a baseline can be added to correct the distortion of the 

experimental data, as well as a calibration parameter (pixel/nm) to convert the horizontal 

axis in wavelength units. The input of the program is the literature wavelength dependent 

absorption cross section (sigma) given in (cm2), the experimental data given in absorbance 

unit (cm-1). The literature cross section is then multiplied by a guessed concentration value 
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(input parameter of the program) in order to match the literature and the experimental one. 

The concentration found, is then the concentration of the experimental reference spectrum, 

which it will be used later on by the fitting routine. 

 

 

Figure  3.19: In blue, the experimental spectrum at atmospheric pressure and room temperature 

acquired by the ML-CEAS spectrometer. In red, the literature rotational structured (7,0) vibration 

band of BrO , acquired at a resolution of 1 cm
-1

 at 35 Torr and 300 K [58]. 

In the same spectral window chosen for BrO detection, CH2O is also absorbing. Thanks to 

the versatility of our instrument, it is possible to detect BrO and CH2O simultaneously. It 

should be noticed that this gas exists naturally in the ambient air. The absorption of UV 

radiation by formaldehyde in the wavelength range 260-360 nm is assigned to an electronic 

transition which exhibits a rotational structure around 338.5 nm [60]. Figure  3.20 (in red) 

displays the literature absorption spectrum of formaldehyde around 338.5 nm [60], and the 

experimental spectrum , which is used to fit CH2O.  
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Figure  3.20: In blue, the experimental spectrum acquired at atmospheric pressure, used as a 

reference by the fit procedure. In red, UV absorption spectrum of CH2O around 338.5 nm from the 

literature [60], acquired at atmospheric pressure, and at a resolution of 0.35 cm
-1

. 

The UV absorption spectrum of IO is assigned to the electronic transition (
2 2

3/2 3/2A XΠ ← Π ) 

which has well defined vibrational band structure [61]. The vibrational band (3,0) was 

chosen to detect IO around 436 nm because this band is strong and exhibits an extensive 

rotational structure which helps to define IO molecules. Figure  3.21 displays the rotational 

structure of IO (3,0) vibrational band around 436 nm from the literature (in red) [61], and 

the experimental reference spectrum (in blue). Figure  3.22 displays the UV absorption 

spectrum of NO2 around 436 nm from literature (in red) [63], and the experimental 

reference spectrum (in blue). We underline that the structure of NO2 is not completely 

resolved. Here, NO2, which exists naturally in the ambient air, absorbs in the same spectral 

window of IO, and they are detected simultaneously. 
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Figure  3.21: In blue, the experimental reference spectrum at atmospheric pressure. In red, 

rotational structure of (3,0) vibrational band of IO around 436 nm from the literature [61]. 

 

Figure  3.22: In blue, the experimental reference spectrum at atmospheric pressure. In red, UV 

absorption spectrum of NO2 around 436 nm from the literature [63]. 
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3.6. Results and discussion 
I am presenting here the measurements done in the laboratory and during field campaigns. 

The measurements in the laboratory concentrate on the characterization of the Rayleigh 

scattering losses, the characterization of the HF cavities, and the measurement of the 

absorption spectra. The first field campaign was carried out at the Centre d'Océanologie de 

Marseille in the spring of 2011 for one week. This first filed campaign was only aimed to test 

the mechanical robustness of the instrument, discover the problems related to disassembly 

and assembly of its components, and think about further improvements of the system, as 

well as testing the ability of the work outdoor. A second field campaign took place at the 

CNRS Biologique Station of Roscoff in the North West Atlantic coast of France, during June 

2011. The goal of this campaign was to prove that the instrument was able to perform long 

term measurement of the halogen oxides radical together with NO2 and CH2O, before 

sending it to Dumont d’Urville station in Antarctica at the end of 2011, which corresponds to 

the Austral summer. The measurements performed at Roscoff and Dumont d’Urville 

stations are discussed, and a brief conclusion is presented at the end. 

3.6.1. Measurements at the laboratory 

As the measurements are performed in the UV-visible spectral region, it was necessary to 

calculate the losses imposed by Rayleigh scattering, and analyze the effect of these losses 

on the cavity ring-down time, 〃air. Firstly, a brief introduction of Rayleigh scattering is 

presented and then the summary of the calculations. Rayleigh scattering is an elastic 

scattering of light radiation by particles much smaller than the wavelength of the light, and 

its iﾐデWﾐゲｷデ┞ ｷゲ ヮヴﾗヮﾗヴデｷﾗﾐ;ﾉ デﾗ ゜Ъ4, therefore it dominates elastic-backscatter signals at short 

light wavelengths. If we take into account the depolarization effects [64], and the 

adjustments for temperature and pressure, the Rayleigh scattering coefficient is given by 

[65]: 

 

3 2 2

, 2 4

8 ( 1) 6 3
3 6 7

S

S
m th

S

Tm N P
N P T

π γβ λ γ
  − +  =     −      (3.22) 

Where, m is the real part of the gas refractive index, N is the number of molecules per unit 

of volume (number density) at the pressure P and temperature T, and Ns is the number 

density of molecules at standard conditions (Ns = 2.547 x 1019 cm-3 at Ts = 288.15 K and Ps = 

101.325 kPa). γ  is the depolarization factor, and its current recommended value, for dry air, 

is 0.0279γ =  according to [65].  

If one accounts for Rayleigh scattering mβ , the ring-down time measured in the air airτ  (in 

the absence of absorbers) for a cavity of length L is given by : 

3.6.1.1.  Rayleigh scattering 
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[ ]/ (1 )air mL R L cτ β= − + ×

 (3.23) 

While the ring-down time measured in the vacuum vacτ is given by: 

 
[ ]/ (1 )vac L R cτ = − ×

 (3.24) 

Then, the Rayleigh scattering mβ can be deduced from vacτ  and airτ values: 

 
,exp

1 1 1
m

air vac c
βτ τ

 − × =    (3.25) 

Table  3.6 presents the experimental and theoretical Rayleigh scattering coefficients at 338.5 

nm ,expmβ , ,m thβ , respectively. The mirror reflectivity (R) was calculated in vacuum conditions 

from the relation (3.24). 

゜ (nm) airτ ふ´s) vacτ ふ´s) ( )1
,exp  cmmβ −  ( )1

,  cmm thβ −  R(%) 
, ,exp

,

m th m

m th

β β
β
−

 

338.5 6.0 7.1 7.70x10-7 7.82x10-7 99.953 1.3 % 

Table  3.6ぎ V;ﾉ┌Wゲ ﾗa 〃air が 〃vac が ém,exp が  ém,th , R at 338.5 nm. 

From Table  3.6, we can see a good agreement between the measured and the theoretical 

Rayleigh scattering coefficient. The values of  airτ  and vacτ comes from an average of 100 

ring-down events, and the standard deviation of the measured ring-down time was ranging 

between 0.02 % and 0.05 %.  To compare the effect of Rayleigh scattering to the losses 

induced by the cavity mirror lmir, Rayleigh scattering losses lray for half cavity roundtrip (1 m 

path length). Table  3.7 presents the calculations at relevant wavelengths for trace gas 

sensing. The values of lray were calculated from the relation (3.22). Mirror reflectivities were 

measured only at 338.5 nm and 436 nm, while their values at other wavelengths were 

estimated with respect to the specification for the high reflective mirrors available in the 

market. 

゜ ふﾐﾏぶ lray lmirЭ ふヱ-R) lray っ ﾉmir ふХぶ 

436 2.82x10-5 1x10-4 28 

355 6.55x10-5 5x10-4 13 

338.5 8.15x10-5 5x10-4 16 

340 7.82x10-5 5x10-4 15.6 

308 1.19x10-4 10-3 19 

Table  3.7: Rayleigh scattering losses for 1 meter path length compared to the losses by reflection 

on the cavity mirror. 
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The calculation points out that the losses due to available mirror reflectivity are more 

important than Rayleigh scattering. Furthermore, the ring-down time used to calibrate the 

spectra is measured at atmospheric pressure (Since is easier to detect highly reactive 

molecules), so it takes into account the total losses provided by the mirrors and the Rayleigh 

scattering. 

To estimate the mirror reflectivity of the cavity used to detect BrO and CH2O, the ring-down 

time airτ  
was measured at 338.5 nm with filtered air flowing in the cavity to eliminate 

absorption from BrO and CH2O (the absorption interference from potential molecules that 

absorb in this spectral region like O3, or Br2 is negligible compared to the absorption of the 

molecules of interest. The measured value of rdτ  was 6.0 ´s corresponding to a mirror 

reflectivity of R = 99.948 %, and then a cavity finesse of 6000 leading to an effective path 

length Leff of 1.8 km (see chapter 2, section (2.3.2) for the calculations). In the same way, 

airτ  of the cavity deployed to detect IO and NO2 was measured to be ンヰ ´s. This value 

corresponding to a mirror reflectivity of R = 99.990 %, a cavity finesse of 32000 leading to an 

effective path length of 10 km. Table  3.8 summaries the measured and calculated values for 

both cavities. It is to be noticed that the mirror reflectivity, the finesse, and the effective 

length are calculated at atmospheric pressure. The correct value of the mirror reflectivity 

comes from vacτ , but for the calculation, we considered roughly the mirror reflectivity 

corresponds to airτ .  

゜ふﾐﾏぶ 〃air(´s) R ふХぶ Finesse Leff (km) 

338.5 6 99.948 6000 1.8 

436 30 99.990 32000 10 

Table  3.8: Measured 〃air , and calculated values of R, Finesse, Leff. 

The ring-down time was estimated from an average of 100 ring-down events, and the 

fluctuation of airτ  value
 
was between 0.02 % and 0.04 %.  

 

The first measurements of BrO in the laboratory were conducted at low pressure, in order 

to be in the same conditions than for the literature spectra and to better resolve the 

rotational structure of the 
2 2

3/2 3/2A XΠ ← Π  (7,0) BrO band. As we mentioned in gas 

preparation section, the spectra were taken by continuously ｡owing Br2 and O3 in O2 carrier 

3.6.1.2.  Measurements of ring-down time and mirror reflectivities 

3.6.1.3. Results of BrO measurements 

3.6.1.3.1.  Low pressure measurements 
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gas through the cavity (the Br2 source was the cylinder containing 0.13 % of Br2 diluted in 

O2). The  pressure  in  the  cavity  was  reduced  down  to  35  Torr by using a vacuum pump 

connected at the cavity output through a manual adjustable valve. The photolysis of Br2 was 

performed by a LED array as described earlier. The measured low pressure spectrum of 
2 2

3/2 3/2A XΠ ← Π , (7,0) band of BrO is plotted in Figure  3.23 (2), corresponding to 1 ppbv  ( 

2.7 × 1010  molecule cmЪ3) of BrO inside the cavity. For comparison, the equivalent high-

resolution (1 cm-1), and low pressure (35 Torr) spectrum available in literature [58] is plotted 

in Figure  3.23 (1). The estimated concentration of BrO is given by the fit procedure 

described earlier. The difference between the two spectra is plotted at the bottom of 

Figure  3.23, showing a good agreement between the experimental and literature spectra, 

and confirming that the high resolution achieved by the compact spectrograph is enough to 

resolve the residual rotational structure of the low-pressure spectrum. 

 

Figure  3.23: (1) Literature spectrum of BrO from reference [58]. (2) A low pressure (35 mBar) 

experimental spectrum for BrO at 1 ppb. The difference between the two spectra is reported at 

the bottom of the plot.  

Atmospheric pressure spectra at relatively high concentration of BrO (ppb level) were 

acquired by continuously flowing about 800 SCCM of gas mixture (Br2 from the cylinder, O3 

and O2) inside the cavity. The outlet of the cavity was connected to a pump. The cavity 

transmission spectrum in absence of BrO (reference spectrum) is plotted in the top window 

of Figure  3.24 (in black): during the acquisition the LED array was off to ensure that no Br2 

was photolyzed to form BrO. The top window of Figure  3.24 (in red) also displays the cavity 

transmission spectrum, when the LED array was on to form BrO (absorption spectrum). The 

ratio between the spectrum containing the absorption feature and the reference spectrum 

 

3.6.1.3.2. Atmospheric pressure measurements 
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(CCD dark signal was subtracted from both recorded spectra) provides the transmission 

spectrum, S(｀). By knowing the empty cavity photon life-time 〃air , the frequency dependent 

absorption coefgcient ü(｀) is calculated according to (3.18). The experimental spectral data 

ü(｀) was analyzed in real time by a standard linear multicomponent gt routine. The output 

parameters of the gt are the coefgcients cBrO used to calculate the concentration of BrO, 

and the coefgcients of the polynomial function for the baseline. The experimental data ü(｀) 

is plotted in black on the bottom window of Figure  3.24, which also displays (in red) the 

fitted spectrum. The retrieved concentration of BrO was 5.1 × 1010 molecules cmЪ3, which 

corresponds to a mixing ratio of 2 ppbv. 

 

Figure  3.24: Top window: Raw spectra transmitted from the cavity in absence (black) and 

in presence (red) of BrO at ambient pressure. Bottom window: in red is the fitted 

spectrum, and in black is the measured spectrum at atmospheric pressure. The residuals 

ﾗa デｴW gデ ;ヴW ヮﾉﾗデデWS ﾗﾐ デｴW Hﾗデデﾗﾏ ﾗa デｴW ┘ｷﾐSﾗ┘く 

Low concentrated sample of BrO were obtained in the laboratory using the permeation tube 

as source of Br2. Figure  3.25 displays an example of a low concentration spectrum of BrO 

(6.4 × 108 molecules cmЪ3, corresponding to 26 pptv) at atmospheric pressure, acquired 

within 26 s. The low concentration of BrO was obtained by gxing the temperature of the 

permeation tube oven at 25°C. Different concentration of Br2 precursor was achieved by 

changing the flow rate of the carrier gas O2. The acquisition time of 26 s corresponds to an 

average of 1000 elementary spectra. From the rms (root mean square) noise of the residual, 

the minimum absorption coefgcient estimated was 1 × 10Ъ9 cmЪ1 leading to a detection limit 

(1ゝ) of 1.7 pptv.  
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Figure  3.25: In black: Experimental spectrum. In gray: Fitted spectrum. The minimum absorption 

coefficient is 10
Ъ9

 cm
Ъ1

 estimated from the residuals reported in the lower window, leading to a 

detection limit of 1.7 pptv in air. 

An example of long-term measurement performed in the laboratory is reported in 

Figure  3.26, where a low-concentration sample of BrO (~ 60 pptv) was monitored for about 

80 minutes. The obゲWヴ┗WS ｡┌Iデ┌;デｷﾗﾐゲ ﾗa в ヱヲ ヮヮデ┗ are due to the source of BrO.  Indeed; 

this source is based on the permeation tube inside a temperature controlled oven as 

explained earlier. This source exhibits fluctuations during the long term, and not 

reproducible from one day to another. Covering the internal surface of the oven with PFA 

would improve the system.  

 

Figure  3.26: An example of long-term measurement performed in the laboratory by the ML-CEAS 

spectrometer. Measurements of about 60 pptv of BrO sample performed during 80 minutes with 

an acquisition time of 26 s. 
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3.6.1.3.3. Long term measurement of BrO 
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Figure  3.27 displays the absorption spectrum of IO at atmospheric pressure, prepared in the 

laboratory (as described earlier in sub-section (3.2.8.2)) at high concentration (1 ppbv) then 

rescaled to 10 ppt concentration to employ it as an experimental reference spectrum for the 

fit procedure. 

 

 

Figure  3.27: Experimental absorption spectrum of IO. 

Further laboratory measurements at low concentrations of IO are not needed as the 

instrument performance has been fully characterized for the detection of BrO at 338.5 nm. 

At 436 nm, better performance is expected, since the mirror reflectivity is higher and the 

laser is more stable. In addition, to generate IO radicals at low concentration (few pptv), a 

permeation tube oven for IO, similar to the one build for the BrO generation, should be 

made, which will probably lead to the already observed issues of non-uniform 

reproducibility and instability of the concentration of the produced radical.  

In order to better characterize the long-term stability of the spectrometer, an Allan variance 

[66] study was performed. In the case of a dataset where the only source of noise is the 

white noise, Allan variance decreases as the square root of the number of averages. 

Consequently, the sensitivity enhances for longer signal averaging until it reaches a point 

where long-term instabilities (due to drift in alignment, fluctuations of environmental 

conditions or laser power, etc.) induce an increase or a constant Allan variance value. Then, 

the Allan variance study gives the optimum averaging time which corresponds to the 

minimum Allan variance value. Allan variance measurements have to be performed at a 

constant concentration. As previously explained, it was difficult to get a stable source of 

halogen oxides in the laboratory due to high reactivity and chemical properties of these 

molecules. Thus the study was performed for zero levels of BrO and IO. This was done by 

continuously flow air from outside our laboratory (St Martin d’Hères-France) into the cavity. 

Because of the polluted environment and to the remoteness with respect to a marine 

boundary layer environment, the analysed outdoor air contains NO2 and H2CO but zero 

3.6.1.4. Results of IO measurements 

3.6.1.5. Allan variance and long-term stability 
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levels of IO and BrO. We should underline that CH2O (NO2) absorbs at the same wavelength 

for BrO (IO) which allows to clearly fit experimental spectra even in the absence of BrO and 

IO. The top window of Figure  3.28 reports the long term simultaneous measurements of 

CH2O and BrO for the outdoor air. The concentration of CH2O varied during the experiment 

between 10 and 14 ppbv due to changes in the composition of the gas sample. Each 

;Iケ┌ｷヴWS ゲヮWIデヴ┌ﾏ ｷゲ ;┗Wヴ;ｪWS ヱヰ デｷﾏWゲ HWaﾗヴW HWｷﾐｪ gデデWS, while the spectra in the 

absence of absorbers (reference spectra) were recorded at the beginning of the 

measurement averaging 10 thousands spectra. The time for one acquisition was 26 ms, 

which corresponds to the time needed to nearly saturate the CCD camera. The zero-level 

dataset of BrO was used to compute Allan standard deviation study shown in the bottom 

window of Figure  3.28.  We use Allan standard deviation value which is a square root of 

Allan variance value, to get directly the vertical axis of the figure in concentration unit.  In 

the log-log plot, the white noise is dominating for about 20 s, and the trend reaches a 

minimum value of 0.9 pptv after about 1 min of integration. For time average smaller than 

20 s, Allan deviation values correspond to photon shot noise, estimated by considering the 

number of photons collected on the CCD pixels during the acquisitions as it will be explained 

later. At longer integration time, the Allan deviation increases mainly due to poor laser 

stability when running close to the limit of its tuning range (677 nm) to get the harmonic 

wavelength at 338.5 nm. This stability analysis points out that in order to obtain the best 

sensitivity for the measurement of BrO (0.9  pptv), acquisition times on the order of 1 min 

should be used.  
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Figure  3.28: The top window reports long term measurements of CH2O and BrO for outdoor air 

sampled outside our laboratory (in the absence of BrO). The bottom window shows the Allan 

standard deviation for the derived BrO concentration around zero. 

The bottom window of Figure  3.29 displays Allan standard deviation plot for zero-level of IO 

in the log-log scale. The data analysis was performed for zero levels of IO in presence (top 

right) and absence (top left) of NO2. The presence of NO2, with high concentrations, (black 

dots) gives an Allan standard deviation values higher than what is observed in the case of 

zero level of NO2 (blue triangles). This can be explained by the presence of a residual 

structure of NO2 after the fit, indicating that the NO2 reference spectra were probably not 

optimized. The detection limit reaches a minimum value of 20 ppqv (parts per quadrillion by 

volume, 1:1015) after 5 min of acquisition. Concentration of NO2 of 2-5 ppb are 1000 times 

higher that detection limit. This affects the detection of IO by only 20 %, which shows the 

high dynamic range of the instrument. However taking a reference spectrum for NO2 exactly 

at the same conditions that in the real measurement (same temperature and alignment) 

would reduce the effect of NO2 presence on the detection of IO. It should be noticed that 

the possibility to average for longer time compared to the BrO situation is due to the better 

stability of the femtosecond laser source at the fundamental wavelength of 872 nm with 

respect to 667 nm.  
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Figure  3.29: Top plots report the long term measurements of the air, outside the laboratory, 

contains NO2 (left) and filtered air (right) free of NO2, and zero levels of IO are expected in both 

cases. The Allan standard deviation plot for IO in presence of NO2 (black circles) and with filtered 

air (blue triangle) is shown in the log-log plot at the bottom. 

3.6.2. Measurements at Roscoff station 

Here, a summary of the measurements made in the marine boundary layer of Roscoff on 

the North West coast of France throughout June 2011 for two weeks, is presented. The 

presence of halogen oxides radicals in the semi-polluted area of Roscoff is due to the active 

seaweeds (macroalgal species) [67]. When these species are fully or partially exposed to air 

during the low tide, they can emit iodine and bromine in forms of hydrocarbons (RX), ions or 

in form of I2 and Br2 [67]. For the displacement of the instrument, the laser head was 

detached from the breadboard (see Figure  3.2) and transported in a separate box. The rest 

of the spectrometer (optics, cavity and spectrograph) was left mounted on the breadboard, 

while the electronics and the gas manifold were also disassembled and transported 

separately. Reassembling and optimizing the whole setup took about one day.  
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Figure  3.30 (in black) displays typical measured absorption spectra of IO, NO2 around 436 

nm. A continuous flow of 800 SCCM was provided by the membrane pump placed after the 

cavity. The experimental data were obtained after averaging 1000 spectra, while each 

spectrum needed 12 ms (the minimum integration time of the CCD camera) to be recorded. 

The fitted data are reported in red, which correspond to the sum of IO (blue) and NO2 

(green) spectra. 

 

 

Figure  3.30: A typical spectrum of low concentration of IO and NO2 recorded around 436 nm in 

Roscoff station. The experimental data and the fit are reported in black and red, respectively. The 

spectra of IO (1pptv) and NO2 (150 pptv) are shown in blue and green, respectively. The residual of 

the fit is reported in the bottom window, corresponding to a rms of 1.5 x 10
-10

 cm
-1

. With an 

acquisition time of 12 sec, a detection limit of 60 ppqv and 11 pptv of IO and NO2 were achieved. 

The experimental data are treated by the home-developed LabView software based on a 

linear multicomponent fit routine described in section (3.4), and the output parameters of 

the fit give the measured concentrations: 1 pptv and 150 pptv for IO, and NO2, respectively. 

The residuals of the fit are reported in the bottom window of Figure  3.30. The rms noise is 

1.5 × 10-10 cm-1 which corresponds to the minimum absorption coefficient. The normalised 

noise equivalent absorption achieved is then 1.3 × 10-11 cm-1 Hz-1/2 per spectral element, 

according to the relation (3.20) taking into account the integration time of 12 s and 1500 

independent points. 

3.6.2.1. Results of IO and NO2 measurements 
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The derived detection limit from the measured spectra is 60 ppqv and 11 pptv, for IO and 

NO2, respectively. The noise is limited by a residual structure in the fitting process which 

becomes significant for relatively high concentrations of NO2.  

 During the field campaign, long-term measurements of IO and NO2 were performed on 

outdoor air, and reported in Figure  3.31. Concentrations of IO of few pptv were observed 

during the day, while NO2 concentration is about few ppbv. From Figure  3.31, an anti-

correlation between the concentration of IO and NO2 is observed as expected in a semi-

polluted environment of Roscoff due to their reaction to form IONO2. XONO2 (X=Br or I) is 

known to be a temporary reservoir of halogen atoms in a NOx-rich environment [68]. No 

particular correlation with the tide level was noticed. The rms noise (Each point is integrated 

for 2 min) is estimated to 40 ppqv and 20 pptv on IO and NO2, respectively. 

 

Figure  3.31: Long term measurements of IO and NO2 performed at Roscoff station on June 

18
th

 2011. Each point is integrated for 2 min. The rms noise corresponds to 40 ppqv, 20 

pptv on IO and NO2 traces, respectively. 

Figure  3.32 displays the absorption spectra of BrO and CH2O obtained around 338.5 nm. The 

experimental data was also obtained by averaging 1000 spectra. The time needed to record 

one spectrum was 26 ms, corresponding to the time needed to fill the pixels of the CCD 

camera. The data were fitted by the labview program, and a concentration of 8.9 pptv and 

5.6 ppbv for BrO, and CH2O, were respectively found. The residuals of the fit are reported in 

the bottom window of Figure  3.32, corresponding to a rms of 1.0 × 10-9 cm-1 which is the 

minimum absorption coefficient. The normalised noise equivalent absorption achieved was 

ümin = 1.6 × 10-10 cm-1 Hz-1/2 per spectral element calculated from the relation (3.20) taking 

into account the integration time of 12 s and 1000 independent points. The derived 

detection limits from the measured spectra are estimated to be 1.4 pptv, 146 pptv, for BrO 

and CH2O, respectively. 
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3.6.2.2. Measurements of BrO and CH2O 
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Figure  3.32: A typical low concentration spectrum of BrO and CH2O obtained around 338.5 nm 

with 26 s of acquisition time. The blue and the green traces are the spectra of BrO (8.9 pptv) and 

CH2O (5.6 ppbv), respectively. Experimental data (black) and fit (red) were offset by 10
-8

 cm
-1

 for 

better display. Fit residuals are reported at the bottom, and correspond to a rms value of 1.0 × 10
-9

 

cm
-1

. The derived detection limits were 1.4 pptv, 146 pptv, for BrO and CH2O, respectively. 

An example of a long term measurement of BrO and H2CO is reported in Figure  3.33, where 

an increasing of the concentration of BrO up to (4 ±1) pptv was observed at 17 h00 on June 

21st in correspondence of a low tide. Our observations are in agreement with previous 

measurements performed by Mahajan et al. [69] in the same site using LP-DOAS technique, 

where few ppt of BrO where observed and a strong dependence to the tide level was 

observed. 
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Figure  3.33: Long term measurements of BrO and CH2O at Roscoff station on June 21
st

 2011. 

3.6.3. Measurements in Antarctica at Dumont d'Urville  

The instrument was sent at the end of 2011 for 3 months to Antarctica to make 

measurements of BrO and IO molecules. I did not participate in this campaign, but I present 

some measured data. I would like to say that the obtained data from Antarctica was 

completely analysed in a cooperation between the expert of atmospheric chemistry from 

laboratory of Glaciology and Geophysical environment (LGGE) in Grenoble, and our team in 

particular, our postdoc, Roberto Grilli who accompanied the instrument to Antarctica and 

made the measurements. The result of this analysis will be the subject of the next article 

under the title “First investigations of IO, BrO, and NO2 summer time atmospheric levels at a 

coastal East Antarctic site using mode-locked cavity enhanced absorption spectroscopy”.  

In summary, IO, BrO, and NO2 were measured for the first time at Dumont d'Urville (East 

Antarctica) during Austral summer 2011/2012. IO mixing ratios ranged from the detection 

limit (0.02 pptv) up to 0.1-0.2 pptv. BrO remained close or below the detection limit (1 pptv) 

of the instrument. Daily averaged NO2 values ranged between 3 and 57 pptv (21 ± 14 pptv) 

being far higher than levels of a few pptv commonly observed in the remote marine 

boundary layer. The measured concentration for BrO (~1 pptv), is at least 3 times lower than 

the recorded one (3 pptv) at Halley station (British Antarctic Survey), by [30]. The measured 

concentration for IO are more than one order of magnitude lower than those observed (3 

pptv) at Halley station in the summer, recorded by [30].  Example of IO and NO2 

measurements is shown in Figure  3.34. 
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Figure  3.34: IO and NO2 ﾏｷ┝ｷﾐｪ ヴ;デｷﾗゲ ;デ DDU ｷﾐ J;ﾐ┌;ヴ┞っFWHヴ┌;ヴ┞ ヲヰヱヲく Bﾉ;Iﾆ ;ﾐS ヴWS ヮﾗｷﾐデゲ ふデﾗヮぶ 
refer to 1 h averages and daily means, respectively. 

3.6.4.  Photon shot noise limited Detection 

Here, we demonstrate that our detection is shot noise limited. This is achieved by using CCD 

detector arrays ┘ｷデｴ ゲ┌qIiently high spectral resolution.  

The minimum absorption coefficient is ultimately limited by the photon shot noise. For a  

spectrally multiplexed detection, this limit is given by [70]: 

 
( )min 2 / /SN eM PT FLα η π=

 (3.26) 

Where, e is the electron charge, 。 is the detector response factor (which includes the 

quantum efficiency), P is the total power, T is the integration time, L is the cavity length, F is 

the cavity finesse, and M is the number of independent points.  The factor 2 accounts for 

the fact that one elementary spectrum is actually the ratio of two CCD acquisitions carrying 

the same noise. The terms under the square root corresponds to the reciprocal of the 

number of photons per pixel. 

The calculation for the BrO shot noise detection is well explained in our article [52], I use the 

same approach for IO shot noise detection limit as follows:  

The power P received by the CCD detector is given by the following relation: 

 

mod
in c FSR BS gr mat

fP p T r T T M S
F

= × × × × × × ×
 (3.27) 

Where, pin is the laser power at the cavity input (pin =30 mW), Tc is the cavity transmission at 

resonance (Tc=16 %), rFSR=(frep/FSRcav) =0.5, fmod is the duty cycle of the modulation with 

3.6.4.1. Shot noise calculation 

3.6.4.2. Estimation of the shot noise limit for IO and BrO detection  
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respect to the cavity FSR (fmod=90 %), F is the finesse cavity (F=32000), TBS is the transmission 

of the beam splitter towards the CCD (TBS=50 %), Tgr is the grating efficiency (Tgr=50 %), Mmat 

is the spatial mode matching coefficient (Mmat=99 %), and S is the spectral coverage of the 

CCD (70 %=1500/2048). 

Here, the estimation of the power P received by the CCD at 436 nm is firstly discussed. The 

laser beam is attenuated by a factor of 6 to reach 30 mW at the cavity input. This reduction 

is necessary to avoid the CCD saturation even at its minimum integration time. We estimate 

Tc=16 % cavity transmission at resonance, where the measured mirror transmission Tm is 60 

ppm at 436 nm, leads to Tc=Tm
2/(1-R)2=16 %, here, the mirror reflectivity is calculated from 

the ring-down measurement to be 0.9999 %. Furthermore, only half of the laser modes are 

being injected because FSRcav= 2 x frep. The duty cycle of cavity injection has also to be taken 

into account by the factor fmod /F. It is given by the cavity modes width over the cavity 

modulation range: about 0.9/F for modulation over fmod=90 % of the cavity FSR. Finally, we 

take into account that 50 % of the cavity output power is sent to a photodiode used for ring-

down measurements and cavity length tracking. Then only 30 % of the cavity output power 

reaches the CCD array after dispersion at the spectrograph Echelle grating (losses of about 

50 % imposed by the grating). The power P received by the CCD is then 14 nW (9 pW per 

pixel, considering M=1500) calculated from (3.27).  

Now, the photon shot noise calculation can be computed with the following values. The CCD 

response in the UV-visible region is 。 Э ヰくヲン AっW, and M = 1500 is the number of 

independent pixels. The CCD wells capacity is 150 000 photoelectrons which are usually 

filled up to about 80 % of their capacity. Let us remove grst the factor of 2 in the relation 

(3.26), as our single exposure CEAS spectra are normalized using a low noise averaged zero 

absorption spectrum. This yields a shot noise limited minimum absorption coefficient 

9 1
min 3.2 10 cmSNα − −= ×  for 12 ms acquisition time. This value is in a very good agreement 

with the rms value (ümin=3.3x10-9 cm-1) obtained from the residuals related to a spectrum 

obtained for a single CCD exposure as shown in Figure  3.35 (upper window, left side). This 

highlights that at short averaging time, the experimental spectra are photon shot noise 

limited. 
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Figure  3.35: Top left: IO spectrum for a single 12 ms CCD exposure. Top right: spectrum of NO2 

from averaging 41 000 CCD exposures. Spectral fits using a linear combination of literature cross 

sections for IO and NO2 yield the displayed molecular concentration. Fit residuals have rms values 

corresponding to the expected level of photon shot noise. At the bottom is a plot of the rms versus 

the averaging number. 

If we now include the factor 2 accounting for a reference with the same averaging, and 

further consider the reduced sampling bandwidth of the total sample and reference 

acquisition time (24 ms), we obtain a normalized spectral detection limit of 7 × 10Ъ10 cmЪ1 

HzЪ1/2が ┘ｴｷIｴ ｷゲ デｴW ﾐﾗｷゲW ﾉW┗Wﾉ ﾗ┗Wヴ ; ゲヮWIデヴ┌ﾏく Ia ┘W gﾐ;ﾉﾉ┞ ;IIﾗ┌ﾐデ aﾗヴ デｴW ﾐ┌ﾏHWヴ ﾗa 
simultaneously acquired spectral elements (divided by 1500 ), we obtain an absorption 

sensitivity of 1.8 × 10Ъ11 cmЪ1 HzЪ1/2 (per spectral element), ┘ｴｷIｴ ｷゲ ; ┘ｷSWゲヮヴW;S gｪ┌ヴW ﾗa 
merit useful for comparison between different absorption spectroscopy techniques. 

The bottom window of Figure  3.35 displays a plot of the resulting rms noise versus the 

number of averaged CCD acquisitions, N. As the first point of plot is shot noise limited 

measurment, the 1/ N  dependence implies shot-noise limited measurements from the 

shortest acquisition times all the way to about 10 min averaging. The lowest rms noise 

obtained here for spectra averaged up to 10 min is rather impressive: 3 ×10Ъ11 cmЪ1, or 7 × 

10Ъ13 cmЪ1 when normalizing per spectral element. 
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 At longer time scales, drift of interference fringes or CCD pattern noise begin dominating 

the residuals of the spectral gt. We should underline that each point in the rms noise plot is 

obtained by using the same averaging for the reference and the signal, while the spectra 

displayed as examples of short and long times averages are normalized using references 

averaged over even longer times. This explains the factor 2  smaller rms levels displayed 

on these spectra.  We reported the IO spectrum for one acquisition, and the NO2 spectrum 

for long time acquisition in Figure  3.35, because it was easier to get a stable source of NO2 

during the measurement, compared to IO.  

3.6.5. Calculation of detection limit from the measured spectrum 

From the relation (3.21), the DL values can be calculated directly for the measured 

absorption spectra reported in Figure  3.30 for (IO, NO2), and in Figure  3.32 for (BrO, IO). 

Table  3.9 presents a comparison between these calculated values and the respective values 

(DLAV) extrapolated from Allan variance analysis in Figure  3.28 and Figure  3.29 for BrO and 

IO, respectively. The value (npxl), which is the number of the spectral elements, is taken 

(300=1500/5), (250=1000/5) for IO and BrO, respectively. We divided the number of pixels 

1500 (1000), covered by the measured spectrum of IO (BrO), by the apparatus function (5 

pixels).  

Molecule 
゜ 

(nm) 
T(s) 

nect n×  

(10
.10 

cm
-1

) 

Noise 

(10
-10 

cm
-1

) 

Concentration 

(ppt) 

DL 

(ppt) 

DLAV 

(ppt) 

IO 
436 12 

33 1.5 1 0.04 0.06 

NO2 19 1.5 150 11.5  

BrO 
338.5 26 

71 10 8.9 1.4 1.3 

CH2O 426 10 5600 132  

Table  3.9: Comparison between the detection limit values estimated directly from the measured 

spectra to the detection limit values derived from Allan variance plot. 

The values of DL calculated directly from the experimental spectra (for BrO and IO) are in 

good agreement with the DLAV values. Here, the intrinsic structure of the molecular spectra 

plays an important role, which leads to a lower detection limit for IO with respect to BrO, 

together with the greater cavity finesse and a better laser stability. 

3.7.  Conclusion and perspectives 
A compact and transportable instrument (~200 kg Total weight) based on a mode-locked 

cavity-enhanced absorption spectroscopy to measure pptv and sub-pptv levels of 

atmospherically important halogen oxide radicals has been developed. Thanks to the 
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double-cavity setup, alternative measurements of BrO and IO, at 338.5 nm and 436 nm 

respectively, were possible. Due to the broad-band character of the instrument, H2CO and 

NO2 could also be measured by the instrument together with the halogen oxides which 

were the principal target species of this development. This compact and robust instrument 

is suitable for in situ measurements of local concentrations of BrO / H2CO and IO / NO2. The 

detection limit and the bandwidth normalized minimum absorption coefficient for each 

measured molecule is presented in Table  3.10. It should be noticed that the performance of 

the instrument in the laboratory and in the field are identical, leading to the same stability 

results as well as the same detection limits at both wavelengths. 

Molecule ゜ふﾐﾏぶ ü
min

 (BW)(cm
-1

Hz
-ヱっヲ

) T(s) Detection limit(pptv) 

IO 
436 1.3 × 10

-11

 300 

0.02 

NO2 2.3 

BrO 
338.5 1.6 × 10

-10
 60 

0.90 

CH2O 96 

Table  3.10: The detection limit and the bandwidth normalized minimum absorption coefficient of 

BrO, CH2O, and IO, NO2. 

We proved that our method to calculate the detection limits directly from the measured 

spectra was consistent with the values estimated from Allan variance plot, for BrO and IO. 

Therefore, we can extrapolate the detection limit of NO2 (2.3 pptv) and H2CO (96 pptv) with 

respect to the detection limit for IO and BrO (within the white noise regime). From the 

previous table, it is clear that the performance of the instrument around 436 nm is better 

than around 338.5 nm. This can be explained since at 436 nm higher reflectivity mirrors (R = 

99.990 %) are commercially available, while at 338.5 nm, the best mirror reflectivity 

achievable at the moment is 99.95 %. Furthermore, the Ti:Sa laser is more stable at the 

fundamental wavelength of 872 nm, compared to its operation at 667 nm, which is close to 

the limit of its tunability range. The large tunability and versatility of the system will allow 

trace detection of several other important atmospheric species such as OBrO, OClO, OH, 

HONO, and SO2 for which absorption cross sections in the near UV-visible are available in 

literature. In fact, by frequency doubling or tripling the fundamental radiation, the laser 

source could cover continuously all the wavelengths between 230 and 1080 nm. By taking 

into account the reflectivities of the mirrors available in the market and the molecular cross-

sections, it is easy to extrapolate the achievable detection limits for the different species 

from the performance obtained at 436 nm. Table  3.11 presents the potential detection 

limits estimated for each molecule. To make these estimations, we do not consider the 

Rayleigh scattering since the losses per passage do not exceed 30 % of losses due to mirror 
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ヴW｡WIデｷ┗ｷデ┞ W┗Wﾐ ｷﾐ デｴW UV ヴWｪｷﾗﾐ ふゲWW Table  3.7). The extremely low detection limits 

reported here would be sufficient to detect those highly interesting atmospheric molecules 

in unpolluted environments. In particular, for the OH that is considered one of the most 

important radical in the atmosphere with an abundance of 106 molecules cm-3 (40 ppqv), 

the expected detection limit for the instrument would be 6 x 105 molecules cm-3 (20 ppqv), 

which should be enough to probe the strong rotational transitions of the OH radical at 308 

nm. For this reason, the possibility to perform in situ measurements of this radical by using 

the ML-CEAS technique is promising. 

Molecule ゜(nm) Mｷヴヴﾗヴ ヴWaﾉWIデｷ┗ｷデ┞ Х Detection limit (pptv) 

HONO 355 99.95 15 

OBrO 505 99.99 0.1 

OClO 340 99.95 0.6 

OH 308 99.9 0.02 

SO2 300 99.9 12 

Table  3.11: Detection limit of other environmental important molecules. 

As the sensitivity of the developed system is limited by the photon shot noise, we could in 

principle achieve a better performance on our current setup by using a CCD allowing shorter 

exposure times and/or larger well capacity. In addition, the sensitivity can be increased at 

least by a factor of 3 as concluded from Table  3.7 (as long as the Rayleigh scattering is not 

dominant) by using higher reflective mirrors at both wavelengths (338.5 nm, 436 nm), which 

are unfortunately not commercially available at the moment.  
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Chapter 4. Vernier effect technique  

4.1. Introduction 
In the second and third chapter, we have explored the principle, the technology, and some 

applications of the ML-CEAS technique. We have also discussed its enormous potential, in 

particular, the high spectral resolution, the ultrahigh detection sensitivity, and the rapid 

acquisition. 

Nevertheless, the problem associated with this technique is that its performance does not 

reach very high resolution on a broad spectrum. At the end, we are limited by the number 

of pixels of the CCD which is for instance 2048. To analyze a spectrum of 10 nm broad, the 

resolution will be limited at 5 pm, and even worse since we have to consider the apparatus 

function of the spectrometer which covers at least 2 or 3 pixels. Consequently, the spectral 

resolution, in the best case, will be in the range of 10 pm when analyzing a spectrum 10 nm 

broad. This drawback was not a real problem in our application, since the laser bandwidth 

after the frequency doubling was narrow (1 or 2 nanometers), but for broadband detection, 

this imposes a crucial limit. To overcome this point, it is possible to use the virtually-imaged 

phased array (VIPA) based spectrometer [9, 71] as detection system which provides for 

example (1000 x 1000 pixels). However, the VIPA system suffers from the fact that it is an 

etalon, so the fringe pattern is extremely sensitive to optical alignment which makes the 

reproducibility and calibration, difficult procedures [72].  

We intended to develop a new technique which allows broadband trace gas detection with 

a high sensitivity, a high spectral resolution, and keeps a simple setup. This new technique is 

based on a Vernier effect between the laser comb and the cavity comb. Like in the ML-CEAS 

technique, the frequency comb generated by a mode locked laser is injecting into a high 

finesse (HF) optical cavity. The main difference is that the cavity length is not adjusted 

around the perfect matching between the two combs, but small mismatch is intentionally 

left between them to get the resonance in the frequency domain for only one group of 

adjacent laser modes inside the spectrum of the laser. Then, the cavity length is tuned 

around this mismatch position, to scan the whole laser spectrum instead of being at the 

perfect matching position between the two combs, and then all the laser modes go in 

resonance with the cavity modes at slightly different times like in the ML-CEAS technique.  

Indeed, the name of this technique is chosen in analogy with the Vernier caliper tool, which 

is used to measure the distances more precisely than the simple rulers. Usually, when we 

measure a distance with a ruler, we can give a reading with an accuracy of about 1 mm 

range. Thanks to the two parallel scales of the Vernier tool, the fixed one (main scale) and 

the sliding one (Vernier scale), it is possible to improve the accuracy of our measurement.  
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The main scale is divided so that its marks are one millimeter apart (its interval (Int1) = 1 

mm). The Vernier scale marks are 9/10 millimeter apart (its interval (Int2) = 9/10 mm), that 

means (10 x Int2= 9 x Int1), as shown in Figure  4.1. Now, if the Vernier scale is moved just 

らInt= 1/10 mm from the zero points aligned position (initial matching position between the 

main scale and the Vernier scale (N=0 on Figure  4.1), the Vernier marks all moves away 

together, which brings the first Vernier mark into coincidence (N=1 on Figure  4.1 ) with the 

main scale's 1 mm mark (first mark). Each time, the Vernier scale is moved らInt=1/10 mm 

further, the next higher value of Vernier mark lines up with a main scale mark. 

 

Figure  4.1: Principle of Vernier scale. 

An example of reading by a Vernier caliper tool is shown in Figure  4.2, If the Vernier scale is 

moved from the zero points aligned position by a small amount, the large marked number 

on the main scale to the left of the zero line on the Vernier scale gives the reading of the 

deviated distance, or the starting number of the measurement. By comparing the Vernier 

scale lines to the ones on the main scale, there will be only one line on the Vernier scale 

best matches one line on the main scale. The best match between those lines gives the last 

digit of the measurement or the precision of the measurement as indicated in Figure  4.2, 

where the 0.2 value can be read off the main scale and the 5th Vernier mark is the matching 

mark that means the reading measurement should be 0.25. 

 

Figure  4.2: Left, Vernier caliper tool. Right, Vernier Scale with its zero mark aligned at 0.25 on the 

Main Scale.   
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We apply the same idea in the Vernier effect technique, but in the frequency domain, where 

the HF cavity modes (like Vernier scale) are mismatched with the laser modes (like the main 

scale). The only difference that is the cavity mode has a certain width, therefore, there is a 

group of laser modes matchs with the cavity mode, and there is more than one matching 

position due to the periodicity of the comb.  

We should underline that the high sensitivity is provided by means of the HF cavity that 

vastly extends the interaction length with the gas sample under study, and the 

Wﾐｴ;ﾐIWﾏWﾐデ a;Iデﾗヴ ｷゲ ;ｪ;ｷﾐ Fっヽ as for ML-CEAS, since this technique is using also a 

transient coupling between the laser mode and the cavity mode.  

4.2. Principle of Vernier effect technique and the analytical 

model 

4.2.1.  Principle of Vernier effect  

We have seen from the second chapter that the ML-CEAS technique works at the magic 

point (MP) position which corresponds to the perfect matching between the laser comb and 

the cavity comb. The MP is obtained by making the cavity FSR equal (or integer multiple) to 

the laser repetition rate frep, (FSR=frep or FSR=Nc x frep, and Nc is an integer). For the rest of 

the discussion, we will consider the situation where Nc = 1.    

 

Figure  4.3: Right: Laser spectra by a spectrometer after the cavity in the frequency domain at MP 

(a), and at ~LЭヱヵヰ ´ﾏ ふHぶが ~LЭヲヰ ´ﾏ ふIぶ [3], the beat signal appears in b and c. Left: Photodiode 

signal at MP (1), and at ~LЭヱヵヰ ´ﾏ ふヲぶが ~LЭヲヰ ´ﾏ ふンぶ, the PD signal is acquired when the cavity 

length is modulated by a PZT. 

As we have seen in (Chapter 2, section 2.4.2), at the MP position, all the laser modes go in 

resonance with the corresponding cavity modes simultaneously, and the whole laser 
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spectrum is transmitted (Figure  4.3.a) without any beatings pattern. When the cavity length 

is modulated around the MP position, the PD signal displays sharp peaks (Figure  4.3.1), and 

each passage through resonance results in transmitting all the laser modes at the same 

moment, that is why the resonance peaks are very narrow.  

In Figure  4.3.b, the cavity length is changed by ~L=150 µm (about 300 x λ/2) away from the 

MP. At this position, the cavity FSR is not equal to the repetition rate frep but changed of らFSR 

as follows:  
 rep FSRFSR f= ∆

 (4.1) 

Where らFSR ｷゲ ヴWﾉ;デWS デﾗ デｴW Iｴ;ﾐｪW ﾗa I;┗ｷデ┞ ﾉWﾐｪデｴ ~L H┞ぎ 

 
0FSR rep

L LFSR f
L L

δ δ∆ = × = ×
 (4.2) 

Due to the mismatch between the two combs, a periodic signal of beating peaks in the 

frequency domain appears as shown in Figure  4.3.b. Each beating peak is produced by a 

group of laser modes which go in resonance with the corresponding cavity modes and are 

transmitted simultaneously.  

Here, I define two key parameters, bν∆  the spacing between two beating peaks (period of 

the beatings signal in the frequency domain), and bW the width of each beating. Both of 

them depend on ~L. As we had seen in (Chapter 2, section 2.4.2), the period bν∆ is given by: 

 
/ (2 )b cc N Lν δ∆ = × ×

 (4.3) 

Because of the important change of the cavity length (~LЭヱヵヰ ´ﾏ), the period bν∆
 is small, 

and several beating peaks are located inside the laser spectrum. If the cavity length is 

modulated around this position by a PZT, then the PD gives roughly a continuous signal 

(Figure  4.3.2), since at every moment, the PD receives light transmitted by the cavity coming 

from the different beating peaks inside the laser spectrum. In other words, each peak scans 

the input laser spectrum during the cavity modulation, and partially contributes to the PD 

signal. As there are always several beating peaks transmitted by the cavity, there is always a 

signal on the PD, and the signal is approximately constant. The light received by the PD is 

coming from different parts of the laser spectrum. For the Vernier effect, we cannot be in 

this situation, since if there is an absorption in one part of the spectrum, it will be impossible 

to determine where this absorption takes place. 

To avoid the overlap, the mismatch ~L between the two combs should be small enough to 

increase the separation between two successive peaks bν∆
 as indicated from the relation 

(4.3). Indeed, to ensure that there is only one beating peak inside the input laser spectrum 

(Figure  4.3.c) during the cavity modulation, the period bν∆
 should be equal or greater than 

the input laser spectrum lν∆ . The Vernier effect technique corresponds to the position 
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illustrated in (Figure  4.3.c), where b lν ν∆ ≥ ∆ . For ~L = ヲヰ ´ﾏ ふ;Hﾗ┌デ ヴヰ ┝ ゜っヲぶく Ia デｴW I;┗ｷデ┞ 

length is modulated around this position, then the PD gives approximately identical 

resonance peaks, and each peak corresponds to the same output laser spectrum 

(Figure  4.3.3). The resonance peaks in Figure  4.3.3 are lower in intensity, but they are wider 

compared to resonance peaks in Figure  4.3.1. However, the energy inside each resonance 

peak in these figures is the same. The width of the resonance peak increases due to passing 

the laser mode through resonance at slightly SｷdWヴWﾐデ times as the cavity length is deviated 

from the MP position.  

At a given moment, the PD will receive light from a beating peak inside the laser spectrum; 

therefore the spectral resolution of Vernier effect technique is given by the width bW of this 

beating beak. Indeed, bW  decreases when ~L increases due to the fact that the number of 

laser modes participating in one beating peak is reduced. Therefore, the resolution 

enhances when it gets further from the magic point. But in parallel, increasing ~L will reduce 

the beating period bν∆  as indicated from (4.3) which may lead to the overlap problem. 

Thus, there is an optimal value of ~L to enhance the resolution, and to avoid the overlap of 

output spectra.  

In the case of a well stabilized frequency comb that provides a comb linewidth narrower 

than the optical cavity mode width cν∆ , the spectral resolution is only limited by the cavity 

mode width which in turn, determines the width of the beating peak. Otherwise, the 

resolution will be limited by the comb linewidth. In the following discussion, we will make 

the assumption that the comb linewidth is narrower than cν∆ , a particularly interesting 

regime for the Vernier effect.   

Figure  4.4 illustrates the principle of the technique. To simplify this scheme, the laser carrier 

envelope frequency fCEO and the f0,cav of the cavity are supposed to be zero. The lower part 

(Figure  4.4.a) corresponds to the perfect match between both combs (FSR0 = frep) at the MP 

position (N=0). Here, the frequency scale starts from zero, and the possible laser modes 

start from the mth mode number. When the cavity length is increased by ~L=゜/2, from the 

MP length (Figure  4.4.b), the mismatch between the two combs occurs, then there will be a 

matching between the laser modes and the cavity mode at the position n on the end of the 

comb, where (n x frep = (n-1) x FSR), which forms the beating peak of order N=1 

(Figure  4.4.c). The continuous change in the cavity length allows the beating peak to move, 

and scan the whole input laser spectrum, in the frequency domain, to give an output 

spectrum in the time domain recorded by a PD. When the cavity length change reaches 

~L=2x゜/2, there will be another matching, at the position n on the comb where (n x frep = (n-

2) x FSR), which forms the beating peak of order N=2, and this peak moves due to the 

change of the cavity length, and scans the whole laser spectrum, in the frequency domain to 

give the output spectrum of order N=2 in the time domain, and so on. The beating peak of 

order N is larger (in frequency) than the beating peak of order N+1, because moving to 
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higher order requires to increase ~L, which yields to decrease the width of the resulting 

beating peak due to reducing the number of the laser modes that participate in the peak as 

explained earlier. 

 

  

Figure  4.4: (a) The magic point between the Laser comb (red) and the cavity comb (blue), which 

corresponds to NЭヰく (b): Cavity length is reduced of ~LЭ゜っヲ aヴﾗﾏ the MP length, and then the first 

matching occurs at the position n on the laser comb, which corresponds to NЭヱ. (c) Beating peak of 

first order is illustrated at the position n which is transmitted through the cavity (violet peak which 

contains here three laser modes). らFSR corresponds to the change in the cavity FSR due to ~L. 

The upper window (left) of Figure  4.5 displays the ramp signal applied to the PZT to 

modulate the cavity length around the MP position, while the lower window illustrates the 

measured output spectra in the time domain, recorded by a PD, when the cavity length is 

modulated. At the MP, we have seen that the resonance peak is very narrow, and 

corresponds to output spectrum of order N=0. Each time the cavity length is changed by 

~LЭ゜/2, a beating peak is formed and starts to scan the input laser spectrum during the 

modulation to give a new output laser spectrum. The right part of this figure, displays the 

scanning of the input laser spectrum by a beating peak of order 5 to give the output 

spectrum of the same order shown in the inset on the left. 
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Figure  4.5: Left, Upper window: Ramp signal applied to the PZT. Lower window: PD signal when 

the cavity length is modulated around the MP positionく E;Iｴ Iｴ;ﾐｪW ｷﾐ I;┗ｷデ┞ ﾉWﾐｪデｴ ﾗa ゜っヲ ｪｷ┗Wゲ 
an output spectrum in the time domain. Right: Beating peak of order 5 scans the input laser 

spectrum in the frequency domain, during the modulation. The blue circles corresponds the 

sampling point of the input laser spectrum by the scanning peak, and these circles form the 

spectrum of order NЭヵ ふｷﾐゲWデ ;デ ﾉWaデぶが ヴWIﾗヴSWS H┞ デｴW PD ｷﾐ デｴW デｷﾏW Sﾗﾏ;ｷﾐく 

We recall from (Chapter 2, section 2.4.2) that the intensity of the spectrum N, and the 

spectrum –N are not the same due the fact that f0 is not controlled. Furthermore, the 

spectrum of order N is not symmetric due to the intracavity dispersion. 

4.2.2. Analytical model 

In this section we present the analytical model of the Vernier effect technique. The aim is to 

characterize the performance of this technique in terms of the spectral resolution and the 

acquisition time. The starting point is the coupling condition to obtain a beating peak of 

order N at the position n on the laser comb, and then the spectral position of this peak is 

calculated as a function of N, and the deviated distance ~L from the MP position.   

From the previous section, we have demonstrated that the coupling condition between the 

laser comb and the cavity comb to get the peak of order N (Figure  4.4,b) can be written as 

follows: 

 

( )N
n repn f n N FSRν = × = ×

 (4.4) 

 

From the relation (4.1), we have rep FSRFSR f= + ∆ , so by replacing the value of FSR in the 

above relation, we find that:      
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( ) FSR repn N N f× ∆ = ×
 (4.5) 

The negative sign corresponds to reducing the cavity length (increasing the cavity FSR, FSR= 

frep Щ らFSR), while the positive sign corresponds to increasing the cavity length (reducing the 

cavity FSR, FSR= frep - らFSR).  

From the above relations, it is possible to derive the relation which gives the absolute 

spectral position of the beating peak of order N (or the position of the output spectral 

elements) as a function of ~L and N, by writing FSR=frepЩ らFSR, and taking into account that 

frep=FSR0=c/2L. 

 

( ) ( )

( ) (1 / )

( )

rep rep FSR

rep rep FSR rep

FSR

rep

n f n N f

n f n N f f

n n N n
f

× = − × + ∆
× = − × + ∆ ⇒

∆= − +  (4.6) 

To reach the final relation, I used the approximation 
0 0

FSR FSRN n
FSR FSR
∆ ∆

 , where N is of the 

order of 102 and n is of the order of 106. 

From the relation (4.2), we have 
0

FSR FSR

rep

L
f FSR L

δ∆ ∆= = , and from the relation (4.4), we have 

/n repf nν = , we replace the relevant terms in the relation (4.6) to get:   

 

2( , ) ( , )
2n n
c LN L N N L
L N

δν δ λ δδ= ⇒ =
 (4.7) 

Now, If we consider that in our case, FSR0=Nc x frep, where Nc=2, then the above relation can 

be rewritten as follows: 

 

2( , ) ( , )
2

c
n n

c

N LcN L N N L
N L N

δν δ λ δδ= ⇒ =
 (4.8) 

The above relation is very important when the calibration of the measured output spectrum 

is made to move from the ~L scale (length unit) to the wavelength scale. 

 

Figure 4.6 displays the beating peak position, where ~L ranged between the magic point 

position ;ﾐS ヶ ´ﾏ ふ~12 x ゜/2), and N ranged between 1 and 16. 
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Figure  4.6: Position of the Beating of order N as a function of N and ~L. ら゜l corresponds to the laser 

H;ﾐS┘ｷSデｴ IWﾐデWヴWS ;デ ゜ЭΒヰヰ ﾐﾏが ;ﾐS ｷﾉﾉ┌ゲデヴ;デWS ;ゲ ; ｴﾗヴｷ┣ﾗﾐデ;ﾉ ヴWIデ;ﾐｪﾉWく The intersection, 

between the rectangle and the peak position at certain value of N, gives the spectral range 

scanned by this peak. It is clear that the scanned range increases with N. 

From the above plot, we can see that for given ~L, the spectral range scanned by one 

beating is dependent on the order N of this beating. For one position ~Lが only one 

wavelength for the order N is transmitted by the cavity. As ~L is changing in time, it means 

that the wavelength transmitted by the cavity is changing in time. The slope decreases with 

N and we can see in Figure  4.7, that eventually when ~L is large enough, two orders can be 

transmitted in the same position corresponding to two different N, and so wavelengths 

from different parts of the spectrum are transmitted at the same time to the PD. So the 

distance ~L is limited. This means that there is a dispersion which increases the width of the 

scanned range when the value of N increases. Furthermore, the spectral ranges scanned by 

the beatings overlap after a certain value of N as shown in Figure  4.7. When N is bigger than 

15, the end of the scan of the laser is overlapping with the beginning of the next scan. We 

should underline that each scanned spectral range is equivalent to the laser bandwidth. 
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Figure  4.7: Overlap starts to appear between two spectral ranges scanned by two successive 

beatings, when N is bigger than 15, for a laser bandwidth of about 40 nm. The colored rectangles 

correspond to the width of scanned range. 

From Figure  4.4.c, we can deduce a relation that gives the width bW  of the beating peak. If 

the laser comb of order n is perfectly matched with the cavity mode of order q, the distance 

in frequency between the laser comb of order n-1 and the cavity mode of order q-1, will be 

らFSR. It is easy to prove that the distance between the laser mode of order n-p and the cavity 

mode of order q-p is p らFSR. The laser adjacent modes will go in resonance with one cavity 

mode, and be transmitted, if p らFSR is smaller than the cavity mode width cν∆ . We deduced 

nl the number of the laser modes which contributes in one beating peak as follows nl=ら｀c 

/らFSR. 

The laser modes, which form the beating peak, are separated by the laser repetition rate, 

and thus the width of the peak is given by: 

 b l repW n f= ×
 (4.9) 

We mentioned earlier that the spectral resolution is equal to the spectral width of one 

beating which itself is related to ~L, and to the cavity mode width or the cavity finesse. From 

the definition of nl, らFSR and the optical cavity finesse as well as frep=FSR0=c/2L, we rewrite 

the above relation as follows: 

4.2.2.1. Resolution of the Vernier effect technique  
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 (4.10) 

To avoid the overlap between two successive output spectra, bν∆  should be equal or 

broader than the laser bandwidth lν∆ . By taking the limit of the overlap condition (

b lν ν∆ = ∆ ), the resolution reaches its maximum value, and can be written as:  

 

max l l
res resF F

ν λν λ∆ ∆∆ = ⇒ ∆ =
 (4.11) 

The limit of overlap condition ( b lν ν∆ = ∆ ) gives the maximal distance ~Lmax deviated from 

the MP length which also corresponds to the maximal resolution, and ~Lmax is expressed as: 

 
max 2 l

cLδ ν= × ∆  (4.12) 

From the relation (4.11), we can see that at the maximum resolution, the number of 

spectral elements is equal to the cavity finesse. At this position, two successive output 

spectra are adjacent, one is finishing when the other one is starting, it is required to 

modulate the cavity length by (~L Э゜/2, if we consider Nc=1) to scan the whole input laser 

spectrum (or ~L Э゜/4, if we consider Nc=2) by the relevant beating peak in the frequency 

domain. Therefore to move the beating peak from one spectral element to the next one on 

the input laser spectrum in the frequency domain, it is required to modulate the cavity 

length by ﾗﾐW I;┗ｷデ┞ ﾏﾗSW ┘ｷSデｴ ら゜cav  (゜/2/F= ら゜cav が ┘ｴWヴW ら゜cav= ふら｀c x ゜2 /c).   

Moving from one spectral element to the next one requires that there is no memory effect 

of the cavity, so that the minimum delay between two consecutive spectral elements must 

be longer than the ring-down of the cavity. Therefore, the modulation time is limited by the 

product of the number of the spectral elements (equal to F) and the HF cavity ring-down 

デｷﾏW ふ〃rd) which characterizes the cavity resonance. Then, the maximum modulation 

frequency can be expressed as: 

 

1
scan

rd
f

F τ= ×  (4.13) 

It is clear that when the finesse in increased, the modulation frequency decreases, but the 

minimum frequency will be limited by the instability of the laser source. 

4.2.2.2. Modulation frequency  
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We consider a mode-locked femtosecond Ti:Sa  laser with frep= 80 MHz, ら゜l =10 nm ;デ ゜ЭΒヰヰ 
nm,  injected into an optical  cavity of length (L=0.94 m). The cavity length is chosen to have 

FSR = 2 frep=160 MHz (Nc=2). In this case, to go from a cavity resonance to the next one, the 

cavity length change is equal to ゜っヴЭ200 nm. Table  4.1 presents the calculated values of the 

resolution for different values of cavity finesse. Here, the order N in the table is calculated 

from the following relation: 

 

( )
/ 2 c

L mN
N

δ µ
λ≈

 (4.14) 

 

R F ~Lmax ふ´ﾏぶ ら｀c (kHz) らFSR (kHz) nl (mode) N ら゜res (pm) 

0.995 626 16 255 2.7 94 80 16 

0.9997 10470 16 15 2.7 5 80 0.95 

0.9999 31414 16 5 2.7 2 80 0.3 

Table  4.1: Resolution is calculated for different cavity finesse values. 

Table  4.2 presents the calculated values for the maximum modulation frequency of the PZT 

signal, from the relation (4.13). 

F 〃rd ふ´ゲぶ fscan (Hz) 

626 0.62 2576 

10470 10.4 9 

31414 31.2 1 

Table  4.2: Maximum modulation frequency is calculated for different cavity finesse values. 

The last columns of previous tables indicate that increasing the finesse results in enhancing 

the resolution, but leads to reducing the maximum modulation frequency down to a level 

for which the laser stability is not guaranteed during the modulation time. Therefore, there 

is a compromise between the high resolution and the rapid acquisition time. However, by 

using a cavity finesse of 10000, the same number of spectral elements can be obtained, 

resulting in high spectral resolution (0.9 pm) with 100 ms acquisition time per spectrum. We 

can see here that the number of spectral elements is largely increased, compared to ML-

CEAS.  

4.2.2.3. Resolution and acquisition time values for a typical mode-

locked Ti:Sa Laser 
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4.2.3. Experimental setup 

Figure  4.8 outlines the experimental setup which consists of a free running commercial 

modelocked Ti:Sa femtosecond laser (Coherent MIRA laser) which delivers  pulses of 30 fs 

with a repetition rate of 77 MHz. The laser spectrum is about 35 nm broad and   the central 

wavelength is tunable between 780 nm and 820 nm. The laser oscillator is pumped by a 5 W 

diode-pumped frequency-doubled Nd:YVO4 laser (Coherent Verdi). An acousto-optic 

modulator (AOM) allows cavity ring-down measurements to estimate the intracavity 

photons life time which serves to determine the cavity finesse. The laser radiation is injected 

into the HF cavity by using a mode matching system consisting of two plano-convex lenses 

(L1=10 cm, L2Эヱヵ Iﾏぶ ;ﾐS ; ヮｷﾐｴﾗﾉW ふSｷ;ﾏWデWヴ ﾗa ヵヰ ´ﾏぶ ﾉﾗI;デWS ;デ デｴW aﾗI;ﾉ Sｷゲデ;ﾐIW ﾗa L1. 

This system allows matching the laser mode to the principle transverse cavity mode TEM00. 

The pinhole is needed to spatial filtering the input laser beam which is elliptical. The HF 

cavity consists of two highly reflective concave mirrors (radius of curvature is r = 0.5 m). The 

distance D1 between the pinhole and the lens L2 is 18 cm, and the distance D2 between L2 

and the input cavity mirror is 61.2 cm. D1, D2 are calculated for the transverse mode 

matching between the laser mode and the cavity mode TEM00. The laser waist at the center 

ﾗa デｴW ﾗヮデｷI;ﾉ I;┗ｷデ┞ ｷゲ ヱヴくΑ ´ﾏが ;ﾐS ;デ デｴW I;┗ｷデ┞ ﾏｷヴヴﾗヴs is Βヵヱ ´ﾏく Aﾉﾉ デｴWゲW Sｷゲデ;ﾐIWゲ ;ﾐS 
the waists ┗;ﾉ┌Wゲ ;ヴW I;ﾉI┌ﾉ;デWS aﾗヴ ゜Э Βヱヶ ﾐﾏく  

 

Figure  4.8: Experimental scheme based on a Ti:Sa  fs oscillator, and a mode matching lens to inject 

; ｴｷｪｴ gﾐWゲゲW I;┗ｷデ┞ ┘ｴﾗゲW ﾉWﾐｪデｴ ｷゲ gﾐWﾉ┞ IﾗﾐデヴﾗﾉﾉWS H┞ ; デヴ;ﾐゲﾉ;デｷﾗﾐ ゲデ;ｪW ふTSぶが ;ﾐS ﾏﾗS┌ﾉ;デWS 
by a  piezoelectric actuator (PZT). An acousto-optic modulator (AOM) allows laser interruption for 

ring-down measurements. A fast photodiode (PD) is located after the HF cavity to record the 

output absorption spectra by using an acquisition card connected to a PC. 
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The cavity length is adjustable by a step-motor translation stage (TS) with USB control, and 

modulated by a tubular piezoelectric actuator mounted on the input cavity mirror. Indeed, 

the HF cavity length is chosen (L=0.973 m) to get a FSR equal to twice the laser repetition 

rate. The transmitted light through the cavity is recorded by a photodiode with a response 

デｷﾏW ﾗa ;Hﾗ┌デ ヱ ´ゲく TｴW S;デ; are acquired by an acquisition card (16 bits, 1 MHz sampling 

rate) connected to a PC. After that, the acquired data are treated by a home-made LabView 

program.  

4.3. Preliminary results and discussion 
Two sets of experiments had been done.  In the first one, the laser was centered at 790 nm, 

and the cavity finesse was low (F=626). The cavity was filled with pure acetylene C2H2. In the 

second experiment, the finesse of the cavity was increased (F=10470), and we tested the 

technique with water vapor in the air of the laboratory. This time, the laser was centered on 

the water absorption band around 816 nm. The PZT was controlled by a high voltage ramp 

signal providing a maximal extension of the piezo of 5 µm which corresponded to (12 x ゜/2). 

The scan frequency was 30 Hz, and 13 Hz for C2H2 and H2O, respectively. In the C2H2 

experiment, as the laser is broadband (~35 nm), and the cavity finesse is low, the expected 

spectral resolution is low on the range of 50 pm. Therefore to improve the resolution, a 

spectrograph is used to take a part of the laser bandwidth (~7 nm), and then the expected 

resolution is about 10 pm. Indeed, reducing the probed laser spectrum permits to decrease 

the separation between the beating peaks (ら｀b), which in turn enables increasing the 

deviated distance ~L from the MP position, and the overlap between the output spectra 

takes place at higher value of the spectrum order N as indicated from the relation (4.3).   

In Figure  4.9.a, the C2H2 output spectra at low order values, recorded by a fast PD are 

presented, when the cavity length is modulated far away from the MP position which is the 

starting point N=0. Each change in the cavity length of ~L Э゜っヴ, leads to the next output 

spectrum, because FSR=2 x frep. In the inset of Figure  4.9.a, the output spectrum of order 

N=9 is illustrated, which contains the C2H2 absorption features. Figure  4.9.b displays the 

output spectra at higher order values, where the maximum deviated distance ~L can reach 

(ヱΑ ´ﾏぶ ﾉW;Sｷﾐｪ デﾗ ヴWIﾗヴS ﾗ┌デヮ┌デ ゲヮWIデヴ; ﾗa ﾗヴSWヴ ふNЭ ~Lmax 
/ (゜っヴ) ЭΒΑが aﾗヴ ゜ЭヰくΑΓ ´ﾏが and 

~LmaxЭヱΑ ´ﾏぶく TｴW ﾗ┌デヮ┌デ ;Hゲﾗヴヮデｷﾗﾐ ゲヮWIデヴ┌ﾏ ﾗa ﾗヴSWヴ N=87 is treated by the home-made 

Labview program to solve the problem of the dispersion, and to estimate the calibrated 

factor in nm/pixel, and to build the absolute wavelength scale. The treated output spectrum 

is shown in the upper window of Figure  4.10, while the lower window illustrates the C2H2 

absorption spectrum from the literature [73]. 
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Figure  4.9: a: Displays the output spectra at low order values recorded by a PD when scanning the 

cavity length by a PZT to deviate it far away from the MP position. b: Displays the output spectra 

at high order values, where the maximum deviated distance is  ~LЭヱΑ ´ﾏ permitting to record the 

ﾗ┌デヮ┌デ ゲヮWIデヴ┌ﾏ ﾗa ﾗヴSWヴ NЭΒΑく 

  

Figure  4.10: Upper window: C2H2 output absorption spectrum resulting from scanning the laser 

ゲヮWIデヴ┌ﾏ H┞ デｴW HW;デｷﾐｪ ヮW;ﾆ ﾗa ﾗヴSWヴ NЭΒΑく Lﾗ┘Wヴ ┘ｷﾐSﾗ┘ぎ C2H2 absorption spectrum from the 

literature [73]. 
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The estimated resolution was worse than 0.2 nm, because the strong absorption lines in the 

measured spectrum are not resolved, and the distance between two lines is about 0.2 nm as 

indicated on the lower window of Figure  4.10. The expected resolution is about 10 pm 

which is better than the measured one and I will give an explanation for this discrepancy 

later.  

To improve the performance, we tried to make a step forward by using a cavity with a 

higher finesse (R =0.9997 and F =10470). Indeed, in this case the absorption by acetylene 

was too strong, so we decided to observe the water vapor band around 816 nm. The laser 

was manually tuned to this wavelength. Here, we did not use a spectrograph to take a part 

of the output laser, because the transmitted power was already low (due to the high finesse 

value), and taking a part of the spectrum would make the output signal undetectable by the 

PD. Figure  4.11 displays the obtained H2O output spectrum of order N=21, superimposed to 

a HITRAN H2O absorption spectrum around 816 nm. The HITRAN spectrum is convoluted by 

a Lorentzian of 3.15 cm-1 width, and the corresponding resolution is 0.2 nm. We should 

underline that N=21 corresponds to the maximum deviated distance (~Lmax = 4.3 ´ﾏ) from 

the MP position, leading to the maximum spectral resolution. 

 

 

Figure  4.11: In red: Measured H2O ;Hゲﾗヴヮデｷﾗﾐ ゲヮWIデヴ┌ﾏ ;ヴﾗ┌ﾐS Βヱヶ ﾐﾏが IﾗヴヴWゲヮﾗﾐSｷﾐｪ デﾗ NЭヲヱく Iﾐ 
black: HITRAN H2O absorption spectrum convoluted by a Lorentzian of 3.15 cm

-1
 width. 

In summary, the maximum resolution achieved is 0.2 nm corresponding to H2O output 

absorption spectrum of order N=21 (NЭふヴくン ´m) / (゜っヴぶ), and the relevant cavity finesse is 

10470. By comparing this result to that of C2H2 output absorption spectrum, where the low 

finesse cavity is used but a part of the laser spectrum is taken to enhance the resolution 

which is equivalent to increasing the finesse, we find that the resolution for H2O is slightly 

enhanced, but the maximum resolution is not achieved. We expect (for H2O) about 10 000 
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spectral elements (equal to the cavity finesse), which gives a resolution of about 3 pm, 

taking into account the laser bandwidth of about 35 nm. This discrepancy between the 

calculated resolution and the measured one is due to the fact that the laser mode width is 

neglected. Indeed, the resolution is limited by the laser mode width and not by the cavity 

mode width. We roughly estimate the laser mode width from the measured resolution 

which corresponds to effective finesse of 175, leading to a mode width of about 0.6 MHz. 

Thus, the laser stabilization is required to reduce the width of the laser mode [74], in order 

to enhance the resolution. For example, if we succeed to reduce the laser mode width to 

about 20 kHz, then the measured resolution enhances by roughly a factor of (0.6 MHz/20 

kHz = 30) to reach a value of 6 pm, but If we succeed to reduce the laser mode width to be 

less than the cavity mode width (ら｀c=15 kHz), then the theoretical resolution (calculated in 

Table  4.1, for F=10470) can be achieved (less than 1 pm=0.01 cm-1). Moreover, when the 

laser is stabilized, it will be possible to highly increase the resolution by increasing the 

optical cavity finesse. We should underline that as the performance is limited by the laser 

mode width, the resolution cannot be enhanced by increasing the finesse. So, the resolution 

for (C2H2) should be better than for (H2O). This is due to the fact that when the laser 

bandwidth was reduced to (7 nm), it was possible to go further away from the MP position 

(~LЭヱΑ ´ﾏ) which badly affected the cavity alignment and resulted in appearing high order 

transverse modes that degraded the resolution. In the usual case, we deal with lasers of 

large bandwidths which limit the deviated distances to few microns, and the problem of 

misalignment no longer exists. 

4.4. Laser stabilization 

4.4.1. Introduction 

We have seen from (Chapter 1, section 1.3) that the frequency spectrum of a mode-locked 

laser is a comb, and the position of the comb line depends on two parameters, the 

repetition rate frep and the absolute position of the comb f0 or fceo. Then, the optical 

frequency of a comb mode with order number n is given by: 

 0n repn f fν = × +
 (4.15) 

As our experiment of Vernier effect is sensitive to the laser mode width, the laser 

stabilization is required to reduce the laser mode width. The stabilization is possible by 

acting independently on the two parameters (frep, f0), and this can be implemented 

electronically because of (frep, f0) are in the radio frequency range. 

4.4.2. Controlling the frequency comb parameters  

From (Chapter 1, section 1.2.5), I recall that the mode spacing frep is given by: 
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 (4.16) 

Where tg is the round-group delay, gv is the average group velocity, and L is the cavity 

length. 

The absolute comb position f0 presents the carrier-envelop offset frequency which is 

proportional to the carrier-envelop offset phase らーceo, and given by: 

 

0 ( )
2
ceo c

rep g p
g

f f t t
t

φ ν
π

∆= = −
 (4.17) 

Where tp is the round-trip phase delay and relates to the average phase velocity pv  by 

tp=2L/ pυ . cν is the carrier frequency. It is to be noticed that the envelope of the pulse 

propagates at gv , while the carrier propagates at pυ . 

The pulse repetition rate frep can be controlled by adjusting the cavity length using a 

piezoelectric transducer (PZT) to translate one of the end mirrors (M4 or M6) as shown in 

Figure  4.12.  

 

Figure  4.12: Modelocked Ti:Sa laser with  a configuration of controlling both frep and f0. 

Both frep and f0 depend on the cavity length L through the dependence of tg and tp on L. 

Therefore, to obtain independent control of both, the comb spacing and its position, an 

additional parameter, besides the cavity length, must be adjusted; the comb position f0 can 

be controlled by a small rotation about the vertical axis (the direction of the incoming beam) 

of the laser end mirror M4 after the sequence prisms as shown in Figure  4.12. After these 

prisms, there is a linear spatial dispersion of the wavelength; the different spectral 

components are spatially separated across the end mirror. Hence a mirror tilting provides a 

linear phase with frequency, and the first derivative of this phase with respect to the 

frequency will give a group time delay [75]. Consequently, tilting the end mirror changes f0 

as indicated in the relation (4.17). The tilt angle should be very small (compared to the  
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angular aperture of the beam at the end mirror) to affect only the difference between the 

group and phase delay in the cavity while leaving the other laser parameters nearly 

unchanged, in particular, the intracavity power and the effective cavity length. A tilt angle of 

few microradians is sufficient to control f0 within one spectral range [21]. If we assume that 

the mirror tilt only changes the group delay by an amount ü．, where ． is the tilt angle and ü 

is a constant that depends on the spatial dispersion on the mirror and has units of s/rad, 

then we rewrite [19]:  

 

0

1
2 /

2 /
1

2 /

rep
g

p
c

g

f
L

L
f

L

υ αθ
υν υ αθ

= +
 = −  +   (4.18) 

From the relations above we can derive how the comb frequencies depend on the control 

parameters, L and ．. To get this, the total differential of  frep is calculated as follows: 
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 (4.19) 

 

By the same way, the total differential of f0 with respect to L and ． is given by: 
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 (4.20) 

WｴWヴW デｴW gﾐ;ﾉ aﾗヴﾏ┌ﾉ; ﾗa デｴW デﾗデ;ﾉ SｷaaWヴWﾐtial (dfrep, df0) are obtained under the 

approximation of small tilt angle, 2 / gLαθ υ . We can see that f0 ｷゲ IﾗﾐデヴﾗﾉﾉWS ﾗﾐﾉ┞ H┞ ． 

from the relation (4.20) and frep ゲﾉｷｪｴデﾉ┞ Iｴ;ﾐｪWゲ ;ゲ ; a┌ﾐIデｷﾗﾐ ﾗa ． ;ゲ ｷﾐSｷI;デWS aヴﾗﾏ デｴW 
relation (4.19), but the associated change can be compensated for by changes in the cavity 

length. As the optical frequency of the comb mode at position n is given by (｀n=nxfrep+f0), 

then the change in the position is (d｀n=nxdfrep+df0), which indicates that the change in frep is 

more important than the change in f0, because dfrep is multiplied by n (n~106). From (4.19) 

and (4.20), we can find: 
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The calculation is made for typical values of ゜=800 nm, L=1 m, and n=2.3x106. 

The maximum allowed change in f0 due to the tilt angle is one laser repetition rate (80 MHz), 

which means that the change in frep is on the order of (dfrep=df0/n=35 Hz) as indicated from 

(4.21). To compensate a change of about 35 Hz in frep due to change the angle ．, the cavity 

length should be changed by 0.4 ´m. 

Other control methods of f0 are possible, for example, changing the amount of glass in the 

cavity [22] changes the difference between the group delay and the phase delay due to 

dispersion in the glass. The amount of glass can be changed by moving a prism or by 

introducing glass wedges. However, this method has the disadvantage of also changing the 

effective cavity length which prevents the independent control (orthogonality) of the two 

parameters (frep, f0). Furthermore, rapid response time in a servo loop cannot be achieved 

because of inertia of the prism or the wedge which have a relatively high mass to provide 

the required amount of dispersion. This disadvantage can be eliminated when using the tilt 

technique by choosing low mass mirrors. Another widespread method to control f0 is to 

modulate the pump power either with an acousto-optic modulator [76] or with an electro 

optic modulator [77]. Changing the pump power changes the power of the intracavity pulse 

which modifies the carrier-envelop phase offset. The required pump power modulation is 

on the order of 10-3 [21], and it is easy to reach servo bandwidths of several tens to 

hundreds of kHz driven by an optical modulator which is considered the main advantage of 

this method. We should underline that a direct stabilization of f0 is possible by using the 

self-referencing technique [21] which requires the laser comb to span an entire octave. The 

heterodyne beat between the frequency-doubled infrared portion of the comb and the 

high-frequency portion provides the radio frequency f0. The octave-wide spectrum needed 

for this method can be achieved externally by using a highly nonlinear microstructured gber 

to broaden the laser spectrum [78] or by using femtosecond lasers which directly emit 

octave-spanning spectra [79].  

4.4.3. Laser stabilization to a reference cavity 

The aim is to stabilize the laser frequency to that of the reference cavity [80]. For this 

purpose we use the tilt-lock technique [45] which derives an error signal for locking a laser 

to a reference cavity by using spatial-mode interference as explained later. This technique is 

chosen because of its simplicity compared to other techniques such as Pound Drever Hall 

(PDH) technique [44]. In addition, this technique does not require a modulation to obtain 

the error signal. In the following, I explain the final configuration of the experimental setup 

including the mode-matching system, the double cavity design, and the double piezo setup 
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to move the end mirror (M4), as well as the tilt-lock technique. A brief description is made 

about the electronics to generate the error signals and the two bias voltages to control the 

double piezo system. The general configuration is used to make Vernier technique 

experiments, and to stabilize the laser by generating two error signals that contain a mixture 

of the two degrees of freedom (frep, f0). This is possible when the error signals correspond to 

two different positions of comb lines inside the spectrum. To get two error signals, we use 

two split photodiodes, and a reflection grating to disperse the laser light before the 

photodiodes as shown in the lower window of Figure  4.13. Then, the laser input is matched 

to the fundamental modes of two cavities (in mono-block double cavity design) by a 

matching system consisting of two lenses (L1, L2) and a pinhole as described earlier. The 

double cavity design contains a low finesse cavity which is used as a reference cavity for the 

tilt lock technique to stabilize the laser, and a high finesse cavity which is used as a gas 

chamber for the Vernier technique.   

 

 Figure  4.13: Final configuration to stabilize the laser by a tilt lock technique and realize the 

Vernier effect technique. The mode matching system (L1, L2, and pinhole) is used to match the 

laser mode to the fundamental modes of the two cavities. BS: Beam splitter. The Vernier effect 

detection system consists of a fast photodiode (PD), acquisition card and a PC. The tilt lock setup 

consists of the reference cavity, grating, two split photodiodes and electronic circuits to generate 

the error signals. 
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A beam splitter is used before the double cavity design, to divide the input beam into two 

beams. The output signal of the gas sample cavity is monitored by a fast photodiode, 

obtained by an acquisition card, and processed by a labview program. The steering mirror 

M10 is slightly tilted to misalign the input beam to couple light into a nonresonant reference 

cavity TEM10 mode, which directly reflects off from the input cavity mirror. The signal 

reflected from the input reference cavity is directed to a grating by a pick-off-window. This 

grating disperses the laser light to enable two split photodiodes to monitor two different 

parts of the laser spectrum. Two error signals are generated and contain a mixture of the 

two laser parameters frep, f0. Two PID controllers [81] are needed to electronically process 

the signal errors to generate two independent bias voltages, and send them to the double 

piezo setup to control both frep and f0. This double piezo setup is described in below. 

We want to design a mechanical system that provides at the same time, tilt and translation 

movements with high speed (resonance frequency > 100 kHz). At the beginning, a single PZT 

system is made, and its speed is tested, and then the double piezo system is designed and 

tested. The mechanical system consists of two identical PZT mounted on the end mirror in 

the sequence prism arm as shown in the upper part of Figure  4.13. It provides a translation 

movement to control frep, when the two PZT are activated together or a tip/tilt movement to 

control f0, when one of them is activated. As the noise frequency of ML Ti: Sa laser (in free 

running regime) is in the range of 100 kHz, the resonance frequency of the mechanical 

setup, used to move the end mirror, should have a resonance frequency higher than 100 

kHz. It is possible to use the SｷdWヴWﾐデｷ;ﾉﾉ┞-driven PZT to provide the tilt movement, but the 

bandwidth of the system is usually limited to few kHz. Here, the deployed PZT (P-010.00P, 

ー=10 mm, H=8 mm, from PI France S.A.S) has several important features: the operating 

voltage ranges from 0 to 1000 V, long lifetime without performance loss, displacement of 5 

´m (for 1000 volts), low electrical capacitance, integrated sensor to measure the PZT 

displacement , extreme reliability >109 cycles. But the most important feature is its high 

resonance frequency of about 129 kHz, when it is unloaded and both sides are not clamped. 

Indeed, the resonance frequency value is halved if clamped at one side. Therefore, to 

benefit from this high frequency value, the PZT is fixed at its lower half by three metallic 

screws with plastic heads, keeping both sides free. Firstly, we realized a mechanical mount 

for a single PZT to test the resonance frequency, as shown in Figure  4.14. Then, we realized 

the double PZT setup as shown in Figure  4.15.  

 

4.4.3.1. Double piezo setup 
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Figure  4.14: Mount of single piezo with a mirror, the piezo end sides are free. 

 

Figure  4.15  The end sides of 

each piezo are unclamped.  

We use a Michelson interferometer to determine the resonance frequency for the single 

piezo (Figure  4.14) and for the double piezo (Figure  4.15) configurations, whereas each 

configuration is loaded with the operating mirror M4. Generally, this optical technique is 

used for displacement measurements with micrometer or even nanometer resolution, and 

it is preferred because of its simplicity, its high resolution, and sensitivity. The 

interferometer setup is illustrated in Figure  4.16. 

4.4.3.2. Characterization of a Piezo by a Michelson interferometer 

133 

 



  

 

Figure  4.16: Experimental setup of the Michelson interferometer. BS: Beam splitter, PZT: Piezo 

electric transducer. The blue line represents the beam R1 reflected on the beam splitter, whereas 

the green line is the transmitted beam T1. 

By changing  the  extension  of  the  piezo through the applied input voltage,  the  optical  

path changes results in changing the intensity of  the  interference fringes  that  are  

produced  on  the  PD. As a result, the light intensity on the photodiode changes from 

maximum (light fringe) to minimum (dark fringe) and produces a current which is converted 

to voltage. This output voltage signal is acquired by the National Instruments acquisition 

card (16 bits, 1 MHz sampling rate), and is processed on a PC.  

Figure  4.17 presents the interference intensity (in red), and the signal of the photodiode (in 

blue) that is proportional to the interference intensity.  
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Figure  4.17: In red, Transfer function of intensity interference. In blue: PD signal which follows the 

intensity ｷﾐデWヴaWヴWﾐIW ヮ;デデWヴﾐく RWｪｷﾗﾐヱぎ Dｷゲヮﾉ;IWﾏWﾐデ ;ヴﾗ┌ﾐS ゜っΒが ┘ｴWヴW デｴW ﾉｷｪｴデ ｷﾐデWﾐゲｷデ┞ 
┗;ヴｷ;デｷﾗﾐ ふлI1ぶ ｷゲ ; ﾏ;┝ｷﾏ┌ﾏく RWｪｷﾗﾐヲぎ Dｷゲヮﾉ;IWﾏWﾐデ ;ヴﾗ┌ﾐS ゜っヲが ┘ｴWヴW デｴW intensity variation 

ふлI2) takes its minimum. 

To ensure that generated displacements will remain in a linear region, the piezo is excited 

with a voltage whose amplitude does not exceed 30 V. Additionally, Figure  4.17 shows 

displacement value IﾉﾗゲW デﾗ ゜っヲ (region2), where the variation takes its minimum. It is 

possible to have a minimum intensity variation around ゜ /4, but we display the displacement 

around ゜ /2 for better illustration. We should underline that by changing the bias voltage 

(VB) applied to the piezo, it is possible to move from the region1 to region2.  

In the following measurements, the PD signal is acquired when the sensitivity is a maximum 

(region1), and to do this, the VB value is kept around 15 volt, and the amplitude of the 

sinusoidal modulation signal (VAC) is about 2 volts.  To determine the resonance frequency 

of the piezo, VB and VAC are kept constant but the frequency of the modulation signals 

changes between 0 and 200 KHz. Before the resonance frequency, the amplitude of the 

piezo deflection does not change, thus the PD signal remain constant (oscillations amplitude 

is constant). When the resonance approaches, the piezo deflection increases which results 

in increasing the PD signal to reach its maximum value. After the resonance, the piezo 

deflection come back to its initial value as the voltages VB and VAC remain constants. The 

experimental result of testing the single piezo setup is shown in Figure  4.18. The 

corresponding resonance frequency is about 122 kHz which is close to the nominal value 

(129 kHz) for unloaded single PZT, and when both sides are unclamped. The small difference 

is due to the mass of the mirror (weight=0.2 g) which is small compared to the mass of the 

PZT (weight = 9 g). 
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Figure  4.18: Resonance frequency of single piezo setup, red points are experimental 

measurements.  

The double piezo setup is tested in the same way and the experimental result is shown in 

Figure  4.19. The corresponding resonance frequency is about 122 kHz.  

 

 

Figure  4.19: Resonance frequency of double piezo setup, red points are experimental 

measurements. 
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By this interference setup, we can also measure the tilt angle to be around 0.5 mrad at 

voltage value of about 100 volts. 

In summary, the main resonance frequency of our double piezo setup is higher than the 

maximum frequency of the phase noise in mode locked Ti:Sa lasers which is known in 

literature to be around 100 kHz in free running regime.  

 

This technique exploits the interference between the fundamental cavity mode TEM00 and a 

nonresonant higher order spatial mode reflected from the input cavity mirror, to derive an 

error signal. The spatial transverse electromagnetic (TEM) modes of the cavity can be 

described by the Hermite–Gauss functions [12]. In general, tilt locking uses the higher order 

nonresonant TEM10 mode as a phase reference for the fundamental TEM00 cavity mode. The 

transverse electric field distributions of these modes are shown in Figure  4.20.a. The two 

modes are directed onto a two-element split detector which is positioned so that each lobe 

of the TEM10 mode is separately detected on each half of the detector as shown in 

Figure  4.20.b. The error signal is given by the subtraction of the photocurrent of the two 

halves of the split detector. 

 

Figure  4.20: (a) TEM00 and TEM10 transverse electric field amplitude. (b) Intensity distribution of 

TEM00 (blue circle) and TEM01 (pink ellipses) on the split photodiode [43]. (c) Vector summation of 

electric fields on both diode halves with TEM00 on resonance and (d) slightly off resonance. 

4.4.3.3. Principle of the tilt lock technique 
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First, the laser beam is aligned and mode matched to the TEM00 cavity mode. Later, a small 

input misalignment will couple light into a non-resonant cavity TEM10 mode, which directly 

reflects off from the input cavity mirror. The input beam is misaligned by tilting a steering 

mirror in front of the reference cavity. The TEM10 mode has a -ヽ/2 phase shift on one side 

and a ヽ/2 phase shift on the other, relative to the TEM00 mode. When the TEM00 mode is 

exactly resonant in the cavity, it reflects off the cavity without any phase shift. The lower 

window of Figure  4.20 illustrates the diagram of the electric field vectors of the TEM00 and 

TEM10 modes on the two halves of the photodiode. The summation of the two relevant field 

vectors is important because the power is proportional to the square of the sum vector. In 

the case of the resonance, the TEM10 adds to the TEM00 on both sides of the PD, and each 

side monitors the same power. Thus, the error signal, obtained by subtracting the 

photocurrents from the two halves of the PD, is zero. When the TEM00 mode is slightly out 

of resonance with the cavity it acquires an equal phase shift in both photodiode halves as 

shown in Figure  4.20.d, while the nonresonant TEM10 mode remains unchanged, because it 

does not enter inside the reference cavity. As the TEM10 has opposite phase shift on both 

sides of the PD, the sum vector is different at those sides, yielding different power in each 

PD half. The electronically subtracted photocurrent is no longer zero and gives an error 

signal proportional to the phase shift.  

As the final aim is to make the Vernier effect measurement with a stabilized laser, we 

designed two cavities. One cavity with a low finesse (F=626) is used as a reference cavity to 

stabilize the laser, and the other cavity with a high finesse (10470) is used to detect the gas 

sample with the Vernier effect technique. The length of each cavity (L=62.4 cm) is the same 

which yields a cavity free spectral range three times the laser repetition rate. We shorten 

each cavity length to make the configuration compact and less sensitive to ambient 

vibrations. In addition, the mirror mounts are built in a way that requires only initial 

alignment. It then is possible to remove the mirrors for cleaning, and restore them without 

realignment. The tilt lock technique was tested, at this preliminary stage, only with the low 

finesse cavity. Because it is easier to start by low finesse for the alignment and for the 

locking process that the slope of the error signals depends strongly on the cavity finesse or 

on the mirrors reflectivity. 

The error signal was obtained by using one split photodiode and a home-made electronic 

circuit to subtract the photocurrent of the two halves of the split PD and convert the 

difference to a voltage. The locking process didn’t reach the final stage to control the laser 

parameters (frep, f0) because the lack of time.   

4.4.3.3.1.      Realization of the tilt lock technique and the cavities 

design 
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4.5. Conclusion and Perspectives 
We presented a new technique of frequency comb spectroscopy whose potential 

performance depends on the optical properties of the mode-locked lasers, and that of the 

high finesse optical cavity. This technique provides large bandwidth, high sensitivity 

detection and a high spectral resolution as well as a rapid acquisition time. In the near 

future, the locking process will be completed to stabilize the laser source which permits to 

exploit the potential of this technique. 

In perspectives, when the laser source will be stabilized, it will be possible to use more than 

one photodiode detector or a CCD. In this case, we will overcome the overlap problem 

which limits the deviated distance from the MP position, and hence limits the resolution. By 

using m detectors, it will be possible to get m beating peaks inside the laser bandwidth (the 

separation between two peaks is no longer limited by the laser bandwidth), and each peak 

will scan a part of the laser spectrum which enhances the resolution by a factor of m. For 

example, by using a cavity finesse of 10000, and only 4 photodiodes, to probe a laser 

bandwidth of 40 nm, we can get 40 000 spectral elements, to reach a spectral resolution of 

1 pm, during  less than 1 ms of acquisition time which is promising. 
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General conclusion and perspectives 

In this thesis, we presented a compact, robust and transportable UV spectrometer 

exploiting the modelocked cavity enhanced absorption spectroscopy (ML-CEAS) technique 

to measure pptv and sub-pptv levels of atmospherically important halogen oxide radicals. 

Experimental measurements on trace gas detection were made, in the laboratory and in the 

field campaigns. It is remarkable that the performance of the instrument indoors and 

outdoors are identical, leading to the same stability results as well as the same detection 

limits.  

Thanks to the double-cavity setup, alternative measurements of BrO and IO at 338.5 

nm and 436 nm, respectively, are possible. The minimum absorption coefficients are 1.6 × 

10-10cm-1 Hz-1/2 and 1.3 × 10-11 cm-1 Hz-1/2 per spectral element, respectively. Due to the 

broad-band character of the instrument, H2CO and NO2 could also be measured together 

with the halogen oxides which were the principal target species of this development. This 

compact and robust instrument is suitable for in situ measurements of local concentrations 

of BrO/H2CO and IO/NO2, providing detection limits of 1 pptv (1 min), 96 ppt (1 min), 20 

ppqv (5 min) and 3 pptv (5 min), respectively. The IO detection level of 20 ppqv in 5 min of 

acquisition is, to our knowledge, the best published result. 

 

The large tunability of the system would allow to measure in the pptv range, other 

environmental important species such as OClO, HONO, OBrO, OIO, SO2, etc., for which 

absorption cross sections in the near UV-visible are available in literature. Moreover, by 

frequency tripling the fundamental radiation, probing the strong rotational transitions of 

the OH radical at 308 nm is possible. The expected detection limit of 20 ppqv can be 

achieved, leading to sensitivity down to 105 radicals/cm-3, which would be enough to detect 

the OH radical in the atmosphere.  

More technical development is certainly necessary to realize the full potential of this 

instrument and to make the system more compact, more efficient and easier to operate. In 

the future developments, the procedure of switching from one wavelength to another will 

be automatically controlled by the computer including, changing the position of the BBO 

crystal and the Echelle grating. As the sensitivity of the developed system is limited by the 

photon shot noise, we can in principle achieve a better performance on our current setup by 

using a CCD detector allowing shorter exposure times and/or larger well capacity. In 

addition, the sensitivity can be increased at least by a factor of 3 (as long as the Rayleigh 

scattering is not dominant) by using higher reflectivity mirrors at both wavelengths, which 

will be commercially available in the near future. Thanks to the versatility of the instrument, 

applications in other domains such as industrial processes, national security or urban air 

quality (determination of toxic species, such as formaldehyde, NOx, O3) are anticipated. 

Furthermore, since this method is totally non-invasive and provides ultrasensitive detection 
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as well as rapid time measurements, interesting applications to clinical breath analysis are 

expected. Since the instrument has successfully completed the mission at Dumont d’Urville 

station in Antarctica by measuring BrO and IO, it is promising to send it to other relevant 

sites to contribute to field measurements of atmospheric interest. Additionally, we are 

motivated to use the instrument as a demonstrator in other domains mentioned before 

(urban air quality, medical diagnostics…), which may lead to industrialisation of the 

technology if a sufficiently large demand exists. 

For the Vernier effect technique, I made the first demonstration in our laboratory, 

and I obtained preliminary results. Indeed, the achieved spectral resolution was modest, 

because the number of the spectral elements was limited by the laser mode width, and not 

by that of the cavity. In general, this technique provides a detection sensitivity enhanced by 

F/ヽ like the ML-CEAS technique, and a spectral resolution given by the probed laser spectral 

window divided by the cavity finesse, if the laser source is stabilized. The expected 

resolution value can easily reach less than 1 pm. Furthermore, this technique has a simple 

setup compared to the ML-CEAS, where there is no need for the spectrograph. Additionally, 

the time required to measure one output absorption spectrum can be less than 1 ms. 

The stabilization of the laser source has started and will surely continue in the future. 

The technique of tilt lock was deployed to lock the laser to a reference cavity. For this 

purpose, a reference cavity of low finesse, a double piezo setup, electronic circuits were 

realized. The double piezo setup was mounted on the end mirror after the prism sequence 

in the laser cavity, to allow a translation, and tilt movements to control both frep and f0 of 

the laser comb with a response frequency higher than 100 kHz. The electronic circuits were 

used to generate error signals containing a mixture of information about the two laser 

parameters frep and f0. A PID card was also designed to process the error signals and 

generate two bias voltages applied to the double piezo setup. In the near future, the laser 

stabilization procedure continues until the end and achieves its goal in reducing the laser 

mode width to be less than the cavity mode width. Then, it will be possible to increase the 

cavity finesse to enhance both the sensitivity and the resolution. One ambitious goal is to 

use several detectors instead of only one detector to increase the spectral resolution. Given 

that continuous improvements lie ahead, I expect the Vernier effect technique to be a 

powerful spectroscopic tool and to be employed more frequently in the future to respond 

to the needs of emerging scientific fields such as measurement of free radical kinetics in 

pulsed plasmas in the UV and VUV [82]. 
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Conclusion Générale 

Dans cette thèse, un spectromètre UV robuste, compacte et transportable a été construit. Il 

repose sur la technique ML-CEAS pour mesurer à des  niveaux très faibles (pptv 1 particule 

sur mille milliards et même en dessous) des molécules réactives d’importance 

atmosphérique, en particulier, les radicaux d'oxyde d'halogènes. Des mesures 

expérimentales sur les détections de gaz à l'état de traces ont été faites en laboratoire et au 

cours de campagnes de terrain. Il est remarquable que les performances impressionnantes 

de l’instrument obtenues en laboratoire ont pu être reproduite à l’identique sur le terrain, 

conduisant aux mêmes résultats en termes de stabilité ainsi que pour la limite de détection. 

Grace à la configuration de double cavité, des mesures alternatives de BrO et IO à 338.5 nm 

et 436 nm, respectivement, sont possibles. Les coefficients minimales d'absorption sont 1.6 

× 10-10cm-1 Hz-1/2 et 1.3 × 10-11 cm-1 Hz-1/2 par élément spectral, à 338.5 nm et 436 nm, 

respectivement. En raison du caractère large bande de l'instrument, les concentrations de 

H2CO et de NO2 peuvent également être mesurées avec les oxydes d'halogènes qui étaient 

les espèces cibles principales de ce projet. Cet instrument compact et robuste est adapté 

pour des mesures in situ de concentrations locales de BrO/H2CO et IO/NO2, offrant des 

limites de détection de 1 pptv (1 min), 96 ppt (1 min), 20 ppqv (5 min) et 3 pptv (5 min), 

respectivement. La limite de détection obtenue pour le radical IO est particulièrement 

impressionnante. 

 

Par ailleurs, l'accordabilité importante du système permettrait de mesurer à des 

niveaux de l’ordre du pptv, d'autres espèces d’importance environnementale telle que 

OClO, HONO, OBrO, OIO, SO2, etc, pour lesquels les sections efficaces d'absorption dans le 

proche UV-visible sont disponibles dans la littérature. De plus, par triplage de fréquence du 

rayonnement fondamental, il est possible d’atteindre 308 nm où se trouvent les fortes 

transitions rotationnelles du radical OH. La limite de détection prévue  est de 20 ppqv, ce 

qui correspond à, concentration de 105 radical/cm-3.  Cette limite de détection est suffisante 

pour détecter le radical OH dans l'atmosphère en Antarctique. 

Des développements techniques sont nécessaires pour aboutir au plein potentiel de cet 

instrument et rendre le système encore plus compact, plus performant et plus facile à 

utiliser. Un exemple d’évolution future est l’automatisation de la procédure qui permet de 

contrôler la position de crystal BBO et de changer en parallèle, la position du réseau utilisé 

dans le spectromètre. On pourrait ainsi passer de la mesure de BrO et du formaldéhyde à la 

mesure de IO et de NO2 en quelques minutes.  

Par ailleurs, comme la sensibilité du système est limitée par le bruit de photons, on peut en 

principe améliorer la sensibilité en utilisant un détecteur CCD permettant des temps 

d'exposition plus courts et/ou ayant des puits de plus grande capacité. La sensibilité peut 
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être aussi augmentée à l'aide de miroirs plus réfléchissants aux deux longueurs d'onde 

(338.5 nm, 436 nm). De tels miroirs devraient être disponibles dans le commerce dans un 

avenir proche. On peut ainsi espérer gagner jusqu’à un facteur 3 sur les limites de 

sensibilité. Grace à la versatilité de l'instrument, des applications dans d'autres domaines, 

tels que les procédés industriels, la sécurité nationale ou le contrôle de la  qualité de l'air 

urbain (détermination des espèces toxiques, comme le formaldéhyde, NOx, O3) sont 

possible. 

 

Puisque cette méthode est totalement non invasive et permet une détection 

ultrasensible et des mesures en temps rapides, des applications intéressantes à l'analyse 

d'air expiré pour un diagnostic médical ont été envisagées par cette technique. Comme 

l'instrument a été déployé avec succès à Dumont d'Urville, une station de mesures en 

Antarctique, il est prévu d’utiliser à nouveau l’instrument dans d'autres sites de mesures, 

afin d’améliorer nos connaissances et les modèles de chimie atmosphérique. Par ailleurs, il 

est probable que nous utiliserons à l’avenir notre instrument en tant que démonstrateur 

dans d'autres domaines de la physique mentionnés précédemment  (qualité de l'air en 

milieu urbain, diagnostic médical ...), ce qui peut conduire à une industrialisation de la 

technologie si une demande suffisante existe. 

En ce qui concerne l'effet Vernier, j'en ai réalisé la première démonstration dans 

notre laboratoire, et j'ai obtenu des résultats préliminaires prometteurs. Certes, la 

résolution spectrale obtenue est modeste, car elle était limitée par la largeur des modes du 

laser et non par la largeur des modes de la cavité, cependant le principe a pu être démontré. 

En général, cette technique fournit une sensibilité de détection accrue par F/ ヽ comme la 

technique ML-CEAS, et la résolution spectrale est donnée par la fenêtre spectrale du laser 

divisée par la finesse de la cavité. Pour se faire, il est nécessaire de stabiliser le laser de 

manière à ce que largeur des modes deviennent inférieures à la largeur des modes de la 

cavité.  On devrait en pratique obtenir des résolutions meilleurs que 1 pm sur des fenêtres 

spectrales de plus de 30 nm, ce qui correspond à plus de 30 000 éléments spectraux. En 

outre, cette technique présente une configuration simplifiée par rapport à la ML-CEAS, vu 

que le spectrographe est alors supprimé. De plus, le temps nécessaire à l’enregistrement 

d’un spectre d'absorption peut être inférieur à 1 ms. 

De grands efforts ont été déployés pour stabiliser la source laser. La technique de 

tilt-lock a été utilisée pour verrouiller le laser à une cavité de référence. A cet effet, une 

cavité de référence de faible finesse a été conçue ainsi qu’une configuration à double piezo 

et  les circuits électroniques de contrôle. La configuration à double Piezo a été monté sur le 

miroir  après la séquence de prisme dans la cavité laser, pour permettre les mouvements de 

translation et d'inclinaison pour contrôler à la fois frep et f0 du laser avec une réponse 

fréquentielle pouvant aller jusqu’à 100 kHz. Les circuits électroniques ont été utilisés pour 

générer des signaux d'erreur contenant un mélange d'informations sur les deux paramètres 

du laser frep et f0. Une carte « PID » est également conçu pour recevoir les signaux d'erreur 
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et générer deux tensions continues appliquées à la configuration de double piézo. J'espère 

que dans un proche avenir, la procédure de stabilisation du laser sera effective et atteindra 

son but, c'est-à-dire de  réduire la largeur de mode laser pour être inférieure à la largeur de 

celle de la cavité. Ensuite, il sera possible d'augmenter la finesse de la cavité afin d'améliorer 

à la fois la sensibilité et la résolution. Un objectif ambitieux est d'utiliser plusieurs 

détecteurs au lieu d'un seul détecteur pour augmenter la résolution spectrale. Étant donné 

qu’un grand nombre d’améliorations sont encore possible, je m'attends à ce que cette 

technique utilisant un effet Vernier puisse être un puissant outil spectroscopique et être 

utilisé plus fréquemment à l'avenir pour répondre aux besoins des nouveaux domaines 

scientifiques tels que la mesure de la cinétique de radicaux libres dans les plasmas pulsés 

dans l'UV et VUV [82]. 
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